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SUMMARY
Magnetostrictive transducers have been used for many years by dentists for the 
removal of deposits on teeth that contribute to tooth decay.
A study of current commercial magnetostrictive scalers has been undertaken so that 
potentially beneficial modifications to the present designs could be identified and 
investigated. This has resulted in suggestions for upgrades to the drive coil design 
and changes to the frequency o f the applied dynamic magnetic field (which produces 
magnetostriction) that could improve system performance. In addition, a ‘capacitance 
compensation system’ has been produced and tested that significantly reduces the 
power requirements for current and future dental scalers by compensating for dynamic 
losses in a resonant transducer.
Magnetostrictive materials are identified as replacement for those currently used in 
dental scalers. It is demonstrated that although they possess some of the qualities that 
could offer advantages for new types of dental scalers, they are unable to produce 
satisfactory results when compared to extant nickel-based systems if based on current 
device geometries.
Finite element modelling has been used to investigate the mode-shapes associated 
with resonant magnetostrictive dental scaler components. The modelling indicates that 
flexural modes can be generated and the resultant flexing of ‘tips’ are equivalent to 
those measured in real devices. In addition, it is shown that coupled longitudinal- 
flexural resonant modes must be stimulated to produce the required tip vibrations for 
dental scaling.
Suggestions are also made for future work that includes the development of more 
advanced finite element models, improved dental scaler designs and new transducer 
measurement techniques.
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NOMENCLATURE
A Ampere; Cross sectional area
B Flux density
Br Remanent magnetic induction
Bs Saturation magnetic induction
Bmax Maximum magnetic induction
c Capacitance
D Diameter
d33 Magnetostriction constant
E Young’s modulus
f Frequency
F Force
G Strain gauge factor
H Magnetic field strength
Hc Coercivity
h d Demagnetising field
Him Internal field
Hk Anisotropy field
I Current
ID Inner diameter
J Magnetic polarisation
k Magnetomechanical coupling factor
K Anisotropy constant
Ku Induced anisotropy constant
Ks Shape anisotropy constant
L Length, inductance
1 Length
m Mass
M Magnetisation
Ms Saturation magnetisation
N Number of turns
n Number o f turns per metre
OD Outer diameter
ppm Parts per million
r Radius
R Resistance
sH Mechanical compliance at fixed field strength
S Longitudinal strain
t Time
T Temperature; period, stress
Tc Curie temperature
Tern Transduction co-efficient (electrical from mechanical)
Tmc Transduction co-efficient (mechanical from electrical)
U Displacement
V Voltage
V velocity
w Width
X Distance; measureand
y Output
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Z Impedance
Zc Blocked electrical impedance
Zee Electrical impedance o f whole transducer system
Zm Mechanical impedance
Zmoi Impedance due to motional effects
zi. Mechanical impedance o f load
Greek letters
X Susceptibility, eddy current factor
6 Derivative
A Change in
£ Strain
r| Magnetomotive force
d> Easy axis angle, flux
X Magnetostriction
Xs Saturation magnetostriction
p. Permeability
Po Permeability of free space
Pf Relative permeability
^ Damping factor
0 Angle
p Resistivity, density
a  Stress, conductivity
t Time constant
oo Angular frequency
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1 Introduction
For many years, magnetostrictive materials have been utilised in numerous 
transducer applications [1.1]. These have ranged from high-power sonar projectors to 
functional components in anti-vibration systems [1.2, 1.3].
Commercial magnetostrictive devices have been available for many years but in 
some cases there has been a tendency to utilise familiar magnetic transducer materials 
and designs rather than investigate the introduction of alternatives [1.4].
1.1 Aims and objectives
The objective of this study was to investigate new ultrasonic dental scaler inserts 
that could provide advantages over current systems [ l .5]. New magnetostrictive 
material drive-elements and any associated power supplies would be identified and 
produced prior to characterisation.
The aims o f the project were to:
1 Increase the understanding of how current magnetostrictive dental scalers 
function and develop new concepts for future devices.
2 Identify new magnetostrictive materials which may be used to drive ultrasonic 
scalers
3 Produce a new range of prototype scalar inserts having characteristics that could 
offer potential advantages over present models.
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1.2 History of magnetism and magnetostriction
Magnetism is one of the oldest branches o f solid-state physics. The ancient 
Greeks were amongst the first to study the properties of magnetite, a mineral 
composed of FeO and Fe3 C>4 . The initial studies into such materials resulted in the use 
of lodestone for ships’ compasses but it was not until the sixteenth century that Sir 
William Gilbert formalised the investigation o f magnetism. Considerable advances in 
the study of electricity and magnetism were made at the end of the eighteenth century 
and throughout the nineteenth century. However, with the development o f Maxwell's 
equations for electromagnetism and quantum mechanics, a greater understanding of 
magnetic materials has been achieved [l .6].
The existence of magnetostriction was first discovered by Joule [1.7] but it was 
not until the production of early sonar devices that magnetostrictive nickel, nickel- 
iron or cobalt-iron alloys were widely utilised. Although these materials could achieve 
strains o f -150 ppm with optimum magnetomechanical coupling coefficients in the 
range o f 0.3-0.4 (where unity indicates 100% transduction efficiency) they were 
quickly superseded by advanced ceramic piezoelectric materials [1.9]. Indeed, 
magnetostrictive materials have often struggled to find a niche in device applications 
as a result o f competition with piezoelectric equivalents [1.9]. It was not until the 
development of so-called ‘giant’ magnetostrictive materials such as Terfenol-D [1.10] 
(with strains of -2000 ppm) that magnetostrictive materials were considered to be a 
viable alternative to piezoelectrics as a result o f comparable strain outputs and 
transduction efficiencies [1.9].
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Despite the dominance of piezoelectric materials in many common transducer 
applications, a number of research and commercial transducers have been developed 
using magnetostrictive materials. These include the Feonic 'SoundBug' and 
'Whispering Windows' speaker systems [1.12], Blue Wave ultrasonic baths [1.13], 
high power anti-vibration systems [1.14] and Dentsply dental scaler units [1.15].
1.3 Magnetostrictive transducers
Although it is possible to identify magnetostrictive transducers that have been 
produced to be 'maid of all work' devices [1.13], it is more common to find that a 
sensor or actuator has been designed to meet a specific specification. Each potential 
application has its own requirements that the transducer designer must take into 
account, if the device is to be successful [1.15]. System considerations can include 
the nature of the load to be actuated, the length of the desired stroke, the frequency 
response and the physical size and power requirements of the transducer. 
Consequently, once the requirements for a transducer have been specified, the 
designer must select a magnetostrictive material that can achieve the application 
needs. Once this has been done, it is possible to address the magnetic, electrical, 
mechanical and physical properties that will need to be optimised so that it can be 
incorporated into a system that will supply power and control for a given application 
[1.15, 1.16].
12
References for Chapter 1
[1.1] Claeyssen.F., et al “Actuators, transducers and motors based on giant 
magnetostrictive materials”, Journal of Alloys and Compounds, Volume 258, Number
0, 1 August 1997 , pp. 61-73(13).
[1.2] Kawamori. A., et al “A low-frequency projector using giant magnetostrictive 
rods”. Journal of the Acoustical Society o f America, Volume 96, Issue 5, November 
1994, p. 3318
[1.3] Bartlett. P.A., et al “High-power, low frequency magnetostrictive actuation for 
anti-vibration applications”, Sensors and Actuators A: Physical, Volume 91, Number
1, June 2001 , pp. 133-136(4).
[1.4] Burman. A., et al, “On the influence o f functional materials on engineering 
design”, Research in Engineering Design, Volume 12, Number 1, July 2000, p. 39-47.
[1.5] Lea. S. C., “Assessing the vibrations of dental ultrasonic scalers”, Journal of 
Sound and Vibration, Volume 271, Issues 3-5, April 2004, Pages 1113-1120.
[1.6] Bums. G, “Solid state physics”, Academic Press, 1985, p. 565.
[1.7] Jiles. D., “Introduction to magnetism and magnetic materials”, 2nd Ed, Chapman 
and Hall, London, 1991, p. 121.
[1.8] Bartlett. P. A., “Properties and applications of magnetostrictive materials”, MSc 
Thesis, University of Hull, 1997.
[1.9] Greenough. R.D., et al, “The properties and applications of magnetostrictive rare 
earth compounds”, J. of Mag. & Mag. Mat. 101 (1991) 75-80.
[1.10] Clark. A.E, “Introduction to highly magnetostrictive rare earth materials”, US J 
of Underwater Acoustics. Vol 27, N o.l, Jan 1977, p. 109.
[1.11] Feonic PLC, http://www.feonic.com/
[1.12] Bluewave Inc. http://www.bluewaveinc.com/
[1.13] Etrema Products Inc. http://www.etrema-usa.com/
[1.14] Dentsply Ltd. http://www.dentsply.co.uk/products/preventive/cavitronplus.html
[1.15] Engdahl. G., “Handbook of giant magnetostrictive materials”, Academic Press, 
1999.
[1.16] Bright. C., Bright Engineering Inc. (Private Communication), 1998.
13
2 MAGNETIC PROPERTIES
2.1 Introduction
There are a number of basic parameters and concepts that are commonly used in any 
discussion on the properties of ferromagnetic materials [2.1]. These are outlined in the 
following sections.
2.2 Basic ferromagnetic principles
Magnetic field  intensity: A conductor that is carrying an electric current will generate a 
magnetic field around itself. It is possible to produce a uniform magnetic field by winding a 
long, thin solenoid from such a conductor. If a current / flows in the windings of a solenoid 
with n turns per metre, the magnetic field intensity H  produced and solenoid length L is given 
by (2 .1) [2.2].
H  = n.i/L (A/m) (2.1)
Permeability: The permeability, /i, is the factor that determines the flux density that will 
be induced within a ferromagnetic material as a result of the application of a magnetic 
field (see (2.3)) [2.3]. The permeability can be expressed as
H o  f i r  (H/m) (2.2)
Where n Q is the permeability o f free space ( ja 0 = 4rc x 10'7 H/m) and f i r  is the relative
permeability of a magnetic material with respect to n0-
As magnetic materials can possess non-linear properties, fir may not be constant. 
Consequently, an understanding of the full magnetic properties of a material is important for
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many engineering applications [2.4]. However, for some ferromagnetic materials, the relative 
permeability can remain relatively constant over much of the characteristic B vs. H range
[2.5].
Magnetic flux density (induction): A material that can be magnetised when exposed to a 
magnetic field is said to have a magnetisation M  (A/m) and a magnetic flux density B (T) 
[2.6].
B -  p(H+M) = p 0 pr (H+M) (T) (2.3)
Also, the magnetic polarisation, J  is defined as
J  = fiM (T) (2.4)
It must be noted that for free space, where no magnetic material is present, B is given by
B=fioH (T) (2.5)
Susceptibility: A relationship between a material's magnetisation M  and an applied field 
/ / i s  [2.7]
M = XH  (A/m) (2.6)
where dimensionless x is a measure of the ease by which a given magnetic field will 
establish a particular magnetisation. However, it must be borne in mind that 
magnetisation and magnetostriction o f ferromagnetic materials also exhibit hysteresis.
The relative permeability is related to the susceptibility where:
M r =  X  + 1 (2-7)
Hysteresis and the hysteresis loop: The most common way to represent the bulk
magnetic properties of a ferromagnetic material is by plotting magnetic induction B against H
[2.8]. Such a plot is known as a BH loop. This BH loop shows the relationship between the
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induced magnetic flux density B and the magnetising force H. It is also possible to plot M 
against H but as a result of (2.3) no additional information would be displayed in such a 
graph. The BH loop can offer the engineer considerable insight into the properties of a 
magnetic material. Figure 2-1 shows the general form of a typical BH loop [2.9].
Figure 2-1 Typical BH curve for a ferromagnetic m aterial showing the resultant induced R-field as a 
result o f an applied H-field.
The loop is generated by measuring the magnetic flux density of a ferromagnetic material 
while the magnetising field is changed [2.8]. A ferromagnetic material that has never been 
previously magnetised or has been thoroughly demagnetized will follow the dashed line 
(indicated by “A”) as H is increased (see figure 2-1). Increasing the magnitude of the applied 
H-field, then increases the B-field that is induced in the material. At point "B" almost all of 
the magnetic domains are aligned, where the material approaches what is called saturation 
induction, Bs.
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W henH  is reduced to zero, the curve will follow a path from point “B” to point “C”. At 
this point, it can be seen that some magnetic flux remains in the material even though the 
applied H-field is zero. This is referred to as the point of retentivity on the graph and 
indicates the remanence Br or level of residual induction in the material. (Some of the 
magnetic domains remain aligned but some have lost their alignment.) As the magnetizing 
force is reversed, the curve moves to point “D”, where the flux has been reduced to zero. This 
is called the coercivity (Hc). The material (in this situation, the reversed magnetising H-field 
has rotated the magnetic domains so that the net induced B-field within the material is zero). 
The H-field required to remove this residual magnetism from the material is called the 
‘coercive force’ (-Hc).
As the applied H-field continues to be increased in the opposite sense, the material will 
again become magnetically saturated but in the opposite direction (point “E”). Reducing the 
applied H-field to zero brings the curve to point “F”. It will have a magnitude o f residual 
magnetism equal to that achieved at point C but in the opposite direction. Increasing the 
applied H-field further will return the induced B-field to zero. Notice that the curve does not 
return to the origin o f the graph as an applied H-field is required to remove the residual 
magnetism. The curve will take a different path from point “G” back to the saturation point 
where it with complete the loop.
The line indicated by point “Q” is a tangent to the initial magnetisation curve whose 
maximum gradient yields the maximum incremental permeability for the material.
As can be seen, the plot is non-linear and possesses hysteresis. Hysteresis is the lag 
between making a change, such as increasing or decreasing applied field, and the response or
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effect of that change. These BH loops can vary considerably from material to material. 
Indeed, such BH curves can also be dependent on the 'magnetic history' of the material; the 
‘stress history’ and the past and present thermal states of the sample in question [2.10]. In 
addition, the BH characteristics can be influenced by the nature of the any dynamic H-fields 
that are applied to it.
A materia] is considered to be magnetically 'hard' if it has a high value of Hc and 'soft' if 
Hc is low (see table 2-1 for examples) [2.11].
Initial Maximum
Hc (A/m) B « ( T )
Soft
3% Si-Fe 1.5xl03 4.0x104 8.0 2.0
Mn-Zn Ferrite l.OxlO3 1.5xl03 0.8 0.2
Mumetal 2.0x104 l.OxlO5 4.0 0.6
Supermalloy l.OxlO5 l.OxlO6 0.2 0.8
Hard
(B H U C J/m 3) Hc (A/m) Br (T)
5%
Chromium Steel
2.4x103 5xl03 0.94
Alnico
(high remanence)
1.8xl04 8xl04 0.62
Cobalt-samarium,
Co5Sm
1.5xl05 IxlO6 1.50
Table 2-1 Properties o f some representative ferromagnetic materials |2.11]
By applying a cyclic H-field to a ferromagnetic material, the resultant induction will 
follow a BH-loop which possesses hysteresis [2.12]. The hysteresis associated with the 
magnetisation curve is related to the existence of magnetic domains in the material. Once the 
magnetic domains are reoriented by an applied H-field, it takes energy to turn them back 
again. Consequently, energy is lost as work is done in the material as its domains align with 
an applied H-field. The work done in this case (W/,) is directly related to the area bounded by 
the hysteresis loop and is given by:
18
JH*dB (per cycle) (Jm'3) (2.8)
Easy axes (easy directions): The easy axis refers to the energetically favourable
direction of the spontaneous magnetization in a ferromagnetic material. These axes are 
determined by factors such as the mechanical stress, magnetocrystalline anisotropy and 
shape anisotropy [2.13).
Domains: Ferromagnetic materials exhibit a long-range ordering phenomenon at the 
atomic level which causes the unpaired electron spins to line up parallel (the magnetic 
moments align) with each other in a region called a domain. Within the domain, the magnetic 
field is intense, but in a bulk sample the material will usually be unmagnetised because the 
many domains will themselves be randomly oriented with respect to one another [2.14, 2.15, 
2.16).
Although each domain will be spontaneously magnetised to saturation in a definite 
crystalline direction, adjacent domains will have different directions. These domains (see 
figure 2-2) are separated by domain walls in which the direction of the spins is changing from 
the direction o f one domain to that of its neighbour. Domains are formed to minimise the 
energy within the material but although smaller domains mean less energy [2.16] their wall 
area increases and the process ceases when the decrease in energy due to a splitting into 
smaller domains equals the increase due to the resultant increase of wall area.
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(a)
(b)
'Moderate' 'Stronger'
No Applied 
Field Saturation
magnetisation
Figure 2-2 Ferromagnetic domains: (a) showing typical closure pattern; (b) showing effect of applying an 
external magnetic field |2 .13]
The application of an increasing magnetic field causes [2.16] (see fig. 2-2) (i) initially, 
reversible wall movements allowing domains that are ‘more favourably’ magnetised to grow 
at the expense of those that are not, (ii) for ‘moderate’ fields, irreversible wall movements of 
the same types but hindered by impurities or defects in the crystal structure, and (iii) for 
‘stronger’ fields, rotation of magnetisation from easy directions towards that of the applied 
field. Each of these stages accounts for part of the hysteresis loop and the irreversible step (ii) 
can be detected audibly by electromotances induced in loudspeaker coils wound on a 
ferromagnetic specimen as a wall ‘jumps’ irreversibly across a defect (known as the 
Barkhausen effect). The pattern of domains on the surfaces of materials can be made visible 
under the microscope by the application of fine ferromagnetic powders or colloidal 
suspensions (such as ferrofluid). Consequently, domain wall movements can be observed as a 
varying magnetic field is applied [2.16].
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Magnetocrystalline anisotropy energy: The magnetocrystalline anisotropy energy in a 
ferromagnetic material is the energy which is responsible for aligning the magnetisation 
along certain crystallographic directions. The magnetocrystalline energy is a minimum when 
the magnetisation is aligned along one of these so-called easy directions of magnetisation 
which are dependent on crystal symmetry. Due to magnetocrystalline anisotropy, different 
energies are required to magnetise a ferromagnetic sample along different crystallographic 
directions and therefore, more energy (a larger magnetic field) is required to magnetise a 
specimen in a ‘hard’ direction. [2.17].
Curie temperature in ferromagnetic materials: For a given ferromagnetic crystal at 
absolute zero, the spontaneous magnetisation is equal in magnitude to the saturation value 
and all of the magnetic moments are aligned in parallel. As the temperature is increased from 
absolute zero the thermal energy increases. This thermal agitation prevents the magnetic 
moments from aligning in parallel and causes more disorder as the temperature is increased. 
This has the effect of reducing the spontaneous magnetisation within a domain. At a critical 
temperature, the randomising effect of the thermal agitation overcomes the aligning effect of 
the interaction energy and the material become paramagnetic in nature. The temperature at 
which this transition takes place is referred to as the Curie temperature (Tc) [2.17].
Demagnetisation factor: Demagnetisation factors are used to correct data on particular 
magnetic samples to give results that are intrinsic to the magnetic material when of that 
geometry. The demagnetisation correction adjusts the applied field Ha by the demagnetising 
field Hd to yield the internal magnetic field strength [2.18]:
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H  = H a + H d (2.9)
Magnetic susceptibility, permeability and the shape of the magnetisation curve, as a 
function of field, are all affected by the demagnetisation correction. The demagnetising field 
Hd is related to the magnetisation M o f the sample by the geometric demagnetisation factor N 
12.18]:
H d = - N M  (2 .10)
The demagnetising correction is important in materials with large magnetic 
susceptibilities (or permeabilities) or in samples whose relative dimension parallel to the 
applied field is small [2.18]. The demagnetisation factor is determined by the radios of the 
sample axes. Hence if the magnetisation components and lengths of axes are known, the H 
inside the body can be found [2.19]. The determination of N can be complex except for the 
special cases of ellipsoids of revolution [2.19] whoever, it is possible to produce expressions 
that can produce values for N for cylinders and rectangular samples of magnetic materials
[2.20]. For example; a rod of rectangular cross-section is shown in figure 2-3.
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z2 n
»Y
Figure 2-3 Rectangular rod of magnetic material with its dimensions specified so that the demagnetisation 
factors for it can be calculated using Eq.s 2.11 and 2.12 |2.20|
By re-stating the lengths lx, ly and l2 as , -{nr and 2nr respectively then the 
demagnetisation factors in the x, y  and z directions can be approximately calculated using 
[2.20]:
2n,
N x = N y = (2.11) [2.20]
If,- (2 .12) [2.20]
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3 MAGNETOSTRICTION
3.1 Introduction
The magnetisation of a ferromagnetic material is usually associated with a change in 
dimensions [3.1 ]. The resulting strain is known as magnetostriction k where
k  = 61/1 (3.1)
and 7 ’ is the length of the material in the direction in which the stain is measured.
There are two contributions to the overall magnetostriction. The first is the spontaneous 
magnetostriction due to the ordering of magnetic moments into domains at the Curie 
temperature and the second is due to the application of a magnetic field. It is this second 
contribution that is utilised in magnetostrictive transducers.
3.2 Magnetostriction in isotropic and anisotropic materials
When a ferromagnetic material is cooled through its Curie temperature, the previously 
randomly disordered paramagnetic magnetic moments become ordered over volumes
1 *7 I ftcontaining large numbers o f atoms (typically 10 -10 atoms) [3.2]. These ordered volumes 
(where all o f the magnetic moments are parallel) are called ‘domains’. The direction of the 
spontaneous magnetisation Ms varies from domain to domain throughout the material in such 
a way so that the bulk magnetisation is zero.
If we consider spherical volumes o f an unstrained solid within a greater solid above the 
Curie temperature of the material, we would have the disordered phase as shown in figure 3-
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1 a. In this case, the lack of ordering in the volumes results in paramagnetic behaviour for this 
material. When the material is cooled to below the Curie temperature, ferromagnetic ordering 
within the domain volumes will occur with a resultant spontaneous magnetisation and an 
associated strain (e) or magnetostriction Aq. The resultant strain could be considered to be 
along a particular direction as shown in figure 3-lb  (by assuming that the strain in the 
transverse direction is small compared to that along the greater longitudinal axis of a long, 
thin sample such as a rod).
Upon the application of a magnetic field, the domains within the material in figure 3-1 
will initially be dominated by the migration of domain walls within the material in response 
to the external magnetic field (see section 2.2). Secondly, the domains’ magnetisations will 
change so that they align with the applied field. These two mechanisms result in a 
dimensional change. Since the deformation is isochoric (a constant-volume process), there is 
an opposite dimensional change in the orthogonal direction. If sufficient field is applied, then 
saturation magnetisation will be achieved and a ‘maximum’ value for magnetostriction A ^  
will result as in figure 3.1c [3.2, 3.3]. Although the material has achieved saturation 
magnetostriction when Am^  is reached; it is possible to increase the magnetisation and 
magnetostriction further through the application of higher applied magnetic fields. However, 
the increase in magnetisation and strain is very low when compared to the increases with 
increasing applied field before ‘maximum’ magnetostriction is achieved. This additional 
effect is only appreciable at fields o f the order of 800 kA/m [3.4].
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a) Disordered
b) Ordered and unaligned
c) Ordered and aligned
Figure 3-1 Simple schematic diagram illustrating the magnetisation in: a) the disordered (paramagnetic) 
case; b) the ferromagnetic but demagnetised case; c) the ferromagnetic case for saturation magnetisation. 
13.41.
It is typical for ferromagnetic magnetostrictive materials to have anisotropic properties. 
Consequently, the saturation magnetostriction will be defined in relation to the crystal axis 
along which the magnetisation lies [3.5].
A typical strain vs. applied field curve for an unstressed polycrystalline nickel sample is 
shown in figure 3-2 where the magnetostriction can be observed to possess non-linear strain 
vs. applied H-field characteristics and hysteresis.
TXD Ni 110406-3: 0 MPa {max -3 0  ppm)
</>
10000 20000 30000 40000>40000 *30000 *20000 *10000 0
H-field (A/m)
Figure 3-2 Typical X (strain) Vs. magnetising H-field curve for a 50mm x 4mm x 0.4mm strip of 
negatively magnetostrictive nickel with zero pre-stress as measured by the author
The magnetic anisotropy relates the dependence of the internal energy on the direction of 
the spontaneous magnetisation. If the material possesses a cubic crystal structure then this 
energy can be expressed via direction cosines between the field and the crystallographic axis 
(see figure 3-3).
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Figure 3-3 The direction cosines a t, a 2, a 3, between an applied field and the crystal axis
Assuming that the applied field makes angles a, b, c with the crystal axis or/, a2 , a ? are
then the anisotropy energy, W* will be [3.6]:
Wi -  Ki ( a 2 a>2 + 0 L2  0 L2  + a 2  & 2  ) + K.2  cc2 ct2  0 C3  + ... (3.1)
As the magnetostriction o f the ferromagnetic sample depends on the internal structure, 
then the magnetostriction in a crystalline solid will be determined by the direction cosines 
using the Becker-Doring equation [3.7]:
the cosines of these angles and K/ and K2  are the ‘anisotropy constants’ for a given material
(3.2)
where A/ 0 0  and A/// are the saturation magnetostrictions measured along the [ 1 0 0 ] and [1 1 1 ] 
directions respectively when the ferromagnetic material is magnetised in these directions /?/,
@ 2 and P2  are the cosines of the angles between As (the saturation magnetostriction) and the
crystal axis. In the case where the induced strain is measured in the same direction as the
magnetic field then [3.6, 3.7]:
At = Aoo + (^111 — ^ 10o)(^l a2 * a2a3 + a3 a\ ) (3*3)
and in the case o f an isotropic material where As = A/oo =Am then Eq. (3.2) becomes [3.8]: 
* ,(«) = | ^ ( c o s 2 0 - l )  (3.4)
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4 MAGNETOSTRICTIVE TRANSDUCERS
4.1 Introduction
Transducer designers have many choices when selecting magnetostrictive materials. The 
starting point for any design is, in general, a demand specification in terms of currents, 
voltages, strains, forces, power levels, frequency characteristics, response times, and 
operating temperatures. [4.1]. During the design phase, these specifications, coupled to 
materials and electromechanical data o f  potential system components, must be transformed 
into ‘construction data'. These data will enable the designer to make engineering choices so 
that an optimum system can be developed despite the conflicting requirements of different 
aspects of a device’s sub-component design. In a magnetostrictive transducer, magnetic fields 
can be applied to the functional material via permanent magnets and/or magnetising coil 
arrangements [4.2]. Materials can be classified as having [4.3];
•  a negative magnetostriction, where application o f an increasing magnetic field 
results in an increasing negative strain in the field direction
• a positive magnetostriction, where application of an increasing magnetic field 
results in an increasing positive strain in the field direction
As the strain vs. applied H-field characteristic is non-linear, the application of a magnetic 
field does not result in a linear strain output for all values of the applied field [4.4]. 
Magnetostrictive transducers can be used to supply strains and associated forces. These can 
be both quasi-static and dynamic in nature.
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In a transducer that is to be used for dynamic applications, the overall performance of the 
device will be determined by a number o f the system’s coupled properties including [4 .5 ,
4.6]:
i. Magnetostrictive material properties
ii. Magnetic component properties
iii. Mechanical component properties
iv. Electrical component properties
It is important to understand the properties of each of the system components and their 
inherent limitations.
4.2 Basic magnetostrictive transduction concepts
Figure 3-2 showed a typical X vs. H-field curve for an unstressed sample o f nickel. From 
a transducer designer’s point o f view, this is one of the most important characteristics as it 
represents the ‘output’ strain for a given ‘input field’. It represents a significant component of 
the overall transfer function of the transducer.
If we simplify the characteristics o f such a material, it is possible to identify some of the 
key considerations that must be taken into account when designing a magnetostrictive 
transducer that will be used to produce displacement or vibration. Such a simplification is 
shown in figure 4-1, where a positively magnetostrictive material is shown but with the 
hysteresis and the higher-order non-linearities removed leaving only the main point of 
inflection that is a characteristic feature o f magnetostrictive materials [4.7].
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Strain output caused by  
the oscillatory drive 
field
Applied H-Field This 
is caused by en ac 
current apphed to the 
dmre coil
II I
Note: The strain output u  twice the drive frequency because both a +ve or -ve drive field 
maximum results in a strain +ve maximum
Figure 4-1 The resultant frequency doubled output of a positive magnetostrictive material as a 
consequence of applying a drive field without magnetic biasing
In figure 4-1, a sinusoidal H-field is applied to the magnetostrictive material. In this 
case, the applied H-field is supplied so that it varies with an average field value of zero. In 
this case there is no additional applied static H-field (usually known as the ‘bias field’). A 
key feature of this method of excitation is that the strain output from the magnetostrictive 
material will have a frequency that is twice that of the applied H-field. This is the so-called 
‘frequency doubling effect’ and it is due to the non-linearity associated with the point of 
inflection in the X vs. H-field characteristic as shown in figure 4-1. In some transducers, such 
an effect can be desirable but in others there may be a desire to eliminate frequency doubling 
completely. A magnetic biasing method that achieves this is shown in figure 4-2.
34
Operating
point
-v® H-Field
D C  magnetic bias field 
Note: The steam output frequency is the seme es the dnve frequency
Figure 4-2 The resultant non-frequency doubled output of a positive magnetostrictive material as a 
consequence of applying a drive field with magnetic biasing. The DC magnetic bias establishes an 
operating point which the dynamic applied field is centred upon.
This has been achieved by applying a DC bias field so that the dynamic field component
will be applied around an ‘operating point’ on the k  vs. H-field curve (see figure 4-2). 
Considering the linear case further, it is possible to identify some of the characteristics of 
such a magnetostrictive ‘curve’.
When a unit volume of a magnetostrictive material is magnetised, magnetic work SfV^g 
will be done [4.8J:
SWmag = HmSBm (4.1)
for an incremental magnetic flux density change; SB. {m = 1, 2, 3; this refers to the x,y and z 
directions in figure 3-3 and Hm is the applied magnetic field).
If at the same time this volume is subjected to mechanical strain SS, and this deformation
process is isothermal and reversible, the mechanical work done is [4.8]:
S W ^ h =  TjSSi (4 .2)
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(/ = 1,2,... 6 ; this refers to the components o f strain [4.8] and Tt is the applied stress).
In this reversible system the change in the internal energy (dU) within the material is:
dU = TtdS, + M„dBm - ?dT  = TjdS, + HJlBm (4.3)
(where T= temperature and the entropy and dT=0 for a reversible system).
The Gibbs energy under adiabatic (no heat energy transferred to or from the system) 
conditions can be written as [4.9]:
G = U ~T lS ,-H mBm (4.4)
where the Gibbs energy is the maximum useful work that can be obtained from a system 
undertaking a reversible process, whilst remaining in equilibrium with its surroundings.
Differentiating Eq.4.4 gives the change in the Gibbs energy in differential form:
dG = dU -  dTjSi -  dHmBm -  TtdS, -  HJiBm (4.6)
and for reversible processes, substituting Eq. 4.3 into Eq. 4.6 gives:
dG = - S.dT, -  BmdHm (4.7)
which gives (using the Legendre transform):
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s .  =
-d G
dT.
B_ = -d G (4.8)
Taking the partial derivative of S, with respect to Hm and the partial derivative of 
Bm with respect to Tt gives
dS.
dH.
dB.
dT.
= d. (4.9)
As the longitudinal operational mode for magnetostrictive materials is the most common, 
the applied magnetic field is applied along the longitudinal axis if the material and so 
magnetostrictive strains can be considered to only have components in the z-direction (also 
called the direction where / and m = 3). Hence for an actuator:
where d 3 3  or d  is known as the magnetostrictive constant. However, in practice there will be a 
volume change in dimensions. In figure 4-2, J 3 3  can be determined by measuring the gradient 
of the X vs. applied H-field curve. In more realistic, practical curves where J 3 3  is not a 
constant, the maximum gradient o f the X vs. applied H-field curve may be specified. In 
addition, the operating point of any magnetic bias applied to the material may be selected so 
that a maximum value of d3 3  is achieved. In magnetostrictive transducers, it is often desirable 
to magnetically bias the material so that the operating point coincides with the region of the X 
vs. applied H-field where d 33 is greatest for a non-linear curve. This is shown in figure 4-3 
where non-linearities (but not hysteresis) are shown for a X vs. applied H-field curve.
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'Saturation
H-Field
H-Field
DC magnetic bias field
Note Biasing can also enable operation in a linear performance region that may also have 
the greatest gradient
Figure 4-3 The non-linearities associated with magnetostrictive materials (hysteresis not shown). Positive 
magnetostrictive material shown.
Any non-linearities in the A vs. applied H-field curve can result in a strain that 
incorporates frequency components other than the excitation frequency. The most significant 
of these is the ‘frequency doubling’ effect shown in figure 4-1 but it is also possible for 
higher harmonics to be observed when a sinusoidal H-field is applied to a magnetostrictive 
material. In practice, the reduction of the majority of unwanted harmonic components can be 
achieved by magnetically biasing the magnetostrictive material so that its operating point is 
on the most linear portion of the A vs. applied H-field curve [4.10].
Hysteresis is another feature of magnetostrictive materials. The presence of hysteresis in 
the A vs. applied H-field curves is due to the same physical mechanisms that produce 
hysteresis in B-field vs. H-fleld curves as the movement of domain walls causes work to be
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done. The non-linearities and hysteresis present in magnetostrictive devices that are operated 
within a feedback control system [4.2] can cause undesirable effects if the controller is not 
sufficiently robust for the conditions it operates under [4.9].
4.3 Mechanical resonance
Magnetostrictive dental scalers are driven at a frequency that stimulates a mechanical 
resonance. Resonance is where a system oscillates at a maximum amplitude at 
specific frequencies, known as the system's resonance frequency (or resonant frequencies). At 
these frequencies, even small periodic driving forces can produce large amplitude vibrations, 
because the system stores vibrational energy. In a dental scaler, this driving force is supplied 
by the straining magnetostrictive material.
The equation of motion for a forced mechanical oscillator can be simply defined as [4.11 ]
d 2x ,d x  .
F 0  cosco f t = m — -- + b —  + kx ( 4  1 1 )
J d t dt v * }
Where Fq is the maximum amplitude of the applied force, co/is the excitation frequency, x is
the displacement of the system’s mass (a combination of the load mass and the distributed
mass of the magnetostrictive rod [4.10]), b is the mechanical damping coefficient for the
system and k is the spring constant for the system. When the frequency of the driving force is
equal to the natural frequency o f the system (when damping is small wf =&„ = , when
damping is significant then<yy = co = ^ / m ~ h 2  ) then the velocity, displacement amplitude and
kinetic energy o f the oscillating system are at a maximum. Consequently, the system is said 
to be resonating [4.11].
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4.4 Magnetomechanical coupling
The X-H performance of a magnetostrictive material has been shown to be stress 
dependent [4.12, 4.13, 4.14, and 4.15]. Therefore, it is important to have an appreciation of 
how a given magnetostrictive material will perform when under an external stress.
A magnetostrictive material will undergo strain when a magnetic field has been applied. 
In addition, the magnetisation o f a magnetostrictive material will change when a stress is 
applied [4.16]. These coupled dependencies can be approximated by mathematical functions 
if it is assumed that the magnetostrictive material possesses reversible magnetomechanical 
properties. As the longitudinal mode is the most important for magnetostrictive materials in 
devices it can be assumed that the stresses, strains and magnetic field quantities are directed 
parallel to the z-axis (see figure 3-3). Consequently, the constitutive linearised equations 
that model the magnetostriction are:
S = s HT + d33H (4.12)
B = d*nT + jjt H (4.13)
In these relationships [4.17], S and T denote the longitudinal strain and axial stress in the
material respectively, while sJI denotes the mechanical compliance at a fixed field strength H. 
Additionally, B and f l ,  respectively, denote the magnetic flux density and permeability at
constant stress while;
/■
(4.14)
and
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are the magnetoelastic coupling coefficients. It must be noted that in equation (4.12) the 
generated strains are dependent on both the elastic properties of the material ( sHT ) and the 
magnetically induced component ( dn H).  Equation (4.13) incorporates the direct
magnetostrictive effect in which magnetic flux is produced as a result of stressing the 
material. This results in magnetostrictive properties that can be used to produce sensors. 
Although such a linearised model is only acceptable when small values of AH are applied to 
the material so that the magnetostrictive non-linearities are not apparent in the strain output
[4.17], it is sufficient to give an appreciation of the nature of the magnetomechanical 
coupling that is associated with magnetostrictive materials and devices. Indeed, the model 
does not take into account the hysteresis or non-linearities present in real magnetostrictive 
samples or the non-constant nature o f permeability as a result of varying applied fields and 
stresses. In addition, the assumption o f a constant Young’s modulus and an associated 
compliance is also invalid for large field fluctuations. This situation is also compounded 
where a sample has a high frequency H-field applied to it as a result of skin [4.18] and 
inertial [4.10] effects as defined below.
The skin effect occurs when a dynamic magnetic field is applied to a conducting 
material. The eddy currents that are generated in the material (in the case of magnetostrictive 
transducers, this is initially within the material itself) are distributed in such a way that the 
current density near the surface o f the electrically conducting magnetostrictive material is 
greater than that produced in the core. Such an effect causes the attenuation of the magnetic 
field as a result of the opposing field that is generated by the eddy currents themselves.
Consequently, the centre of a magnetostrictive component can be ‘shielded’ from the applied 
magnetic field and will not contribute to the production of strain [4.22]. For a rod of 
magnetostrictive material, it can be shown [4.23] that the so-called ‘critical frequency’ f c 
above which the transducer can be considered to be operating sub-optimally as a result of 
skin depth screening is;
i - j -  (4.16)
2n/jorr
where rr represents the radius o f the cylinder, a  the magnetostrictive material’s electrical 
conductivity, and // is the value o f the permeability that would be expected for the operating 
conditions. Although care must be taken when using this equation (due to any assumptions 
made about the value of the permeability for a given pre-stress), it can nevertheless give an 
indication of whether the dimensions of the magnetostrictive sample to be used are 
acceptable for the proposed operating frequency.
Inertial effects are those associated with a magnetostrictive material supplying a dynamic 
force to a load mass (that will include the distributed mass of the magnetic material itself)
[4.24],
As the magnetising frequency increases, the ability of the magnetic material to supply the 
required strain will reduce. This is a direct consequence of the limited maximum force that 
can be produced by a given magnetostrictive drive element. Indeed, such a dynamic variable 
force can also change the value o f the prestress that the magnetostrictive material experiences 
and consequently d33 [4.24]. This will have an influence in the strain output as:
S = s HT + d 33H  (4.17)
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Hence, a given drive field will not result in the same strain output as the drive frequency 
increases. The implications of coupled magnetomechanical systems on transducer 
performance are discussed further in chapter 2.5 from the perspective of the system’s overall 
electrical impedance.
Applying a pre-stress can have a distinct influence on the performance of a given 
magnetostrictive material. By applying an appropriate level of pre-stress (tension for a 
negative magnetostrictive material and compression for a positive magnetostrictive material) 
the maximum strain output from a sample can be optimised. This is due to the pre-stress 
causing domain alignment in a direction that is close to or on the easy axis of the sample 
concerned. Consequently, the subsequent application of an applied field will result in 
coherent domain rotations from one direction to another yielding a greater overall strain. 
However, too much pre-stress will introduce a ‘retarding force’ that will require greater H- 
fields to be applied to cause the domains to rotate to the same strain levels [4.19].
A magnetostrictive transducer should be considered as a system. The magnetostrictive 
material within the transducer contributes to the overall transfer function o f the device but the 
nature of the mechanical sub-system, other magnetic materials and the solenoid supplying the 
H-field to the magnetostrictive sample will have an influence on issues such as [4.2, 4.20, and 
4.21]:
i. The overall electrical impedance of the device (including impedances due to 
magnetomechanical coupling with the magnetostrictive component).
ii. The overall mechanical compliance of the device (again influenced by the 
magnetomechanical coupling with the magnetostrictive component).
iii. The resonant characteristics of the whole transducer (this includes the 
magnetostrictive component and any other mechanical components it is 
connected to).
iv. The flux levels and flux uniformity as a result o f the full magnetic circuit.
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v. The thermal characteristics o f the transducer and the magnetostrictive 
material concerned (as the magnetostrictive performance of a device is also 
temperature dependent with the Curie temperature being the ultimate limit 
for transducer functionality).
An example o f such a transducer system is the ultrasonic dental scaler. The 
magnetostrictive components of such a dental scaler are excited via the application of a 
magnetic field so that a tip (that is used to ‘clean’ a tooth’s surface) exhibits ultrasonic 
vibrations that assist in the removal o f unwanted dental deposits.
4.5 The electrical impedance of magnetostrictive dental scalers
From an engineering viewpoint a magnetostrictive transducer can be considered to be a 
R-L circuit. In its simplest form, the electrical impedance of which is [4.25];
Z= R + jcoL ~ R+jcoprfV (4.18)
Where R is the resistance of the coil, n is the number of turns of the coil, n is the 
permeability o f  the core material and V is the volume of the coil. As R, n and V are all real 
valued constants, any changes in the impedance in these transducers with frequency must be 
due to variations in the magnetic permeability with frequency and load.
It is possible to develop a magnetomechanical model of magnetostriction that can 
identify the impedance that would be expected to be measured at the terminals of a 
transducer. This can take into account the changes in impedance that are due to changes in 
the frequency dependent variables associated with Eq. 4.18.
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Equations 4.12 and 4.13 are useful to understand how magnetostrictive materials work 
but they neglect dynamic effects [4.25]. The following will present a magnetomechanical 
model that will take into account dynamic effects that will influence the impedance of 
magnetostrictive dental scaler systems.
The transduction equations for an electromechanical transducer can be stated to be
[4.25];
V = ZeI + Temv (4.19)
F = TmeI + z mv (4.20)
where V is the voltage measured across the electrical input terminals of the transducer, Ze is 
the blocked electrical impedance1 o f the transducer, /  is the current passing through the 
transducer’s solenoid, Tem is the transduction coefficient for electrical effects from the 
mechanical velocity, v is the transducer output velocity, F is the output force of the 
transducer, is the transduction coefficient for mechanical effects from the electrical 
current and zm is the mechanical impedance of the transducer.
To solve these equations, all o f the coefficients of v and /  must be known along with two 
of the four state variables ( V, F, I and v). The coefficients represent the ‘effective’ parameters 
for the transducer. This includes the effects of eddy currents, leakage flux and all of the 
detrimental effects of the overall magnetic circuit on the performance of the magnetostrictive 
material within the transducer [4.25, 2.26].
1 The blocked electrical impedance is the impedance of the transducer when motion is inhibited by the application of a force that has the 
same magnitude as the force produced by the transducer.
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The dependence o f transducer performance on the load can be included using;
Fi* * = z ,y  (4.21)
where z, is the mechanical impedance o f the load. If the velocity of the load is the same as 
that of the transducer then the output force of the transducer must be equal and opposite to 
Flood so F (in Eq. 4.20) is;
F = - z Lv (4.22)
So Eq. 4.20 becomes;
Rearranging gives;
0 = T„'I + (zm+zL)v (4.23)
- T me, ,  , (4.24)
I  (z»+Z/ . )
The electrical impedance is obtained by dividing Eq. 4.19 by the current /  and substituting for 
j  giving;
V T T
~ 7  = Ze -  -  g - ^ Z eg (4.25)
1 ( z » + z /.)
where Zee is the electrical impedance that would be measured experimentally for a given 
transducer. This impedance must contain a combination of the blocked electrical impedance 
(where the output velocity o f the transducer is held at zero) and the impedance due to 
motional effects. This impedance is known as Zmot and is defined as [4.25]:
= 7 ^ "  (4.26)
(z„ + z;.)
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Consequently,
Z „ = Z _ + Z .  (4.27)
To calculate Zee the coefficients in Eq.s 4.19 and 4.20 must be determined. To do so, Eq.s 
4.12 (S  = s liT + d^H)  and 4.13 {B = d* nT + fj.' H ) must be compared to Eq.s 4.19 and 
4.20.
A magnetostrictive transducer has a magnetostrictive bar of length lb and area A surrounded 
by a solenoid of N turns. If it is assumed that the bar and the solenoid are of the same length 
(lb = ls) then [4.25];
NIH = nl = —— (4.28)
/,
It must be noted that Eq. 4.28 does not take into account demagnetisation effects and so this 
equation will only be considered valid if length lb is significantly larger than the bar/rod
width/diameter. If this is not the case then a correction will have to be applied as specified by
Eq. 2.9. This analysis will continue assuming that the demagnetisation correction need not be 
applied.
The magnetic flux is;
= BA (4.29)
As all of the turns have the same magnetic flux linkage then the total flux linkage is N<X>m 
and B = fiH . Consequently [4.25],
L « fm2Als (4.30)
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If it is also assumed that stress and strain are spatially independent then;
F = TA (4.31)
and
u = Slh (4.32)
where u is displacement due to the increase in length of the magnetostrictive bar.
For the purposes of this analysis it is assumed that the magnetostrictive component behaves 
as an ideal spring [4.25] and that B,H S, T, V,I,F and v all vary with eJwt. Therefore, 
displacement and velocity are related by;
v = jam  (4.33)
Eq.s 4.12 and 4.13 can be arranged so that they can be compared with Eq.s 4.19 and 4.20;
B = + (4.34)
T = _ ^ a + i _  ( 4 3 5 )
s s
where
<4-36>H  s
k is called the magnetomechanical coupling coefficient and is a figure of merit for 
magnetostrictive materials [4.25].
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Using Eq.s 4.28, 4.22 and 4.23 then 4.34 becomes;
B = \ j i r ( \ - k 2)n]I + 33
and Eq. 4.35 becomes;
T = d nn /  +
The voltage drop across a solenoid is:
T, „ d(NAB)  „ .V — R/x' h------------- — R/x' jcoNAB
dt
so substituting Eq. 4.39 with 4.37 gives;
V = [Rlx. + j a Vi T( } - k 2)n2Alky  + Nd
33 h sH
and comparing with Eq 4.20 gives;
T = [ Z J /  + [7 ; jv
Therefore, the blocked electrical impedance is;
Z e = Rlx + j a ) { / iT(\ - k 2)n2Alh} = RIX. + jcoLblocked
(4.37)
(4.38)
(4.39)
(4.40)
(4.41)
(4.42)
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where {fil ( 1  -  k 2 )rt2 Alh}can be considered equivalent to the blocked inductance o f the 
transducer with the blocked permeability fus = / / ( 1  -  k2) [4.25].
Similarly Eq. 4.21, 4.31 and 4.38 give;
F = TA d^An I +
jcolhs H
(4.43)
so
[7^ ]/+ [* ,> (4.44)
therefore
Tme = - M / 33 = -N d » k Hm = -Tem
S IL
(4.45)
where is the mechanical stiffness for the magnetostrictive bar. Tme is negative with respect 
to Tem as a result of the spatial orthogonally o f current and magnetic field [4.25].
Also,
z_ = 1 A kHm  
jo> s H I h jO)
(4.46)
However, equation 4.46 only contains a stiffness term and does not contain the mass and 
damping terms that would be expected in a dynamic system. Consequently, this equation 
could only be used at frequencies below the first longitudinal resonance (for a given load) 
where the stiffness term would be dominant in the equation of motion [4.26].
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Consequently, an equation for the electrical impedance of a magnetostrictive transducer 
(Zee) will be developed that will take into account motional effects. Using Eq. 4.26 and
substituting and re-arranging gives (noting thatls = lb) [4.25];
N 2d * k Hl
f  ,  , N 
n‘
33
/ / 2s " 2\  /  l b S ‘33
(Zm + *#.) (Zm + Z,.)
V
Zm + ZL
n2Als (4.47)
T ^ 3 3= jcoM —
MS jco(zm+ z L)
n2 Al (4.48)
= j a p 1k 2- k"
jO)(zm+ z , )
n Al (4.49)
Using Ze from Eq. 4.42 and Zmot from Eq. 4.49, Eq 4.27 becomes;
f kH
Z ee = Rlx . + jco{/i1 (1 -  k 2 )n 2 Al s } + j c o W k 2 =-----  n 2 Al,
JO)(zm + Z L)
(4.50)
=  R ,x +  M
( (
Ml 1 + k2
\  v
J L
j(o{zm + z L)
- 1
)  )
n Al. (4.51)
In Eq. 4.51, the term within the braces is the electrical impedance that would be 
measured at the terminals of the transducer that is not due to the resistance of the solenoid. It 
is clear that it comprises both real and imaginary components. The bracketed term is the 
complex magnetic permeability ( / / r ) o f the magnetostrictive element as determined by the
mechanical impedances of the transducer and the load. This dynamic permeability as a 
function of material coupling and mechanical impedances is:
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The magnetomechanical coupling coefficient k is sensitive to any changes \nd33, fi l and 
k'J as specified in Eq.4.36. This means that any frequency dependence can be incorporated 
into this model as modifiers of the values o f these parameters.
This linear model does not take into account the influence of hysteresis or 
demagnetisation on the transducer’s performance. Consequently, it does not represent all of 
the loss mechanisms associated with magnetostrictive transducers. However, it does suggest a 
power-circuit option that has introduced a step forward in dental-scaler system design:
For most transducer designs, the ‘imaginary’ component of the transducer’s impedance 
would be a problem for a device designer, as an increase in excitation frequency would 
increase Zee. However, magnetostrictive dental scalers are resonant devices and so this feature 
of their operation can be used to the designer’s advantage.
Eddy current losses can also influence the value of Zee. Eddy currents are generated in 
the conducting core of a solenoid when dynamic magnetic fields are applied to it. Their 
presence tends to decrease the applied field’s penetration of the core material. Consequently, 
the inner part o f the rod is ‘shielded’ from the applied magnetic field.
For a laminated magnetostrictive stack (rather than a rod), the ‘critical frequency’ f c 
above which the effect of eddy currents is considered to be significant is [4.28, 4.29];
fc = n/M‘
(4.53)
whertpc is the magnetostrictive material’s resistivity, fj. is the material’s permeability and t is 
the thickness of a lamination. The critical frequency is used to calculate the eddy current 
factor £ for an applied magnetic field o f frequency /w here [4.29];
at low frequencies [4.28];
X  =  X r  ~  j X i . (4.54)
X r  ~  * ---------/CR 15
X i .  =
\ f c  J
62 f  r \
2835
/
/<
1
f f )
17
f f )
3 l /c - J 315 \ f c j
(4.55)
(4.56)
and at high frequencies (whereflf> >  1) [4.28.4.29];
X r  - >  X l  ^
1
X b
So in the case w h e r e E q .  4.54 becomes:
(4.57)
1 . 1
J (4.58)
In the presence of eddy currents pT becomes pTx and the square of the coupling 
coefficient*2 becomes*2* [4.29].
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Therefore Eq. 4.51 becomes
Z ee = RIX + j<°
If
f  /
n 1 X 1 +  k 2z
< V
j a ) ( z m + z L)
- 1
J)
n 2 A L (4.59)
Z m = j a m  m + M * «  + kmpx) / j d )  
z i. = j a m i .  + b i. + */. / jo>
(4.60)
(4.61)
where w is the frequency that the transducer is operating at and the subscripts m and L refer 
to the transducer and the load respectively, m  is the mass, b  is the damping coefficient and k  
is the linear stiffness of the components. k„pS represents the linear stiffness of an prestress 
mechanism. If m = m m+ m L ,  b = b m + b u  <d2„ = (k% + kmps + k L) / m ,  and 2ga)n = b / m  (where £ is
known as the damping ration) then Eq. 4.52 can be written as [4.25]:
/ ' r  eddy = V  X ' \ + k x
v +  k mps +  * £
f r \ 2 ^
1 - 0) + j2£ —
V 1® .J - . J
(4.62)
This theoretical treatment has been extended for resonant dental scalers for this programme: 
As these are operated at resonance and they possess no prestress mechanism, Eq. 4.62 
becomes (using Eq. 4.36);
Expanding x means that Eq. 4.63 becomes:
= /* '  i X R - j X i . ) 1 + '33
f uH \ \
k H + kV m +  J
&
- 1 (4.64)
va
And so Eq.4.59 becomes:
e^e -  RdC + 0)
N 2m t A Z l N 2d l , A XL  +  A!2d l A k 2 z *
+ jco
\ ^  h sH 2 4(kL + k")lss H
H2HTAx r N2d%3A zR H2dl3Ak%XL
I. h sH 2  4{kL +kZ)lssH
(4.65)
Consequently, it can be seen that the impedance of a magnetostrictive transducer, 
operating at mechanical resonance, will have both real and imaginary components that are 
influenced by the frequency o f excitation. Eq. 4.65 can be considered as an extension of Eq. 
4.18 that takes into account these frequency dependent parameters.
In both the real and imaginary components of Eq.4.65, the first term is an impedance 
contribution due to eddy current losses that are not directly linked to magnetostrictive effects. 
Whereas, the second and third terms are a result of both eddy current effects and the 
mechanical losses that contribute to the overall impedance due the magnetomechanical 
coupling. If ds3  is small, then there will be no contribution to the impedance via 
magnetomechanically coupled mechanical components. This analysis shows that the 
performance of a resonant magnetostrictive device is determined by the coupled interaction 
between the mechanical, electrical and magnetic components.
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5 MAGNETOSTRICTIVE DENTAL SCALERS
5.1 Introduction
Ultrasonic dental scalers are commonly used in dentistry as a clinical tool for use in the 
field of periodontology. Periodontal disease is the primary cause of tooth loss in adults and 
the instrument is used during professional cleaning to remove soft and hard deposits from the 
teeth, such as bacterial plaque and mineralised plaque known as calculus. The first ultrasonic 
scaler was developed in the mid 1950’s after the use of ultrasound for cavity preparation was 
made redundant by the development o f the high-speed rotary drill [5.1]. Commercial scalers 
have not significantly changed in design for many years although both magnetostrictive and 
piezoelectric materials-based units are now available. Clinical research shows that the 
instrument is an acceptable alternative to hand-held mechanical scalers for effective removal 
of plaque and calculus [5.2].
The following sections describe the components that comprise a typical magnetostrictive 
scaler system and discuss initial studies that were conducted to identify features of their 
operation.
5.2 Dental scaler system components
The widely used scaler variant consists of a magnetostrictive drive unit which is excited 
via the application of a dynamic magnetic-field that induces vibration of a de-scaling tool 
known as an ‘insert’. This insert will oscillate at maximum amplitude at a resonant frequency 
determined by the mechanical properties and geometry of this component.
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This magnetostrictive material is located within an energising coil which creates the 
dynamic magnetostriction that causes the tip of the insert to vibrate. A typical 
magnetostrictive dental scaler system is shown in figure 5-1.
Handle 
assem bly  (with 
insert fitted)
Interchangeable
m agnetostrictive
insert
Pow er supply 
and lavage 
unit
Figure 5-1 Typical Dentsply™ Cavitron SPS®dental scaler system.
Such a magnetostrictive dental scaler typically comprises three components:
a. The power supply and water cooling ‘lavage’ system.
b. The handle assembly.
c. Interchangeable magnetostrictive inserts.
The power supply provides an alternating current to the dental scaler handle assembly. 
This current passes through a solenoid arrangement producing the dynamic magnetic-field 
that causes magnetostrictive strain to occur. The power supply also supplies a flow of water 
to the handle assembly. This ‘lavage’ system enables water to be passed through the handle 
assembly to cool a nickel stack. This water exits from a small hole in the tip that causes it to
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flow on the tooth surface when scaling is taking place. This ensures that the tooth remains 
cool during physical scaling and enables cavitation to take place as a result of the ultrasonic 
output of the scaler system [5.3]. It is possible for the clinician to set the current level (and 
hence the level of tip vibration) and the lavage water flow rate by adjusting dials on the front 
of the power supply unit.
A Dentsply Cavitron SPS dental scalar system and a selection of inserts were obtained 
for this programme. The components that make up the handle assembly and the associated 
inserts are as follows (see figure 5-2 and 5-3):
• Handle: This is a hollow tube that contains the drive and sensor coil systems that supply 
energy to and monitor the scalar inserts. It also allows lavage cooling water to be supplied 
to the insert stack and subsequently, the tooth being descaled.
• Insert: This is the complete interchangeable magnetostrictive unit that can be slotted into 
the scaler handle. It comprises the tip assembly, stack and grip.
• Tip Assembly: This is the stainless steel component of the insert that is used to remove 
calculus from a tooth. The tip is connected to the stack via a braised/soldered joint and 
has a plastic grip moulded onto it.
. Tip: This is the stainless steel component o f the Tip Assembly that terminates it and is 
used to descale teeth.
• Grip: A plastic grip is moulded to the tip assembly and features an O-ring which clamps 
the insert in the handle and also acts as a water seal. The user holds the exposed part of 
the grip when using the insert.
• Stack: This is the magnetostrictive drive element o f the insert that is energised by the 
drive coils in the scalar handle. Vibrations generated by the stack are used to cause
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sympathetic vibrations of the tip itself. It must be noted that the stack laminae are not 
under any mechanical prestress.
• Socket: This connects the handle system to the power, sensing and water cables/tubes that 
connect it to the power/lavage system.
Sensing coil (under secondary drive-coil
Handle ■r.rgaaayflrfrarr,;:: E i
Socket
Figure 5-2 Typical magnetostrictive insert and handle (handle cover removed to show solenoid system). 
The insert and handle are arranged in the image to show the location of the insert when fitted into the 
handle assembly.
5.3 Dental scaler system
A typical commercial Dentsply™ insert, designed to operate at 30 kHz is shown in figure 
5-1. It comprises a steel tip that is attached to a laminated stack of magnetostrictive strips 
(figure 5-3). This stack is brazed or soldered at both ends. One of these joints is used to affix 
the stack to the tip assembly and the other is used to ensure the stack behaves as a single 
mechanical structure. Although the laminate surfaces have been shown to have a high- 
resistivity coating through contact resistance measurements with a Draper DMM1A 
multimeter, this has been removed in the region of the end-joints prior to bonding.
T SPVf »9C* 30JCTFM4
Tip Assem bly
^ - Soldered /b ra ised  joint
Figure 5-3 Typical Dentsply ‘Slimline’ dental scaler insert
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Dental hygienists and researchers have commented on the variability in performance 
between scalar inserts [5.4, 5.5]. Part of the reason for this is the properties associated with 
tips of different geometries (see figure 5.4).
Figure 5-4 Typical dental scaler tip geometries |5.5|
However, identical designs of dental inserts also seem to have performance variability. It 
has been found that, even when using identical scaling inserts of the same style of tip in the 
same power supply/lavage system, the displacement outputs produced were statistically 
different under the same drive conditions [5.6]. It must be noted that the geometry of the 
insert tips have been developed as a result of the technical needs of dental practitioners over a 
long period of time [5.7]. Researchers at the University of Birmingham School of Dentistry 
have also stated [5.7] that autoclaving of inserts can introduce deformations in the stacks.
The dental scaler handle (see figures 5-1 and 5-2) houses the drive and sensor coils that 
are the key to the Dentsply system’s operation.
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To assemble a dental scaler, a selected insert is pushed into the handle so that the O-ring 
seals the inner axial-chamber. This chamber is flooded with water as part of the combined 
cooling/lavage system. The user of a dental scaler system will select the levels of required 
power and lavage via the front panel of the power supply unit (see figure 5-5).
Handle power 
connector
Lavage corfrol 
knob
Handle power 
connecter
Figure 5-5 Dentsply Cavitron SPS power unit.
However, although the user can set the power and lavage levels via the front of the 
control panel, the power and water are not supplied to the handle until a foot pedal is 
depressed so that both are switched on.
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5.4 Dental scaler component analysis
It was assumed [5.7] that Dentsply dental scaler magnetostrictive ‘stacks’ were likely to 
have been made from a nickel-iron alloy. However, a WINEDS® X-Ray microanalysis 
system was used to make an energy dispersive spectroscopy analysis of samples of 
magnetostrictive stack laminae, by Mr. R. Jones of the School of Engineering, Cardiff 
University.
By Energy Dispersive Spectroscopy (EDS), it is possible to stimulate a measurable 
response from a specimen, if  an electron or photon beam is incident on the sample to be 
characterised. At rest, an atom within the sample contains ground state (‘unexcited’) electrons 
situated in concentric shells around the nucleus. The incident beam, however, excites an 
electron in an inner shell, prompting its ejection and resulting in the formation of an electron 
hole within the atom’s electronic structure. An electron from an outer, higher-energy shell 
then fills the hole, and the excess energy o f that electron is released in the form of an X-ray. 
The release of X-rays creates spectral lines that are highly specific to individual elements; 
thus, the X-ray emission data can be analysed to characterise the sample [5.8].
This method, when applied to the dental scaler stack material, indicated that the 
magnetostrictive stack of ‘slimline’ dental scaler inserts comprised 99% nickel (see figure 5- 
6). By undertaking this process, confirmation of the nature of the stack material was 
achieved without having to rely on 3rd party information.
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Figure 5-6 EDS X-ray analysis of stack material with the main peak indicating that it composed of 
predominantly nickel
Figure 5-2 showed both a typical insert and the handle with its outer cover removed. The 
device was subjected to a ‘reverse engineering’ process that would aid understanding of the 
construction and operation of the system in conjunction with patent information presented in 
section 5.5.
Coil and water supply connections are made to the handle via a plug that is attacked to 
the female connection sockets on the right-hand side of the handle as shown. The handle 
comprised two drive-coils of the same diameter wire (0.68mm) but the left-hand ‘main’ coil 
is much longer and comprised two layers (see figure 5-7).
It was found that the smaller single-layer ‘secondary’ coil had, what seemed to be, a 
‘pick-up’ coil underneath it. The two drive coils are wound in opposite senses but from the 
same length of wire. The coils’ parameters are shown in table 5-1.
Coil type Number of turns Coil length 
(mm)
Coil inner 
diameter 
(mm)
Coil outer 
diameter 
(mm)
Wire
diameter
(mm)
Main coil 140 50 8.8 11.5 0.68
Secondary coil 10 7 11.8 12.0 0.68
Search coil 300 5.5 9.0 10.8 0.11
*
Table 5-1 Dentsply dental scaler handle coil parameters
The positions of the main coil and smaller secondary coil on the handle former can be 
seen in figures 5-7 and 5-8.
Smaller drive 
coil
Pick-up coil 
(after removal of 
drive coil)
Figure 5-7 Image showing the ‘pick-up’ coil under the smaller ‘secondary’ drive coil
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10mm 13mm 50mm 25mm
Position D
i
Position B 
Position A Position C
I i i
Figure 5-8 Dentsply handle coil configuration
It was noted that there was some resistance to the insertion of an insert into the handle. It 
was possible that the insert was not only clamped by the O-ring but was also clamped inside 
the handle assembly. Consequently, a handle had its coil components removed and was split 
down the main axis so that the insert fixing arrangement could be identified (see figure 5-9).
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( iap around 
insert inside 
handle
Grip butting 
against handle
'° "T " O-Ring
Figure 5-9 The position of a typical insert when inside the Dentsply handle
It was found that the rubber O-ring was the main source of the resistance to insertion as 
at no other point along the stack’s length was there any pinching contact between the insert 
and the inner walls of the handle. However, an additional constraint on the movement of the 
insert was established by the butting of the handle grip up against the end of the handle.
5.5 Dentsply Dental Scaler Systems
The operation of this type of magnetostrictive dental scaler follows that identified in a 
Dentsply patent application filed in 1998 [5.9]. In this patent, a main drive-coil is described 
as supplying the field required for magnetostrictively derived vibration generation and the 
secondary drive-coil is described as a ‘buck coil’ (see figure 5.2).
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The sensing pick-up coil is identified as one that is used as part of a feedback loop that 
enables the control o f the frequency and amplitude of the vibration of the insert and hence, 
the tip. The buck coil is said to be used to minimise the influence of the main drive-coil’s 
magnetic field on the sensing pick-up coil [5.9] as it is wound in the opposite sense to the 
main drive coil, whilst having the same current supplied to it. The vibrating insert is stated to 
produce a varying magnetic field as a result of magnetostrictive action. It is this magnetic 
field that is measured by the sensing coil to produce the required feedback signal [5.9].
The fundamental frequency vibration o f this magnetostrictive insert will have a phase 
(with respect to the applied drive-field’s fundamental frequency) that will change 
significantly in the region o f the insert’s mechanical resonance. The power supply is 
controlled by the feedback system so that upon initial activation by the operator, a 25 kHz 
signal (in this case) is applied to the drive coil and this frequency is increased until a 
resonance is identified by the control system. Once this resonance is identified, the applied 
frequency is locked at one that will maintain this resonance.
The amplitude of the feedback signal is claimed [5.9] to be proportional in amplitude and 
phase to both the electronic drive signal applied to the drive coil and the magnetostrictive 
transducer characteristics. Any variation in the produced vibration amplitude and frequency 
for a particular transducer are minimised by continuously using a direct comparison of the 
feedback signal amplitude and phase characteristics with respect to the user-applied applied 
drive current amplitude and phase (at the fundamental frequency). This enables the control 
of the tip vibration amplitude.
69
The feedback signal phase variation from the ‘pick-up coil’ (when compared to that of 
the applied drive-signal fundamental frequency phase) is used in conjunction with a phase- 
locked loop circuit to effectively maintain a nearly 0° phase shift between the two identical 
frequency signals. A phase detector generates an error voltage that results in a change in a 
voltage-controlled oscillator’s frequency that will stop only when a 0° phase shift between its 
two identical frequency inputs is detected. This will only occur when the system is at 
resonance. This ensures that the drive-circuit frequency tracks the resonant frequency of the 
magnetostrictive transducer. Indeed, this would ensure that the resonant frequency of 
operation would be maintained despite changes in the value of this resonance due to external 
conditions (such as changes in load or operating temperature) [5.9].
In this design [5.9], the magnitude o f the tip vibration can be controlled by applying a 
pulse-width modulated drive signal from the power amplifier stage. This would control the 
duty cycle and the average power applied to the drive coil system. However, the transducer’s 
vibration amplitude control can also be achieved by amplitude control of the applied drive 
signal. In this way, the average power applied to the drive coil system is controlled. As the 
applied drive signal was noted to be sinusoidal, rather than pulse-width modulated, this 
second power-control method seems to be being utilised in the Cavitron system under 
investigation.
5.6 Initial dental scaler analysis
In this section, the operation o f the dental scaler system is discussed based on 
observations made during operation. This was undertaken to gain an appreciation of the 
performance of the system.
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To investigate the signal supplied to a dental scaler handle/insert system, a Hameg HM 
205*3 oscilloscope was utilised to identify the frequency of the excitation signal supplied by a 
Dentsply Cavitron SPS power unit to a standard Slimline handle system with a Dentsply 9908 
30K. TFI-10 insert located in the handle. This was achieved by monitoring the voltages 
applied to the scaler drive-coil system via the power connector cable attached to the Cavitron 
SPS unit (see figure 5-5).
It was found that when an insert was present, the power supply would settle on an 
operating frequency of 29 kHz but would change to 42 kHz when an insert was not present 
(air-cored handle-system) or was removed. Indeed, placing other ferromagnetic materials 
(such as mild steel rods) in the handle did not enable the power supply system to settle on the 
same 29 kHz operating frequency but would behave as if there was an air-core present and 
would settle on an applied frequency o f 42 kHz.
The sinusoidal signal that is supplied to the dental-scaler coil system by the power supply 
(when a nickel insert is in place) is close to the stated operating frequency of 30 kHz. Based 
on this analysis, the scaler power-supply seemed to be able to distinguish between the nickel 
and non-nickel insert materials.
If the dental-scaler system was operating in a resonant mode, it would be important to 
supply a drive current at a frequency that would stimulate this resonance. Supplying a drive 
current away from this resonant frequency would not achieve this. Consequently, it would be 
important for the power supply to sense the resonant frequency for the insert concerned and 
supply a drive current that would stimulate this resonance.
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A dental scaler coil system was analysed to identify the nature of the field magnitudes at 
four positions along its length (see figure 5-8). A FW Bell Series 9950 with a PAA99-1908 
axial probe was placed so that the probe sensor was placed at the positions indicated in figure 
5-8. When the probe was located in the handle at the appropriate measurement position, a 
relative peak H-field measurement was made that eliminated the contribution as a result of 
external magnetic fields (such as earth’s magnetic field).
A d.c. current produced by a Famell TOPS 3D power supply (with integrated current 
meter) was passed through the two coils. The axial peak H-field outputs at each of the 
positions shown in figure 5-8 are shown in figure 5-10.
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Figure 5-10 H-fields produced at the positions shown in figure 5-8 for as drive current is increased.
Equipment Error
FW Bell Series 
9950 
Gauss Meter
±0.01 mT (90%) 
(± 7.96 A/m)
Famell TOPS 3D 
Power Supply
±0.01 A (90%)
Table 5-2 Errors associated with the measurements taken and displayed in figure 5-10
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Figure 5-10 shows that the two coils produce fields that are in the opposite directions. It 
also shows that the field is non-uniform along the length of the longer coil. In addition, the 
field produced by the smaller coil is —1/5 of the maximum field produced by the main coil. 
This shows that the main coil is operating with a significant non-uniformity in the field that is 
applied to the magnetostrictive material it influences. The overall magnetostrictive strain is 
dependent on the sum of the individual strains produced in the material along its length. The 
maximum strain that can be achieved is dependent on applying a magnetic field that creates 
the condition of saturation magnetostriction. If the magnetic field applied along the length of 
a magnetostrictive material is non-uniform, then either magnetostriction is;
• being achieved inefficiently (due to excessive current being applied to the field 
coil so that the whole non-uniform magnetic field can produce saturation 
magnetostriction in the core material),
•  not achieving maximum magnetostriction along the whole length of the material 
due to poor field uniformity and demagnetisation effects in the nickel stack.
This means that there could be room for further optimisation of a future drive coil system 
to increase the overall strain/force that is produced. This can be achieved by changing the 
profile of the drive coil so that there are more turns at the end of the coils (thereby improving 
H-field uniformity) or ensuring that the magnetostrictive sample is placed within a longer 
drive coil so that it is in a more linear field-region [5.10]. In addition, changing the geometry 
of the stack could result in a reduction o f the significance of demagnetisation effects.
Based on Eq. 2.12, the demagnetisation factor for a 5mm x 5mm x 80mm nickel stack, 
the demagnetisation factor would be:
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N,  =
W +'
= 0.0303
as n=\6 for this geometry (see fig. 2-3) and Nz is the demagnetisation factor along the long 
axis of the stack. Consequently, from Eq. 2.10, the demagnetising field H<j will be ~3% of 
Ha. Increasing the length to width ration o f the stack would reduce the significance of 
demagnetisation effects, improve field uniformity and thereby increase overall strain for the 
stack.
5.7 Initial resonance measurements
Initial measurements were undertaken with a typical dental scaler insert (Dentsply 9607 
30K FSI-SLI-10R) when housed within a typical ‘handle’ coil system and also when located 
in an in-house solenoid (see figure 5-11 and table 5-3 for experimental set up and equipment). 
The purpose o f this experiment was to identify the vibrational behaviour of a dental scaler 
insert using a Polytec OFV-303 Single Point Laser Vibrometer head and associated 3001 
Controller System. The ultimate objective being the identification of the frequency of any 
mechanical resonances produced by the dental scaler insert when stimulated by a dynamic 
applied H-field.
The Polytec single-point vibrometer used was an instrument for non-contact 
measurements based on laser vibrometry. A beam of a helium-neon laser light was focused 
on the object under investigation. The beam was scattered back from it and some returned to 
the sensor head (which also houses the emitting laser). An interferometer compares the 
phase and frequency o f the object beam with that of an internal reference beam. The 
frequency difference is proportional to the instantaneous velocity and the phase difference is
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proportional to the instantaneous position of the object. In the controller, these data were 
analysed and outputted so that it can identify the velocity and displacements associated with 
an illuminated object [5.11].
As the laser vibrometer used was a ‘single-point’ device, the insert tip was removed so 
that there would be a flat face for beam reflections. This was because a laser vibrometer of 
this type would be unable to measure vibrations off the laser beam axis.
In each case, a constant current was maintained in both coils whilst the drive frequency 
was decreased from a maximum value. This was to replicate the sinusoidal drive current that 
was applied by the dental scaler power-supply to the handle drive coil assembly. However, it 
was noted that the supply of a sinusoidal drive current would not ensure that the shape of the 
flux density waveform, B remained constant [5.12]. However, as control of the input drive 
sinusoid was not modified to achieve a sinusoidal flux density waveform in the commercial 
device, this was not replicated for these experiments.
The control of the applied drive current magnitude was achieved by maintaining a 
constant 9.0 mV peak-to-peak voltage across a 0.236 Q non-inductively wound resistor 
(equivalent to 0.038A peak-to-peak) that was placed in series with the respective coil 
systems.
Based on the coil parameters specified in table 5-3 and using Eq. 2.1 this equated in an 
applied H-field of 180 A/m (peak-to-peak) for the 400 turn in-house coil and a maximum 
applied H-field of 107 A/m (peak-to-peak) for the Dentsply coil. It must be noted that the 
length of the main coil o f the Dentsply coil was less than that of the ‘in-house’ coil.
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However, the Dentsply coil did have a field contribution supplied by the smaller secondary 
coil that produced 54 A/m (peak-to-peak).
As a result of the application o f these dynamic fields, it was possible to identify the 
positions of the resonances that occurred as a result of excitation in both coil systems. The 
voltage was maintained at this low level so that the amplifier could maintain this output 
across the whole frequency range (0-55 kHz) for both coil systems. Figure 5-12 shows both 
the ‘in-house’ drive coil with the test insert in situ and the LM12 Op-Amp based power 
supply schematic (see figure 5-13) that was used to excite the coil system. The equipment 
used in the measurements is shown in table 5-3.
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D itto coil 
with insert
LM12
Amplifier
Signal
Generator
Figure 5-11 Experimental set-up for resonance investigation
Equipment Item Pu r pose/S pec ifica t ion
Feedback FG600 Signal Generator To supply sinusoidal signal to the LM12-Based Amplifier
Farnell TOPS 3D Bi-polar Power Supply To supply ± 25 V to the LM12-Based Amplifier
LM12 Op-Amp Based Amplifier To supply sinusoidal current to drive coils
Agilent 5462A Oscilloscope To monitor voltage across 0.236 12 resistor in series with the 
drive coils
Hameg HM 205-3 Oscilloscope To monitor the output voltage from the Laser Vibrometer
Signal Recovery 7265 DSP Lock-in Amplifier To monitor voltage output signal from Laser Vibrometer 
(also measures TTL reference frequency from Feedback 
FG600 signal generator)
Poly tec OFV-303 Single Point Laser 
Vibrometer head and associated 3001 
Controller System (5pm/V sensitivity, 
displacement mode)
To measure vibration of the insert caused by 
magnetostriction
Dentsply Drive Coil System (30k Cavitron 134° 
SSS) Main Coil
140 turns, length: 50mm, ID: 8.8mm,
OD: 11.5mm, wire thickness = 0.68mm, Resistance: 0.9 12 
(main and secondary coils)
Z: 33.58 12, 0: 77.75° @ 20 kHz 
Z: 48.21 12, 0: 73.98° @ 30 kHz 
(in main and secondary coils)
Dentsply Drive Coil System (30k Cavitron 134° 
SSS) Secondary Coil
10 turns, length: 7mm, ID: 11.8mm, 
OD: 12mm, wire thickness: 0.68mm, 
Z: 33.58 12, 0: 77.75° @ 20 kHz 
Z: 48.21 12, 0: 73.98° @ 30 kHz 
(in main and secondary coils)
Dentsply Drive Coil System (30k Cavitron 134° 
SSS) Pick-up Coil
300 turns, length: 5.5mm, ID: 9mm,
OD: 10.8mm coil, wire thickness: 0.11 mm
‘In-House’ Drive Coil System 470 turns, length: 100mm, ID: 5mm, 
OD: 13mm, wire thickness: 0.78mm, 
Z: 209.13 12, 0: 76.16° @ 20 kHz 
Z: 297.93 12, 0: 72.75° @ 30 kHz
Table 5-3 Equipment used in the resonance identification experiments (impedance measured via Agilent 
4284A Precision LCR Meter)
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Figure 5-12 'In-House' drive coil with tip-removed insert installed and LM12 Op-Amp based Amplifier
R1* R2*
10K 10K
LM 12
9.75K
R3
500
Precision R esistors
Figure 5-13 L1V112 Op Amp circuit diagram. Current mode configuration.
As a result of scanning the drive frequency that was applied to both solenoid systems, 
resonances were identified for the Dentsply 9607 30K FSI-SLI-10R nickel insert (see figure
78
5-14). In both drive-coil cases, significant resonances were observed at 21.3 kHz and 31.4 
kHz for the ‘in-house’ and Dentsply coil systems. Both coil systems stimulate the same 
mechanical resonances in the dental scaler stack. Consequently, it would be expected that 
vibration resonances would be observed at the same frequencies. The second resonance at 
31.4 kHz would seem to be the one that is excited in dental scaler inserts for clinical 
operation. It was also found that the two coils, despite their different electrical properties 
(see table 5.3), produced very similar resonant frequencies and phase changes across the 
measured frequency range (see figs. 5.15 and 5.16) where these significant phase changes can 
be observed in the region of the resonances.
120.0
9- 80.0
—•-  Device 
Wolfson Coil
60.0
40.0
0.0
10000 2 0 0 0 0  3 0 0 0 0  4 0 000  50000 60000
F r e q u e n c y  ( H z )
Figure 5-14 Initial Frequency analysis between Dentsply coil system and in-house solenoid-based 
transducer system, where the displacement amplitude of the truncated insert tip was measured when it is 
excited by two different drive coils at a range of frequencies. The applied H-fields for the Dentsply 
‘Device’ coil and Wolfson ‘in-house’ solenoid (table 5-3) were 107 A/m and 180 A/m respectively (peak to 
peak).
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Figure 5-15 Change in phase with frequency for the Wolfson house solenoid-based transducer system 
where the displacement phase of the truncated insert tip was measured (with respect to the applied drive 
phase), when it was excited at a range of frequencies. The applied H-field for the Wolfson ‘in-house' 
solenoid-based system (table 5-3) was 180 A/m(peak to peak).
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Figure 5-16 Change in phase with frequency for the Dentsply solenoid-based transducer system where the 
displacement phase of the truncated insert tip was measured (with respect to the applied drive phase), 
when it was excited at a range of frequencies. The applied H-field for the Dentsply solenoid-based 
system (table 5-3) was 107 A/m (peak to peak).
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Equipm ent E rro r
Polytec OFV-303 
based laser 
Vibrometer [5.10]
±0.002 pm (90%)
Signal Recovery 
7265 DSP Lock-in 
Amplifier [5.11] 
frequency 
measurement
±1 Hz (95%)
Signal Recovery 
7265 DSP Lock-in 
Amplifier [5.11] 
phase measurement
± 2 degrees (95%)
Table 5-4 E rrors associated with the m easurem ents taken and displayed in Figure 5-14 (see Appendix A)
This analysis lends credibility to the statements in the Dentsply patent [5.9] where it 
states that a measured phase of zero degrees in the region of the resonance point (31.4 kHz in 
the case of the system under investigation) is used to enable the control electronics of the 
scaler system to ‘lock on’ to a particular insert’s resonance and stimulate it.
5.8 Dynamic displacement measurements of dental scaler tips as a 
result of the application o f dynamic magnetic fields
A further analysis to that described in section 5.6 was carried out to identify the influence 
of the scaler tips on the resonant frequencies o f the dental scalers. In section 5.6, the resonant 
frequencies were only observed for an insert with its tip removed but a range of drive 
frequencies were applied to the insert. In this experiment, a 15 kHz drive frequency (107 
kA/m peak-to-peak field) was applied to the insert so that the expected main resonant peak 
could be stimulated as a result o f frequency doubling (for a magnetostrictive element lacking 
an applied biasing field). In this case, the Dentsply drive coil used in section 5.7 was used to 
produce the applied field.
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Two inserts (of type Dentsply 9607 30K FSI-SLI-10R) were examined. Both were 
identical in design but for one, the curved portion of the tip was removed so that a flat face of 
circular cross-section could be placed orthogonal to the vibrometer’s laser-beam path. The 
laser beam was then focused on the target face so that the magnitude of the reflected and 
detected light would be at a maximum, as specified in the Polytec OFV 303 Operator’s 
Manual [5.11]. This enabled the measurement of vibrations along the longitudinal axis of the 
dental scaler inserts. The experimental set-up is shown in figure 5-17.
Drive coil 
containing 
nickel stack Laser
vibrometer
I \p o sed
insert gnp
and tip
Spectrum
Analyser
Figure 5-17 Schematic diagram of the equipment used for a frequency analysis of inserts with and 
without tips
In addition to the equipment shown in table 5.3, an Advantest R3131A spectrum analyser 
was used to monitor the output from the Polytec OFV 303 laser vibrometer analysis so that 
resonances could be observed for the two types of insert. The bandwidth of this spectrum 
analyser was quoted to be 9 kHz to 3 GHz [5.11]. As this lower frequency value for the 
operational bandwidth was somewhat close to the drive frequency of 15 kHz the spectrum 
analyser was only used to identify the frequencies that were being established in the 
transducer when resonating rather than measuring the displacement amplitude. However, it 
was possible to indicate an indicative relative magnitude (in dB) between the different peaks.
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In figure 5-18, the vibration measured by the laser vibrometer for the insert with its tip 
removed is shown. It comprises of a small peak at the drive frequency of 15.2 ±lkHz and a 
larger peak at 31.0 ±1 kHz. Although it would be expected that all of the applied field would 
be frequency doubled, any residual magnetisation or unwanted bias fields will inhibit 
‘perfect’ frequency doubling and a proportion of the applied drive-field frequency will be 
present in the dynamic strain output. The magnitude of any subsequent strain peaks will be 
determined by the magnetomechanical transfer function and that will be determined by the 
strain vs. applied field characteristics associated with the magnetostrictive material used. In 
addition, the geometry of the system (as a whole) will determine the resonant frequencies that 
are observed [5.10].
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Figure 5-18 Vibration measured from an insert without a tip. Resonances observed at 15.2 kHz and 31.0 
kHz when stimulated by a 107 kA/m applied field.
When the insert with the tip still attached was examined under the same drive conditions 
(107 kA/m applied field) there still is a 15.0 kHz component and the main resonant peak at 
29.9 kHz but a number of additional peaks were also observed (see figure 5-19).
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Figure 5-19 Vibration measured from an insert with a tip. Multiple resonances observed when stimulated 
by a 107 kA/m applied field.
The frequency peaks for the insert with and without the tip attached were as follows:
Peak Frequency 
(kHz)
Comments Approximate 
Relationship to Drive 
Frequency
Amplitude relative to 
main resonance 
(dB)
±1 kHz
15.2 Drive frequency - -23
31.1 Main insert resonance (2x15) 0
Table 5-5 The measured peaks in the frequency spectrum for the insert without the tip attached
Peak Frequency 
(kHz)
Comments Approximate 
Relationship to Drive 
Frequency
Amplitude relative to 
main resonance 
(dB)
±1 kHz
15.0 Drive frequency - -38
29.9 Main insert resonance (2x  15) 0
44.7 First tip resonance (‘unstable’) (3x15) -37 to -70
59.9 Second tip resonance (4x  15) -33
74.9 Third tip resonance (unstable) (5x15) -40 to -70
90.3 Forth tip resonance (6 x 15) -37
Table 5-6 The measured peaks in the frequency spectrum for the insert with the tip attached
It was noted during measurement that the 44.7 kHz and 74.9 kHz peaks seemed to be 
‘unstable’ in that their amplitudes changed with respect to time whilst the other peaks were 
stable (see table 5-6). The most likely cause of this instability is the result of the complex 
oscillation of the tip in more than one direction/plane. The laser vibrometer would only be
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able to measure the component o f this vibration that is in the same axis as the beam. 
Consequently, the use o f single point vibrometry cannot easily be used to identify all axis 
vibrations at the same time if  the tip is vibrating in all three planes.
It was noted that the insert that had the tip fitted had slightly lower resonant frequencies. 
This is a result of the increase o f the length o f the whole component. This will be discussed 
later in this section.
As a result o f this analysis four conclusions were drawn:
1) The dental scaler inserts produce resonances that can be utilised in the Dentsply scaler 
systems with the largest resonance component at ~30 kHz.
2) The single-point laser vibrometer is not suitable for identifying all aspects of the tip’s 
vibrations.
3) The dental scalers were functioning as a result o f a resonance of the insert as a whole 
as removal of the tip did not significantly change the main resonant frequency of the 
modified insert.
4) A 15 kHz applied magnetic field can be used to stimulate a 30 kHz resonance via 
frequency doubling.
Although complete commercial dental scaler inserts had been assessed, in sections 5.7 
and 5.8, (where Dentsply scaler insert resonant frequencies were identified) there was a 
question on how the geometry o f the stack would influence its dynamic strain output under 
magnetic field excitation. To this end, a further series of experiments were conducted with 
stacks with different geometries. These additional nickel stacks were produced by either
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cutting down existing commercial stacks to 2/3 or 1/3 of their original length or by reducing 
the number of laminae in a stack (see figure 5-20). This was achieved by sawing the stacks 
to the appropriate length or by removing laminae by sawing them away from the main insert 
stack (with care being taken so that the remaining laminae were not damaged by the cutting 
process).
By doing this, it would be possible to identify if  the length of the stack or the number of 
laminae in a stack would influence resonant behaviour or the strains that would be produced, 
when excited by an external dynamic magnetic-field.
The truncated and ‘reduced laminae’ stacks were then fixed into a non-magnetic stack 
holder with Araldite and placed in a tube that would hold the sample-stack in the central 
portion of a solenoid as shown in figures 5-21 and 5-22. In the case of the truncated insert 
stacks, the sawn end of the insert was used to fix it in the sample holder. This ensured that 
the un-modified end of the insert would be exposed to the Polytec laser vibrometer’s beam so 
that any longitudinal vibrations produced as a result of the application of a dynamic magnetic 
field could be observed.
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oFull Stack 16 Laminae
10 laminae
1/3 Stack 8 laminae
Figure 5-20 Nickel stacks modified so that the length and number of laminae were reduced to identify the 
influence of geometric factors on magnetostrictive performance. Stacks fitted into sample holders prior 
to insertion into sample holding assembly.
Jn Jpr
Truncated stack inserted in 
sample holder
Figure 5-21 Sample holding assembly prior to insertion into solenoid. The truncated stacks are inserted 
into the tubular plastic sample holder so that the stack could be located in the centre of the solenoid.
These truncated stacks possessed the geometric parameters specified in table 5-7.
Stack Number Cross-section
(mm)
Length
(mm)
Number of Laminae
1 4 x 5 80
(full stack length)
16
2 4 x 5 53
(2/3 stack length)
16
3 4 x 5 23
(1/3 stack length)
16
4 2 . 5 x 5 80
(full stack length)
10
5 2 . 0 x 5 80
(full stack length)
7
Table 5-7 Geometries and laminae numbers for truncated, laminated stacks
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It must be noted that the laminae would be subject to the skin effect when dynamic 
magnetic fields are applied to them. Using Eq. 4.53 it is possible to identify the critical 
frequency f c for these laminae o f 0.30mm thickness (/) as:
f c = = 422 Hz
JZft t
(5.1)
Where v.= tirfio,ftr=600,pc= 9 x l0 '8 £lm, and/<o=4jixlO'7Hm'2 [5.15, 5.16],
Also, at 30 kHz, the skin depth would be expected to be (from Eq. 4.53):
(5.2)
This would normally mean that the dynamically changing magnetic field would not be 
penetrating far into the laminae at the operational frequency of 30 kHz.
Consequently, based on this simple analysis, the commercial dental scaler stacks are 
operating significantly beyond what would normally be expected to be their critical 
frequency. However, that they still function at 30 kHz suggests that operating at resonance is 
changing the behaviour of the system in such a way that eddy currents do not inhibit the 
production of magnetostrictive strains that produce vibrations used for descaling.
The dimensions of the solenoid shown in figure 5-22 were: length 280mm and bore inner 
diameter 23mm.
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Figure 5-22 Solenoid used to apply excitation field to the magnetostrictive stacks shown with the a stack 
inserted in the sample holder (2/3 length insert shown).
This solenoid was selected as it had a sufficiently wide bore inner diameter and length to 
accommodate the stack samples and holder. Although the number of turns of the solenoid 
was unknown, the coil was calibrated so that the H-field output against applied drive current. 
In addition, the field uniformity was checked with respect to the position of the field 
measurement. The field measurement was undertaken with an F.W. Bell Series 9950 
Tesla/Gaussmeter and a PAA99-1908 lx axial probe. With this system, it was possible to 
measure dynamic fields from dc to 50 kHz. The equipment used during the calibration 
procedure and for further dynamic vibration measurements of the truncated stacks is listed in 
table 5-8.
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Equipment Item Purpose/Specification
Feedback FG600 Signal Generator To supply sinusoidal signal to the LM12-Based 
Amplifier
Farnell TOPS 3D Bi-polar Power Supply To supply ± 25 V to the LM12-Based Amplifier
LM12 Op-Amp Based Amplifier To supply sinusoidal current to solenoid via a 
dc decoupling capacitor.
Hameg HM 205-3 Oscilloscope To monitor the output voltage from the Laser 
Vibrometer
Signal Recovery 7265 DSP Lock-in Amplifier To monitor voltage output signal from Laser 
Vibrometer (also measures TTL reference 
frequency from Feedback FG600 signal 
generator)
Polytec OFV-303 Single Point Laser 
Vibrometer head and associated 3001 
Controller System (5pm/V sensitivity, 
displacement mode)
To measure vibration of the insert caused by 
magnetostriction
Keithley 2001 Multimeter (20Hz -  100kHz 
ACI bandwidth)
To measure RMS value of drive current 
through solenoid
Table 5-8 Equipment used in the truncated stack experiments
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Figure 5-23 (a) Resultant H-field produced as a result of an applied ac current to the solenoid shown in 
fig. 5-22 at various drive frequencies (b) The H-field profile for the solenoid shown in fig. 5-22 at various 
drive frequencies where the zero position is the centre of the solenoid.
Equipment Error
FW Bell Series 9950 
Gauss Meter
±0.01 mT (90%) 
(± 7.96 kA/m)
Keithley 2001 Multimeter ±1 mA (90%)
(1 k H z - 10 kHz)
Measured position of 
probe
± 1 mm (90%)
Table 5-9 Errors associated with the measurements taken and displayed in Figure 5-22 (see Appendix A).
As the fundamental resonance of a rod is [5.14]:
where
o = J -  (5.4)
VP
then the expected longitudinal fundamental resonances for the truncated stacks would be 
expected to be found at those frequencies shown in table 5-10
Stack Type Young’s
modulus
Density
Kg/m3
Length
m
Fundamental
Resonance
Fr
Hz
Nickel 2.10E+11 8800 8.0E-02 30531
* “ 5.3E-02 46085
* * 2.3E-02 106197
Table 5-10 Calculated longitudinal resonances for the stacks o f the lengths shown using Eq. 5.3
From the measurements shown in figure 5-23a it was possible to measure the H-fields 
applied to the truncated stack samples for a given drive current. In addition, as the longest 
stack sample was 80mm long, figure 5-23b showed that the uniformity of the applied H-field 
would not change significantly along this length. After this coil calibration routine, single­
point vibrometry studies o f the influence o f stack geometry were undertaken. An 
experimental set-up was used as shown in figure 5-17 but in this case, the laser vibrometer 
was measuring the longitudinal vibrations produced in truncated and ‘reduced laminae’ 
stacks when stimulated by the solenoid shown in figure 5.22
By utilising the Signal Recovery 7265 DSP Lock-in Amplifier, it was possible to monitor 
the drive frequency and the harmonic content of the dynamic displacements produced by the 
vibrating stacks in the range 2 kHz to 6 kHz. This frequency range was selected as a result
on the current limits that were imposed on the power supply system as a consequence of 
rising impedances with increasing frequency. This enabled the application of a dynamic H- 
field across the frequency range with a sufficient displacement output for laser vibrometry 
measurements. As can be seen in table 5-10, this frequency range is below the calculated 
fundamental resonances for the truncated stacks. Consequently, these resonances will not 
influence the strain output of them.
Although a large proportion of first and second harmonic outputs were expected to be 
measured via the laser vibrometer, it is not unusual to find higher harmonic components in 
the output displacement waveform [5.12, 5.17]. This cam be due to non-linearities in the 
effective transfer function of the transducer under investigation.
The subsequent output strain will clearly have a waveform that is a synthesis of all of the 
harmonic components identified through this method.
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20002000
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Figure 5-24 (a) 1* harmonic displacement output from stacks of reducing length as a result of an applied 
H-field of 0.65 kA/m (rms) in the range 2 kHz to 6 kHz (b) 1st harmonic displacement output from stacks 
with reducing laminae as a result of an applied H-field of 0.65 kA/m (rms) in the range 2 kHz to 6 kHz 
(laminae thickness 0.30mm).
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Figure 5-25 (a) 2 harmonic displacement output from stacks of reducing length as a result of an applied
H-field of 0.65 kA/m (rms) in the range 2 kHz to 6 kHz (b) 2 harmonic displacement output from stacks 
with reducing laminae as a result of an applied H-field of 0.65 kA/m (rms) in the range 2 kHz to 6 kHz 
(laminae thickness 0.30mm).
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Figure 5-26 (a) 3rd harmonic displacement output from stacks of reducing length as a result of an applied 
H-field of 0.65 kA/m (rms) in the range 2 kHz to 6 kHz (b) 3rd harmonic displacement output from stacks 
with reducing laminae as a result of an applied H-field of 0.65 kA/m (rms) in the range 2 kHz to 6 kHz 
(laminae thickness 0.30mm).
4th Harmonic Displacement4th Harmonic Displacement
213 Stock
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Figure 5-27 (a) 4,h harmonic displacement output from stacks of reducing length as a result of an applied 
H-field of 0.65 kA/m (rms) in the range 2 kHz to 6 kHz (b) 4th harmonic displacement output from stacks 
with reducing laminae as a result of an applied H-field of 0.65 kA/m (rms) in the range 2 kHz to 6 kHz 
(laminae thickness 0.30mm).
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Equipm ent E rro r
Polytec OFV-303 
based laser 
v ibrom eter
±0.002 pm (90%)
Signal Recovery 
7265 DSP Lock-in 
Amplifier
±1 Hz (95%)
Keithley 2001 
M ultim eter
±1 mA (90%)
(1 k H z - 10 kHz)
Table 5-11 E rrors associated with the m easurem ents taken and displayed in Figure 5-23 to 5-26 (see 
Appendix A).
In figures 5-24(a) to 5-27(a) with stacks with the same number of laminae but of varying 
lengths, the experimental data showed that a reduction in length produced a reduction in 
strain and therefore, the maximum displacement output. This is expected as the strain 
produced by a given stack is related to the length o f the sample by Eq. 3.1. This occurred for 
all harmonic outputs. It must be noted that in these experiments, the 2nd harmonic component 
produced the highest strain output. This is as a result o f the application of a dynamic H-field 
to the solenoid without an accompanying biasing field (see figures 4-1 to 4-3). The 3rd and 4th 
harmonic dynamic displacement components were an order of magnitude lower than those of 
the 1st and 2nd.
In addition, as the length o f the stacks reduce the influence of demagnetisation factors 
increases. Using Eq. 2.12 for each o f the stacks the following values for the demagnetisation 
factor (N) are obtained (see table 5-12).
Stack Length 
(mm)
Demagnetisation Factor 
(N)
Effective Applied Field H 
(compared to Ha)
80 0.0303 97%
53 0.0450 95%
23 0.0980 90%
Table 5-12 Calculation of the dem agnetisation factors for the stacks of different lengths using Eq. 2.10 
and Eq. 2.12.
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As a result, a reduction of the stack length will reduce the maximum strain output (and 
therefore the output displacement, dx) as a result of both the action of the reduction of 
straining magnetostrictive material and the effective applied magnetic field.
In figures 5-24(b) to 5-27(b) stacks, with the varying numbers of laminae but of the same 
length, the experimental data also showed that the largest strain outputs for the three stack 
geometries were still the 2nd harmonic component. However, in these experiments, the size 
of the soldered joints holding the ends of the stacks together varied from sample to sample. 
As a result, the effective ‘load mass’ being actuated differed ffom stack to stack and may 
have influenced these results.
Figures 5-28 to 5-31 show the harmonic displacements when an applied H-field of 0.65 
kA/m (rms) was applied to full scaler stack in the range 2 kHz to 6 kHz five times. This was 
undertaken to identify the consistency for repeated measurements. The results show that the 
repeated measurements are within the maximum expected error of the vibrometer system 
(±0.002 pm).
1st Harmonic Displacement
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Figure 5-28 1*' harmonic displacement output from a full stack as a result of an applied H-field of 0.65 
kA/m (rms) in the range 2 kHz to 6 kHz: 5 repeats
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Figure 5-29 2nd harmonic displacement output from a full stack as a result of an applied H-field of 0.65 
kA/m (rms) in the range 2 kHz to 6 kHz: 5 repeats
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Figure 5-30 3rd harmonic displacement output from a full stack as a result of an applied H-field of 0.65 
kA/m (rms) in the range 2 kHz to 6 kHz: 5 repeats
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Figure 5-31 4,h harmonic displacement output from a full stack as a result of an applied H-field of 0.65 
kA/m (rms) in the range 2 kHz to 6 kHz: 5 repeats
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6 MEASUREMENTS OF QUASI-STATIC
MAGNETOSTRICTION OF ALTERNATIVE SCALER 
STACK MATERIALS
6.1 Introduction
Any material substitution for enhancement of current dental scalers, must offer 
advantages over laminated nickel stacks. Therefore, it is necessary to have an understanding 
of the magnetostrictive properties o f candidate material, particularly, the quasi-static strain 
vs. applied field and associated stress and temperature performance.
It must be noted that the frequency related performance of a magnetostrictive element 
used to produce transduction is a result o f the combined magnetic, magnetostrictive, electrical 
and mechanical components o f this element. Also, the overall transfer function of a 
transducer will not be determined by the properties of the magnetostrictive material alone but 
will be influenced by all of the components that comprise the transducer. Despite this, initial 
measurements of the frequency performance o f a material may give an indication of its 
suitability for high-frequency applications. However, such measurements would have to take 
into account the sample geometry which may have an influence on the response of the core 
material for given applied dynamic magnetic fields. This can be illustrated in the current 
dental scalers where a laminated stack o f electrically insulated nickel strips is used to supply 
the dynamic stimulus to the scaler tips. The performance of this stack of strips would, 
clearly, be different to an equivalent solid bar of nickel as a result of eddy current effects.
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Therefore a characterisation of material samples must be undertaken and compared with 
nickel-stacks. The geometry of these newer ‘stacks’ and rods will have to be determined 
based on what can be manufactured or obtained.
Magnetostrictive metallic alloys were identified as candidate materials based on their 
quasi-static saturation magnetostriction as a result of a survey of the literature. The materials 
selected were:
• Nickel iron (Radiometal 2550: 45% Ni) [6.1, 6.2]
• 3% Grain-oriented silicon iron [6.3, 6.4]
•  Cobalt iron (Hyperco50: 49% Co) [6.5, 6.6]
• Cubex (doubly grain oriented 3% silicon iron) [6.7]
•  Terfenol-D (15mm diam x 50mm long rod) [6.8]
In the literature, it was clear that cobalt iron and nickel iron alloys had been successfully 
used in non-dental ultrasonic systems before and so these seemed to be a logical choice for 
potential candidate materials [6.9, 6.10, 6.11, 6.12].
All but the Terfenol-D sample were cut from sheets of the metal. The strip sample 
dimensions and post-cutting annealing information is shown in table 6-1.
Material Sample 
length and 
width 
(mm)
Sample
Thickness
(mm)
Anneal time and temperature
Ni 5 0 x 4 0.25 815°C for4 hrs [6.1]
Cubex 5 0 x 4 0.35 900°C for 4 hrs [6.6]
3% GO Steel 50 x 4 0.31 750°C for 4 hrs [6.3]
Hyperco50 50 x 4 0.36 850°C for 4 hrs [6.4]
Radiometal
4550
50 x 4 0.35 1180°C for 4 hrs [6.4]
Table 6-1 Table showing the strip  sam ple dimensions and vacuum annealing times and temperatures.
Measurements made on samples of these materials were compared to the accepted values and 
signs for their saturation magnetostrictions.
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As the dental scaler lavage system supplies water to the teeth via the central void of the 
handle and over the stack, it must only produce water that will not be so hot that it presents a 
scald hazard to the patient. Tables 6-2 and 6-3 indicate the temperature limits and exposure 
times for skin contact with water.
Tem perature,
°C
Exposure time
44 6 h
49 9 min
51 2-6  min
52 2 min
55 2 0 -3 0 s
60* 5-6 s
66 2 s
70 1 s
♦Usual temperature of home water heaters.
Table 6-2 Exposure time a t given tem peratures th a t causes deep second-degree burn injury in adults 
[6.15|
Tem perature,
°C
Activity
32-41 Infant's and toddler’s bath
34-45 Adult’s bath
39-41 Adult’s shower
41-42 Hot tub
42-45 Too hot for activities; threshold 
for sensation o f pain in adults
Table 6-3 Typical hot water tem peratures in daily living [6.15]
As a result, it would be wise to ensure that the stack operates at a temperature below 
40°C if it is not to result in patient discomfort due to over-heated lavage water. Any materials 
that may be considered as a substitute to the current nickel stacks need only be characterised 
below this temperature.
An in-house DC permeameter system [6.16] (see figure 6-1) based on ‘Labview’ control 
software was modified so that it could measure magnetostriction under linear tensile stresses 
up to 10 MPa at temperatures up to 40°C. Magnetising current was supplied by a pair of
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Kepco bipolar DC power supplies. These were controlled by a PC via a 16 bit digital to 
analogue converter giving a resolution -0.2 mA. Two methods for measuring the applied 
magnetic field strength were used. A Lakeshore 480 gaussmeter with a Hall probe was 
utilised when a sample was placed in a Newport Instruments Type AE4 electromagnet and a 
Agilent 34401A DC voltmeter (DVM) was used to measure the voltage across a precision 0.1 
Ohm resistor in the ground return of the primary circuit with the magnetic field strength 
being calculated using Eq. 2.1 when a solenoid was used. It was possible to measure the 
magnetic field directly (with the gaussmeter) for the electromagnet as the space between the 
pole pieces was accessible. This was not the case for those samples that were placed inside a 
solenoid. Consequently, measuring the current supplied to the solenoid would enable the 
calculation of the applied field that was applied to a sample (see figure 6-1).
Gaussmeter
s - * s  ^
Fluxmeti r
O O
DVM
DVM
o o D d
i i
\ S 3 9 9
■ ■_
C d
Strain Gauge Meter
Digit at Therm ometei
01 Ohm Resistor
Power supply' !.
Figure 6-1 DC permeameter system used to obtain strain vs. applied H-fleld characteristics of materials 
|6.16|
The fluxmeter and volt meter were connected to the PC via a GPIB bus. This enabled the 
full control of the instruments and the transfer of the measurement data. Foil Resistance 
strain gauges (RS 632-146) were fixed (with cyanoacrylate adhesive) to each sample and
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connected to an EMS MAS 010 strain gauge meter in a Wheatstone bridge configuration with 
a temperature compensation strain gauge included in the circuit. This temperature 
compensation strain gauge was fixed to the sample holding stage. A digital K-type 
thermocouple thermometer was used to monitor the sample temperature. The thermocouple 
was fixed in thermal contact with the sample holder.
The solenoid based measurement system was used to measure the properties of the 
metallic strips identified in table 6-1. The size of these was chosen to be similar to that of 
strips in commercial nickel-based scaler stacks. The strip under test was placed in a custom 
made brass sample-holder such that a compressive prestress could be applied (see figure 6-2 
and 6-3).
Magnetostrictive
sample
Opened Sample 
holder
Figure 6-2 Solenoid, compressive pre-stress rig and sample holder for strips used in the quasi-static 
magnetostriction study
DC drive coil
Sample holder
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Strain Gauges:
One fixed to sample strip, one 
fixed to brass sample holder
Applied Prestress
Pre­
stress
bolt
Push Rod
Thermocouple 
(fixed to brass 
sample holder)
Brass
sample
holder
~ ‘T —----- . T‘ ------- i S T ”
.— — I B — _
Figure 6-3 Schematic of the stress rig used to hold the 50 mm long samples during the quasi-static 
magnetostriction study
The test rig was then inserted into a 1563 turn solenoid (see figure 6-4) that had been 
modelled using Vector Fields Ltd OPERA finite element modelling software to ensure that 
the field was uniform in the region where the sample was located within 2.2% of the field 
value at the centre of the solenoid.
The temperature of the strip was increased and maintained constant during testing by 
control of the solenoid drive-current cycle-time and using the Ohmic loss in the coil as the 
heat source. The cycle time was selected so that the temperature measured by the brass 
sample-holder thermocouple would only increase by more than 1°C after the Strain vs. H 
loop was cycled over 5 times. By continuing the cycling of subsequent Strain vs. H-field 
loops it was possible to measure the DC magnetostrictive properties of the test materials up to 
40°C.
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Figure 6-4 1563 turn solenoid used to supply a dc H-field to the magnetostrictive samples
A compressive prestress could be applied to the strip via a ‘push rod’ whose position was 
controlled by a vernier screw mechanism. The push rod enters the brass sample holder via a 
recess so that it can be placed in contact with the end of the sample strip. The other end of the 
sample strip butts against an equivalent rod that is fixed to the body of the stress rig as shown 
in fig. 6.2.
The amount of prestress was calculated based on the amount of strain that was measured, 
via the strain gauge meter, when the stress was applied to a strip with a known Young’s 
Modulus E where:
and
so
leading to
E = <rl X (6.1)
E  = F I  A /x I l (6.2)
E = kx/ A /x l  I (6.3)
k = EAll (6.4)
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where a  is the stress applied to the sample, X is the strain, F is the applied force, A is the 
cross-sectional area of the sample, x is the reduction in length of the sample, / is the length of 
the sample and k is it’s material compliance.
The sample did not buckle under a prestress up to 10 MPa since it was located in a 
channel that loosely clamped the its edges along its main axis when the two halves of the 
brass sample holder were screwed together prior to installation in the sample holder (see 
figure 6-2).
An output voltage from the strain-gauge meter was connected to the permeameter system 
so that it could be stored or displayed via Lab View. In order to calibrate the system, a strain 
was simulated by switching in an additional resistance in parallel with the strain gauge that 
would be used to measure magnetostriction when a quasi-static field is applied (see figure 6-
4).
If SR is the change in resistance o f the strain gauge, (resulting in a change in the 
output voltage of the strain gauge meter), then the strain X can be calculated as:
where G is the gauge factor, SR is the change in resistance due to a strain (or simulated 
change in strain due to an external resistor bank as show in figure 6-5) and Rg is the resistance 
of the strain gauge.
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Active Strain Gauge
Strain Gauge Meter
Temp. Compensation 
Strain Gauge
Figure 6-5 Arrangem ent of the strain gauge m eter calibration system
By connecting a Draper DMM1A digital voltmeter to the output of the EMS MAS 010 
strain gauge meter it was possible to identify the relationship between the change in 
resistance (simulating an applied strain to the "active" strain gauge) and the strain gauge 
voltage output (from the meter) that would be subsequently related to this strain. The 
calibration factor (G) obtained relates a change in voltage in the bridge circuit to a change in 
strain as measured via the strain gauge so
. SR VA = — .-------  (6.6)
R G.SV
where V is the initial voltage output from the strain gauge meter and SV is the change in 
voltage due to the change in magnetostrictive strain when a magnetic field is applied.
A separate sample holder and field source were required for a 15 mm diameter Terfenol- 
D sample of length 50 mm used for comparison tests. This was undertaken purely to compare
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the strain output performance o f the Terfenol-D sample for a given applied field (without an 
optimising pre-stress) with that of the other candidate materials. However, Terfenol-D was 
not considered to be a potential replacement material for dental scalers of this topology as 
they rely on the production of flexural resonances in the stack. Such resonances would 
damage Terfenol-D as it cannot withstand transverse or torsional loads [6.17]. Initial 
measurements on this sample were undertaken with it held in a plastic tube between the poles 
of the Newport Instruments AE4 Electromagnet so that there were no air-gaps between the 
Terfenol-D sample and the pole-pieces. In this case the Terfenol-D rod was instrumented 
with the same type of strain gauge used in the single-strip measurements with a reference 
strain gauge on the plastic tube. The same permeameter system was used to energise the 
electromagnet and undertake measurements (see figure 6.6) under zero prestress.
L
)
Figure 6-6 Newport magnet-based Terfenol-D strain measurement system and Terfenol-D sample in a 
sample sleeve.
The same strain measurement system and techniques were used for characterising the 
Terfenol-D sample as was used for measurement in the previous magnetostrictive strip
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measurements. A ‘Rare Earth Products Ltd. ‘Reacton’ Terfenol-D sample2 was available for 
comparison testing. The sample was suspended between the pole-pieces of the Newport 
electromagnet so that the main axis of the rod was aligned with the axis of the electromagnet. 
In this case the Terfenol-D rod was instrumented with the same strain gauges as used in the 
single strip measurements. The same permeameter system was used to power and control the 
Newport magnet and undertake strain measurements (see figure 6-1).
A LabView virtual instrument (figure 6-7) was developed so that the strain data obtained 
using this method could be saved as a data file for analysis via a Microsoft Excel package.
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Figure 6-7 LabView virtual instrument front panel for processing strain data
2 Originally purchased by the University of Hull and donated to Cardiff University by Mr. S. Eaton ofQinetiQ Ltd.
6.2 Results
Plots of quasi-static strain vs. applied H-field for the different magnetostrictive materials 
are shown in this chapter together with peak strain output as the sample temperature was 
increased. The strain vs. applied field data represents the transfer function of the materials 
concerned. Demagnetisation corrections have not been applied to these data so that a direct 
comparison can be made between the materials. This is because the applied field 
requirements to achieve maximum strain are what are most important to the transducer 
designer. Consequently, an output strain vs. applied field comparison could be made between 
the candidate materials.
Figure 6-8 shows the magnetostriction for a nickel strip which is used as a reference for 
the other magnetostrictive materials to match or exceed. It must be noted that the material is 
negatively magnetostrictive and so has a reduction in saturation magnetostriction when 
subjected to increasing compressive stresses. Saturation strain was achieved with an applied 
field ~ 30 kA/m.
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Figure 6-8 Variation of strain with applied H-field for a nickel strip subjected to compressive pre-stresses 
of 0 , 3 ,6  and 10 MPa.
This compares to a maximum saturation magnetostriction of -25 to -47 ppm as stated by 
Bozorth [6.18].
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Figure 6-9 shows the measured quasi-static strain performance of cobalt iron (Hyperco 
50). It can be seen that the H-field that must be applied to the material to achieve saturation 
strain is almost double that needed to saturate the nickel sample at ~ 60kA/m. In spite of this 
it is a potential replacement dental scaler material as a result of the large strains that were 
produced during the quasi-static analysis shown in figure 6-9.
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Figure 6-9 Variation of strain with applied H-field for a Cobalt Iron (Hyperco 50) strip subjected to 
compressive pre-stresses of 0 ,3 ,6  and 10 MPa.
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This compares to a maximum saturation magnetostriction of Hyperco 50 measured in the 
range 32 to 42 ppm reported in [6.19].
For the nickel iron (Radiometal 4550) material the measured magnetostriction can be seen in 
figure 6-10. It has a similar quasi-static strain output to the nickel sample but the initial 
gradient of the strain vs. the H-field curve is such that a lower applied field (~15 kA/m) was 
required to achieve saturation magnetisation. This compares to a maximum saturation 
magnetostriction of 27 ppm as stated by Bozorth [6.20].
Radiometal 4550 is a good candidate for a dental scaler stack material as this lower field 
requirement offers advantages over the nickel because the lower field requirement will result 
in a lower current requirement for a given drive coil to achieve saturation strain.
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Figure 6-10 Variation of strain with applied H-field for a nickel-iron (Radiomental 4550) strip subjected 
to compressive pre-stresses of 0 ,3 , 6 and 10 MPa.
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The Cubex sample has lower saturation magnetostriction than the other materials, as 
shown in figure 6-11, but the magnetostriction was achieved at a low applied H-fields 
compared to the Hyperco 50 material.
The strain vs. applied field graphs (in figure 6-11) possesses unusual ‘discontinuities’ in 
the strain vs. H-field curves (at 2500 A/m) in both applied H-field directions. This 
characteristic ‘deer horns’ profile was noted even when the sample was removed and re­
seated in the test rig for additional measurements. It is likely that this is a result of the cube 
oriented nature of Cubex where it possesses two easy directions in the sheet plane [6.6]. It 
is suggested that as the applied field is increased, the domains would initially align along one 
easy direction. Subsequent rotation to a second easy direction would only then be achieved 
the application of sufficient field to enable domain rotation to the second easy direction.
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Figure 6-11 Variation of strain with applied H-field for a Cubex strip subjected to compressive pre­
stresses of 0, 3 ,6  and 10 MPa.
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The performance of the grain oriented steel sample is shown in figure 6-12. In this 
material, the grains were oriented along the main axis of the sample (cut so the main axis was 
along the rolling direction of the parent sheet) and so the magnetostriction performance was 
enhanced through the application of a prestress bias [6.21]. Having a sample with the grains 
oriented orthogonally to the main sample axis, no external prestress would need to be applied 
to achieve the highest strains upon application o f a magnetic field in the same direction
[6.20]. Despite this, the maximum strains produced were less than that of the nickel and 
nickel iron samples but what made this material significant compared to the other materials 
tested was the very low H-field that was required to achieve saturation magnetostriction.
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Figure 6-12 Variation of strain with applied H-field for a grain-oriented steel strip subjected to 
compressive pre-stresses of 0 ,3 ,6  and 10 MPa.
118
Equipment Error
EMS MAS 010 
Strain Gauge Meter
± lppm (80%)
Permeameter systm 
H-field 
measurement
± 0.6% (80%) [6.2]
Table 6-4 Errors associated with the measurements taken and displayed in figures 6-10 to 6-14 (see 
Appendix A).
The magnetostriction of the Terfenol-D was an order of magnitude greater than that 
measured for the other samples, even without an optimising prestress. This was despite not 
achieving saturation strain in the Terfenol-D rod as seen in figure 6-13. Although a higher 
applied field is required to saturate this material, it would be possible to reduce the ultimate 
field requirements to achieve a lower, but still significant, maximum strain. Terfenol-D is 
expensive3, so this would have to be taken into consideration when designing a dental scaler. 
However a significant re-design, would be required to implement a Terfenol-D based dental 
scaler design.
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Figure 6-13 Terfenol-D strain output with applied field with zero pre-stress
3 The cost of 2.5” diameter rod (which only comes in 10" cast lengths) is approximately $60 per mm or $926 
per lb (Jan 2009).
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Equipm ent E rro r
EMS MAS 010 
Strain Gauge Meter
± I ppm (80%)
Permeameter systm 
H-field 
measurement
± 0.6% (80%) [6.2]
Table 6-5 E rrors associated with the m easurem ents taken and displayed in Figure 6-15 (see Appendix A).
In addition, it was clear that the use o f  a Terfenol-D rod of these dimensions would be 
limited by eddy current losses [6.22] but successful composite 1 -3 magnetostrictive materials 
have been produced from identical rods as those used in this investigation (indeed from the 
same manufacturing batch from Rare Earth Products Ltd). A 1-3 material is one where small 
‘pillars’ of magnetostrictive material are set equidistant from each other in a polymer matrix. 
These Terfenol-D 1-3 composites were found to have a high frequency capability while 
maintaining the benefits of continuous anisotropic Terfenol-D in the direction of actuation
[6.22]. However, as a result of the problem associated with generating flexural modes in this 
brittle material, Terfenol-D was not taken forward as a candidate replacement material.
It was thought possible to directly replace nickel stacks by cobalt iron, nickel iron or 
grain oriented steel due to their similar values of Young’s modulus and density. This would 
mean that inserts could be produced that could be tested in the current commercial scaler 
system to see if  it could pick up the insert resonances.
Figures 6-14 shows that in the range 28° to 40°C, the peak strain does not significantly 
alter with temperature in all the materials examined.
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Figure 6-14 Peak magnetostriction measured for the sample materials at different pre-stresses at 28,35  
and 40 °C showing that there is not a significant influence of operating temperature on the peak strain 
produced when a magnetic field is applied.
Equipment Error
EMS MAS 010 Strain Gauge Meter ±
Ippm
(80%)
Thermocouple 0.25°C
(80%)
Table 6-6 Errors associated with the measurements taken and displayed in Figures 6-16 to 6-18 (see 
Appendix A).
121
6.3 Summary of material suitability for new scaler inserts
Based on the measurements made of the candidate materials, Radiometal 4550, Hyperco 
50 and grain oriented steel were determined to offer potential advantages over the standard 
nickel used in dental scaler inserts. Cubex had the lowest magnetostriction of the materials 
tested. Consequently, it was not carried forward as a replacement magnetostrictive material in 
further tests. It was noted that the strain output for these materials was not significantly 
affected by temperatures in the operational range o f dental scalers.
However, this analysis only investigated the quasi-static strain vs. applied field 
performance o f these materials. It is clear that other factors; electrical, mechanical and 
magnetic will influence the dynamic performance o f dental scalers that are constructed with 
these magnetostrictive materials. This will be investigated in Chapter 7.
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7 MEASUREMENT OF THE DYNAMIC MAGNOSTRICTION 
OF DENTAL SCALER STACK MATERIALS
7.1 Introduction
In this chapter, a series of measurements are presented to compare the dynamic 
performance of samples of the magnetostrictive materials selected from those discussed in 
chapter 6. The materials that were chosen were those that presented the highest 
magnetostriction and so represented the most likely candidates for inclusion in a dental scaler 
insert assembly.
The materials tested were 3% grain oriented silicon steel, Radiometal 4550, Hyperco 50 
and standard nickel taken from a dental scaler insert. A laser-vibrometer based measurement 
system was used to measure the properties of strips o f these materials (with the dimensions 
shown in table 6-1) This size was chosen so that they would be similar to the size of strips 
that could be obtained by cutting existing nickel-based scaler stacks.
7.2 Single strip measurements
The strips were investigated using a Polytec OFV-303 Single Point Laser Vibrometer 
head and associated 3001 Controller System (Polytec GmbH, Germany) [7.1]. A low power 
(<lmW), Helium-Neon (He-Ne) laser with a wavelength of 633nm was used (see fig. 7-1 and 
7-2). The other test equipment that was used is shown in table 7-1.
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Equipment Item Purpose/Specification
Feedback FG600 Signal Generator To supply sinusoidal signaldo you mean I or v? to 
the LM12-Based Amplifier
2x Kingshill Model 10A05C Power Supplies To supply ± 25 V to the LM12-Based Amplifier
LM12 Op-Amp Based Amplifier To supply sinusoidal current to drive coils
Yokogawa DC708E Digital Oscilloscope To monitor Lock-in Amplifier outputs
Keithley2001 multimeter To monitor the current supplied to the Drive 
Solenoid
Hameg HM 205-3 Oscilloscope To monitor the supply signal voltage waveform 
from the LM12-based amplifier
Signal Recovery 7265 DSP Lock-in Amplifier To monitor voltage output signal from Laser 
Vibrometer (also meas?ures TTL reference 
frequency from Feedback FG600 Signal 
Generator)
Polytec OFV-303 Single Point Laser Vibrometer 
head and associated 3001 Controller System 
(5pm/V sensitivity, displacement mode)
To measure vibration of the strip caused by 
magnetostriction
In-house drive solenoid 187 turns (two layers). 100mm long, OD: 24mm, 
ID 19mm
Table 7-1 Equipment used in the single-strip dynamic strain experiments
Figure 7-1 Experimental set-up used during the single-strip dynamic strain measurements highlighting 
the laser head and drive coil
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Drive coil 
containing 
nickel strip
Laser
vibrometer
TTL Reference/Trigger
‘Scope
‘Scope
Lock In 
Amp
DVMSignal
Generator
Power
Amplifier
Figure 7-2 Experimental Set-up for dynamic measurements
The drive coil used in these experiments was calibrated [7.2] so that the H-field produced 
could be related to an applied current. This calibration identified that a 1A peak current 
would supply a peak H-field of 2674 A/m (± 1 A/m) at the centre of the coil.
In the subsequent measurements, the current applied to the drive coil was maintained at a 
fixed value (1A peak) so that the applied H-field could be held constant at 2674 A/m peak. 
This ensured that the increase in impedance of the drive coil with frequency would not result 
in a reduction of the H-field as the magnetising frequency was increased. However, this 
resulted in a limit to the maximum H-field that could be applied at the highest measurement 
frequency (as a result of the inherent limitations o f the power amplifier). Consequently, the 
maximum field that could be achieved at the highest measurement frequency was maintained 
(by reducing the drive current) as the applied frequency was reduced.
The pre-processor facility of the finite-element modelling package Opera 3d (by Vector 
Fields) was utilised to create a simple model of the drive coil to further investigate the nature
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of the field distribution along its main access (See figure 7-3). To produce this model, the 
pre-processor automated solenoid generation facility was utilised whereby the dimensional 
parameters (table 7-1) of the coil are specified and the required applied current was achieved 
by defining a current density (J) of 7.36x105 A/m2 for the modelled coil. As can be seen in 
the graph shown in figure 7-2, it displays a maximum predicted RMS H-field for the 187 turn 
coil of ~1800 A/m. If the peak value is calculated (1.414 times the RMS value) then it is 
predicted to be 2545 A/m. This compares with the 2674 A/m measured during the calibration 
process for the real (rather than idealised, modelled) solenoid. In addition, figure 7-1 
indicates that the 50 mm long strip sample was located in the most linear portion of the coil’s 
field (± 25mm around the centre of the modelled solenoid).
Figure 7-3 Vector Fields Opera 3d model of the 187 turn drive coil and H-field vs Position relative to the 
centre of the solenoid. X-axis of graph is the distance from coil centre (mm), y-axis is the RMS H-field 
along the central axis of the coil (A/m).
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Single magnetostrictive strip samples were mounted on a semi-circular stage (see figure 
7-4). This stage’s diameter was only slightly narrower that the 15 mm inner diameter of the 
drive coil’s former so that it was a ‘push fit’. It was then possible to locate the centre of the 
50 mm sample strip at the centre o f the drive coil.
A small reflective target was mounted (with a dab of Araldite) on the end of the strip that 
would be located closest to the vibrometer so that its laser beam would be incident on it. The 
other end o f the strip was fixed to the sample stage with a ~5 mm x 5 mm drop of Araldite. 
The sample had a card strap fixed over it so that it was located parallel to the sample stage 
(see figure 7-4) so that the centre of the sample was coincident with the centre of the drive 
coil.
! Reflective target on !
Polymeric
Sample
fixing
Magnetostrictive
strip
Figure 7-4 Single strip  sample stage assembly
The laser vibrometer and drive coil (with the sample stage) were placed on an optical 
mounting (see figure 7-1) so that it was possible to ensure the components were co-axially 
located with each other.
By undertaking these experiments, it was possible to compare the dynamic strain outputs 
of the sample materials.
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7.3 Results
The graphs shown in figures 7-5 and 7-6 show the 1st and 2nd harmonic4 RMS 
displacement outputs as measured via the laser vibrometer when a 298 A/m RMS H-field was 
applied to the strip samples in the range 10 kHz to 30 kHz.
Nickel TXD: 298 A/m RMS Excitation
1strtwm>nic 
2nd Kbrrronfc
15000 20000 25000
Exctiion Frequency [ t t )
30000
Radiometal 4550: 298 A/m RMS Excitation
7
6
5
4
3
2
0
1st Harmonic 
2nd Harmonic
10000 12500 15000 17500 20000 22500 25000 27500 30000 
Excitation F requency (Hz)
Figure 7-5 First and second harmonic displacement outputs for the sample materials upon application of 
a 298 A/m RMS H-field for Nickel and Radiometal 4550
4 Where the 1“ harmonic is the fundamental frequency
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Figure 7-6 First and second harmonic displacement outputs for the sample materials upon application of 
a 298 A/m RMS H-field for Hyperco 50 and GO Si-Steel
Equipment Error
Polytec OFV-303 
based laser 
vibrometer
±0.002 pm (90%)
Signal Recovery 
7265 DSP Lock-in 
Amplifier
±1 Hz (95%)
Keithley 2001 
Multimeter
±1 mA (90%) 
(10 kHz-5 0  kHz)
Table 7-2 Errors associated with the measurements taken and displayed in Figure 7-5 (see Appendix A).
The H-field magnitude that was supplied to the sample of 298 A/m RMS was the greatest 
that could be achieved with this amplifier and for these materials. In some of the materials, 
the increase in the impedance of the drive coil system limited the maximum frequency that
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could be achieved with the sample. Any currents that could magnetically bias the materials 
were eliminated in these cases with a 1 pF blocking capacitor.
From the graphs in figures 7-5 and 7-6 it can be seen that for each strip, the majority of 
the strain is in the second harmonic output. This is a direct consequence of magnetostrictive 
frequency doubling in a sample that is not exposed to a biasing magnetic field. The GO steel 
produces the lowest overall strain outputs at these dynamic fields. This is consistent with the 
low measured DC magnetostrictive strains in this strip shown in chapter 6.
Hyperco 50 produced the next lowest strain output overall under these dynamic fields. 
However, a 1st harmonic resonant peak of 9 pm was identified at 12 kHz. The nickel and 
Radiometal 4550 produced the highest overall strain outputs. For all the strips the magnitude 
of the 1st harmonic outputs is low relative to the 2nd harmonic components except where 
possible resonances occur.
It can be noted from these figures that both Radiometal 4550 and nickel from the 
commercial dental scaler units produced broadly equivalent dynamic strain outputs over the 
frequency range investigated. The Hyperco 50 and GO steel samples offer lesser dynamic 
strains. However, for the Hyperco 50, this may be due to the large field requirements to 
achieve maximum strain (see figure 6-9) compared to nickel or Radiometal 4550 (see figures 
6-8 and 6-10). It has been noted [7.3] that the absence of a biasing field can enable the 
dominance of the second (frequency doubled) strain output component over the first 
harmonic output. It has also be seen that the strips exhibit a number of displacement peaks 
when frequency sweeps at a constant drive field were undertaken in the frequency range for
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the materials. In addition, the different strips when acting as the core of a solenoid resulted in 
different impedances in the frequency range.
The influence of eddy current losses is also influencing the performance of these 
materials with a reduction of 1st harmonic strain with increasing frequency. Using table 7-3, 
which shows data on typical relative permeabilities and resistivities associated with the 
candidate materials, it is possible to calculate expected skin depths in the experimental 
frequency range (see figure 7-6).
Material Relative
Permeability
Mr
Resistivity
Qm
Nickel 600 9.0x1 O'8
Radiometal 4550 40,000 4.5x1 O'7
Hyperco 50 3000 4.0x10 7
3% GO Steel 90,000 4.8x1 O’7
Table 7-3 Relative permeabilities and resistivities for the candidate materials [7.4, 7.5, 7.6, 7.7, 7.8, 7.9)
7 ^0 5
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£  5.E-II5
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—♦*— 3%Grain Oriented 
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Figure 7-7 Skin depth vs. frequency for the candidate materials based on the data in table 7-3
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From figure 7-6, it would seem that although all of the materials have a skin depth that 
decreases with frequency, nickel and Hyperco 50 start and end with higher values than either 
Radiometal or the GO steel. However, the drop in skin depth is greater for the former pair 
than the latter pair. It is possible this is what is being observed in figures 7-5 and 7-6 for the 
first harmonic displacement outputs. In the cases of nickel and Hyperco 50, the measured 
displacements seem to reduce less quickly than for those of Radiometal 4550 and the GO 
steel. It is likely that the reduction of the skin depth with frequency is reducing the internal 
magnetisation of the strips. Consequently; this is influencing the magnitude of the strain that 
is produced via magnetostriction across the frequency range.
In conclusion, Hyperco 50 and GO steel may not offer advantages over nickel for dental 
scalers as they produce lower dynamic strains for the applied drive field in the frequency 
range. However, Radiometal 4550 may able to compete with it as a magnetostrictive material 
replacement, as the strains produced in this analysis were similar to nickel for the applied 
dynamic fields that were applied but the influence of eddy current effects might restrict the 
performance o f these materials. Despite this, as these devices are operated at resonance, 
further tests needed to be made on these materials.
As the performance o f a magnetostrictive transducer is determined by its behaviour as a 
whole device, it was decided to produce new inserts based on these materials so that 
‘transducer oriented’ tests could be undertaken. In this way, the magnetostrictive materials 
would be driving their expected loads at resonance which would be their normal operating 
conditions.
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8 THE MANUFACTURE AND TESTING OF INSERTS 
BASED ON CANDIDATE REPLACEMENT 
MAGNETOSTRICTIVE MATERIALS
8.1 Introduction
There are a number of issues associated with the design of the magnetostrictive drive for 
a dental scaler. These can be summarised as:
• What material should be used?
• How will it be designed to guard against frequency-dependent losses?
• What geometry should be used?
• Is the device to be resonant or non-resonant?
• What frequency will it operate at?
• Will the scaler have an insert that comprises both the magnetostrictive material 
and the tip?
• Will the scaler have a handle that is in effect a magnetostrictive transducer with 
interchangeable tips?
For commercial nickel-based inserts to be directly replaced with new inserts (with 
alternative magnetostrictive materials) then any produced would have to be usable with 
current dental scaler systems. This would mean that any resonances produced in new inserts 
would have to trigger a resonance Mock on’ in the dental scaler system as described in chapter 
5.
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8.2 Stack inserts
The current commercial devices have magnetostrictive inserts comprising a stack of 
nickel laminations soldered at both ends with silver solder [8.1]. One end of the stack is then 
soldered to one end of the tip.
As a result o f the quasi-static and dynamic analyses (described in chapter 6 and 8) of the 
potential replacement materials, a method to produce new stacks for attachment to tip 
assemblies needed to be developed and implemented so that new inserts could be tested in 
current Cavitron dental scaler systems. Consequently, a programme of stack and insert 
production was undertaken.
8.3 Production of Stacks
Strips of each candidate material used were cut by guillotine to the same length and 
width (and annealed) as stated in table 6-1. These strips were used to produce 
magnetostrictive stacks with equivalent overall dimensions as commercial scaler stacks as 
specified in 
table 8-1.
Material Stack
Dimensions
(mm)
Laminae
Thickness
(mm)
No.
Laminae
Ni 50 x 5 x 4.0 0.25 16
3% GO Steel 50 x 5 x 4.0 0.31 13
“Hyperco50” 50 x 5 x 4.0 0.36 10
“Radiometal
4550”
50 x 5 x 3.8 0.35 10
Table 8-1 The dimensions and num ber of strips o f the test stacks (NB: the thickness of the Hyperco 50 
and Radiom etal 4550 samples were m easured before an electrically insulating coat of enamel paint was 
applied to one side of each strip  before stack assembly).
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8.4 Stack manufacture: Electrical Insulation
It was noted that the nickel stack strips had a highly insulating coating as a result of 
measurements with a Draper DMM1A multimeter. To measure this resistance, the probes of 
the multimeter (set to read resistance) were placed on the surface of the sample with a 
separation of 2mm. The resistance of the coating was such that it was above the 2000kQ 
maximum reading capable with the Draper multimeter. The other magnetostrictive materials 
used in this study were procured without any insulating coating.
It was likely that the plastic grip and O-ring on the commercial inserts were added after 
the stacks were soldered to the tip assembly. Tip assemblies were required for the new scaler 
stacks. Consequently, commercial scaler inserts were cut in such a way to provide these 
assemblies for new stacks. There was a concern that any soldering process could thermally 
damage the plastic grip/and or O-ring. As a result, methods were sought that could enable 
stack to tip assembly attachment at low temperatures.
In addition, all but the nickel and grain oriented steel strips lacked any form of electrical 
insulating coating. This would be needed to minimise the influence of eddy current losses 
when assembled into stacks. Contact measurements with the Draper multimeter (in the way 
described above) confirmed this as the resistance in these cases was effectively zero. An 
enamel spray paint (Humbrol Barbeque and Stove Spray Paint) was obtained that withstand 
temperatures up to 649°C intermittently and up to 316°C for long periods. The paint was 
found to produce an insulating coating (above 2000kD using the Draper multimeter for 
contact resistance measurements) thereby electrically isolating the individual stack laminae
from each other. Three sprayed layers o f paint were applied to one side of every strip.
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Restricting the spraying to one side of the strip reduced overall thickness whilst still enabling 
layers of insulating paint to be present between each pair of strips in physical contact.
8.5 Stack manufacture: Insert binding and soldering
A low temperature ultrasonic dip-soldering technique developed by Solbraze Ltd. (of 
Erith, Kent) had been identified where the ends of a stack and tip assembly would be dipped 
in an ultrasonic bath at a low temperature (~230°C) filled with a 95% tin 4.5% silver solder
[8.2] and then pushed together with the solder re-heated with an additional soldering iron to 
cause bonding to take place. It was claimed by Solbraze Ltd that the ultrasonic bath would 
ensure that the solder would flow over the stack and tip assembly ends without the need for 
additional flux [8.2].
To identify whether it would be possible to connect tip assemblies to stacks via this 
method, a series of stacks (one for each candidate material) were produced (as specified in 
table 8.1) that were bound tightly together with copper wire (see figure 8-1) and were 
supplied to Solbraze Ltd with an equal number of tip assemblies. As there was a need to 
solder the stacks at both ends, the outer most strips had 5mm of insulation removed with a 
hand-held, electric grinding wheel so that bare metal was exposed for solder bonding. This 
ensured that no dirt or oil was present on these surfaces. However, initial trials by Solbraze 
Ltd. showed that their ultrasonic soldering techniques would not be suitable for fixing scaler 
stacks to assemblies as the soldered joints were not strong enough to maintain the bond 
between the individual components. Despite this, the method of binding stacks with copper 
wire, prior to attachment to tip assemblies, was adopted for all subsequent insert production 
techniques.
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Figure 8-1 Standard commercially produced Dentsply dental scaler insert compared to a stack assembly 
bound by copper wire prior to soldering to a tip assembly.
As a result of the failure of the Solbraze Ltd soldering technique, a purely mechanical 
fixing mechanism was devised. This comprised two non-magnetic brass ferrules that were 
used both to bind one end of a stack together and to enable the attachment of the stack to the 
tip assembly. Both ferrules were designed to be ‘push fit’ but Araldite adhesive was also 
used to aid firm attachment. A rotary grinding wheel was then used to reduce the thickness 
of the ferrule walls so that the insert could be inserted in a commercial Dentsply drive coil 
(see figure 8-2). Two inserts were produced with each material stack types using this 
technique.
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Standard Commercial Insert
Attachment
ferruleExtent of stack
Insert bound by ferrules
Modified commercial drive coil
Figure 8-2 Image comparing the standard commercial scaler insert to one using ferrules to both bind the 
stack together at one end and attach it to the tip assembly.
To confirm that the additional mechanical components did not impede the operation of 
the dental scaler inserts, a commercial nickel insert had its tip assembly and stack separated 
and then re-attached using a brass ferrule. It was found in initial tests that when this modified 
insert was used with a Cavitron power supply system, the insert resonated so that the tip 
could be used to abrade a surface in the same way as a commercial insert. If the new inserts 
were to be used to replace current dental scaler inserts, it was clear that they would have to be 
interchangeable with current commercial inserts. Although the ferrule-modified commercial 
insert worked in the Cavitron system, the other alternative inserts, made from different 
magnetostrictive materials, did not produce tip resonances in their stacks. It was noted that 
the frequency of the current supplied to the drive coil was at 40 kHz rather than settling at 30
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kHz. Consequently, the Cavitron system was not locking onto a resonance in the non-nickel 
stacks (see chapter 5).
Although the ferrule modified nickel inserts worked in the Cavitron scaler system, stacks 
were produced so that they could be soldered attached to tip assemblies within the Cardiff 
University School of Engineering Workshop. This used more traditional techniques, (using 
95% tin 4.5% silver solder) despite the concerns regarding potential thermal damage to the 
tip assemblies highlighted above. This was undertaken to produce new inserts that were as 
close to the design of commercial inserts as possible.
The tip assembly was suspended in a flask of water so that only the junction to be 
soldered to was exposed (see figure 8-3). This method was found to enable the production of 
inserts that had little or no damage to the plastic components of the tip assembly (the O-ring 
being removed during the procedure).
Insert Stack Silver solder
Support stand
Cooled insert tipWater bath
Figure 8-3 Soldering of commercial insert tip assemblies to new insert stacks using a water bath to 
protect plastic components from thermal damage during heating.
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Two inserts were produced for each magnetostrictive material type using this technique. 
However, as with the ferrule based inserts, only the nickel inserts triggered a resonance lock- 
on when used in the commercial Cavitron system. As a result, the insert manufacturing 
method was not considered to be the cause of the lack of Cavitron resonance lock-on when 
the non-nickel based stack inserts were used with this system.
8.6 Stack manufacture: Impedance measurement and 
compensation
There was clearly an outstanding issue with the new inserts that would have to be 
resolved if they were to be used as replacements for current ones. The quasi-static and 
dynamic magnetostriction measurements indicated that the selected materials should produce 
equivalent strains to that produced by commercial nickel-based inserts but the newly 
produced ones did not establish a resonance lock-on when used with Cavitron scaler systems. 
It was possible that the impedance of the inserts may be the cause of this problem as the 
stacks would act as the core o f a solenoid and would influence the impedance of the coil 
system. If insufficient current was supplied to a drive coil (due to a high impedance for a 
given applied voltage) then the applied H-field would be low compared to an equivalent 
system with a low impedance.
To investigate this, an impedance study was made of the series of dental scaler inserts 
that had been produced in-house and placed in the drive coil shown in figure 8-3. The 
materials tested in stack form were 3% grain oriented silicon steel, Radiometal 4550, 
Hyperco 50. These were compared to a standard nickel-based insert. The geometries of the 
individual stacks, the lamination thicknesses and number of strips in each stack were shown
142
in table 8-1. The stacks were attached to tip assemblies using the water-bath soldering 
method shown in fig.8.2.
The series resistance and reactance of the dental scaler drive coil (see table 5-3 for full 
details) where the stacks defined in table 8-1 comprised the magnetostrictive cores were 
obtained using an Agilent 4284A LCR meter over a frequency range of 10 to 50 kHz for each 
assembly (see fig. 8-4 and 8-5). The measured reactance shown in figure 8-4 was found to be 
inductive in nature, as would be expected for a solenoid-based transducer system.
Reactance Associated with Drive Coil
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Figure 8-4 The reactance of the Dentsply drive-coil system when fitted with inserts of different 
magnetostrictive stack materials (and air cored). NB: Txd Nickel = standard Dentsply insert material.
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Figure 8-5 The apparent series resistance of the Dentsply drive-coil system when fitted with inserts of 
different magnetostrictive stack materials (and air cored). NB: Txd Nickel = standard Dentsply insert 
material.
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Equipment E rror
Agilent 4284A LCR 
Meter
f: ± 1% (90%) 
Reactance/Resistance 
±0.1 Q (90%)
Table 8-2 E rrors associated with the measurements taken and displayed in Figures 8-4 and 8-5 (see 
Appendix A).
The impedance measured in these experiments encapsulates many of the real and 
imaginary loss mechanisms associated with the transducer under the specific excitation 
conditions (see Eq. 4.18). However, Eq. 4.18 does not predict an increase in series resistance 
with frequency. This is due to frequency dependent losses such as eddy currents in the core 
material and the skin effect showing up as an equivalent resistive loss (Eq. 4.65). By 
measuring the impedance o f the transducer at different frequencies, the influence of 
frequency dependent losses will be included in the result.
The nickel laminations of the commercial insert had the lowest resistance at any given 
frequency. The resistance of the drive system for a nickel core was approximately half that 
of the other materials when supplied with a 15 kHz drive signal. This was repeated in the 
reactive component of the system impedances for the various core materials. In this case the 
reactance o f the drive system for a nickel core was approximately 3/4 that of the other 
materials when supplied with a 15 kHz drive signal.
Figure 8-6 shows a standard series LCR circuit configuration. At a given frequency, the 
transducer system will have a measured impedance that can be modelled by the equivalent 
circuit components shown [8.6].
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Figure 8-6 Series LCR equivalent circuit of a drive coil and insert assembly.
The standard dental scaler drive-coil/insert assembly has a small series capacitance 
compared to the inductance o f the solenoid. However, if this series capacitance (Cs) is 
increased to an appropriate value, at the mechanical resonant frequency, then the reactance 
contribution as a result o f the inductor would be compensated for leaving only the purely 
resistive loss component at this frequency (Eq. 4.65). A Muirhead decade capacitor type B- 
21-F was used in series with the drive coil to achieve this. Consequently, the reactive 
‘imaginary’ component of the impedance is eliminated so that only the ‘real’ resistive 
impedance contributions remain.
This can be expressed mathematically at the mechanical resonant frequency as;
Z  = R„2 +
\ 2
0)L„ -
coC.
(8.1)
where the total impedance of the transducer system) will equal R, if
(8.2)
wC,
where Rs is the real component and jcoLs is the imaginary component of Eq. 4.65.
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In the case of standard dental scalers, this frequency would be ~15 kHz or -30 kHz to 
achieve the desired -30  kHz mechanical resonance. In the former case, this as a result of the 
magnetostrictive frequency-doubling associated with a stack that does not have any magnetic 
biasing. In the latter it is due to stimulation of the resonance when a magnetic bias is present.
To obtain the desired value o f the additional series capacitance to satisfy Eq. 8.2 at 
15kHz, the Muirhead capacitance bank was connected in series with the drive coil with 
inserts of different magnetostrictive materials acting as the cores. The Agilent 4284A LCR 
meter was then used to identify when Eq. 8.2 was satisfied at 15kHz with a supply voltage of 
2V rms (26 A/m rms). This condition was achieved by changing the capacitance bank value 
until the measured reactance was a minimum at this drive frequency. This experiment was 
also conducted with a 30kHz excitation (24 A/m rms). The results are shown in table 8-3 and 
8-4 where in each, the initial impedance (before the capacitance bank is connected) can be 
compared to when the capacitance bank has been set at a value to reduce the measured phase 
to zero. When the phase measurement of the series circuit is zero, there is only a real 
impedance component present and the reactive components are equal and opposite in 
magnitude and phase. Consequently, the impedance of the transducer, at the mechanical 
resonant frequency is minimised.
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Material Initial Impedance 
(Ohms)
Initial Phase 
(degrees)
Nickel 25.97 78.21
Radiometal
4550
40.50 76.10
Hyperco50 38.10 74.10
GO Silicon 
Steel
36.50 72.90
Material Lowest Impedance 
(Ohms)
Capacitance Bank 
Setting
(pF)
Nickel 5.68 0.417
Radiometal
4550
9.74 0.271
Hyperco50 10.48 0.290
GO Silicon 
Steel
10.93 0.304
Table 8-3 Impedance o f the drive-coil with the different core materials with an excitation frequency of 15 
kHz. It shows the capacitance bank  setting that was required to compensate for the inductive component 
of the transducer’s impedance thereby reducing the impedance from its initial to its lowest value.
Materia] Initial Impedance 
(Ohms)
Initial Phase 
(degrees)
Nickel 49.80 71.80
Radiometal
4550
75.40 76.00
Hyperco50 69.30 73.20
GO Silicon 
Steel
66.37 71.85
Material Lowest Impedance 
(Ohms)
Capacitance Bank 
Setting
(pF)
Nickel 14.39 0.115
Radiometal
4550
18.38 0.073
Hyperco50 20.30 0.080
GO Silicon 
Steel
21.40 0.085
Table 8-4 Im pedance of the drive-coil with the different core materials with an excitation frequency of 30 
kHz. It shows the capacitance bank setting that was required to compensate for the inductive component 
of the transducer’s impedance thereby reducing the impedance from its initial to its lowest value.
Equipm ent E rror
Agilent 4284A LCR 
Meter
f: ± 1% (90%) 
Reactance/Resistance 
±0.1 n  (90%) 
Phase 
±0.01°
Capacitance Bank ±0.00 lpF
Table 8-5 E rrors associated with the measurements taken and displayed in Figures 8-4 to 8-5 (see 
Appendix A).
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Tables 8-3 and 8-4 show that the material used in a magnetostrictive dental scaler stack 
can have an influence on the dental scaler system’s impedance but this can be compensated 
for. It can be seen that the current nickel-based stacks offer lower impedance than the other 
materials used in the study. In addition, the operating frequency of the dental scaler will also 
influence the impedance of the dental scaler with higher impedances at higher frequencies (as 
would be expected due to such factors as eddy current losses). The use of an air core in these 
experiments shows the contribution of increasing losses in the coil system itself as a result of 
increasing excitation frequency. However, tables 8-4 and 8-5 show that it is possible to 
significantly reduce the impedance of the system by introducing a capacitor whose value 
creates resonant LCR electrical circuit at the required excitation frequency. This would be a 
design feature of the next generation of dental scaler systems if a series capacitance is 
included to compensate for reactive losses (due to both the electrical and mechanical 
components o f the transducer). The impedances achieved via this compensated method for all 
the materials are also below that which is found for the uncompensated nickel-based scaler 
system when excited by a 15 kHz or 30 kHz drive signal.
In conclusion, this study has shown the potential advantages and disadvantages of using 
alternative magnetostrictive stack materials than standard nickel in traditional dental scaler 
insert designs. At the expected drive frequencies (of 15 or 30 kHz), nickel offers the lowest 
impedance stacks at the expected repetition of this term drive frequencies, when compared to 
the other materials measured in the study. However, the work also demonstrated that it is 
possible to minimise impedance losses by creating a tuned electrical circuit that enables 
reactive loss compensation at the transducer system’s resonant frequency.
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Consequently, the use of capacitance compensation can greatly decrease the losses 
associated with a resonant magnetostrictive dental scaler transducer. This means that such 
devices can be caused to resonate with lower input power requirements. This is a 
considerable step forward in dental scaler system design.
Also it suggested that part o f the reason that the new dental scaler inserts did not seem to 
produce expected vibrations at their resonant frequencies, during initial testing, was because 
of the large impedances o f the non-nickel dental scaler stacks in the frequency range from 
~15 kHz to ~30 kHz. However, with capacitative compensation, all of the transducers (with 
different magnetostrictive inserts acting as cores) can be tuned to have an impedance that is 
lower than that possessed by the original nickel-based dental scaler system.
With the series capacitance compensation for the reactive components of the dental scaler 
system in place, Eq. 4.65 becomes;
Zee — RIX + cor N 2» T AX L N 2 d 23 A%L + N 2 d 23 Ak% Xr
I. l,sH 2£(*,. + K ) l , h ,
(8.1)
The experimental method in this section has identified the minimum impedances that can 
be achieved with this range of dental inserts and offers a means by which Cs (the 
compensation capacitance) can be identified for any resonant magnetostrictive transducer. It 
is clear that the frequency dependent components the second term of Eq. 8.1 will be 
influenced by mechanical, magnetic and magnetostrictive variables for a particular transducer 
with a specific magnetostrictive material. Also, if required, the values for such as ju1 ,x  
d 33 will need to be obtained for the specific transducer concerned (and at the frequency of
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operation) if the individual contributions of the components of the second term are to be 
determined [8.7, 8.8, 8.9] assuming that the purely mechanical variable components are 
constant with frequency.
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9 THE MODELLING OF MAGNETOSTRICTIVE INSERTS TO 
IDENTIFY THEIR RESONANCES AND VIBRATION 
MODES
9.1 Introduction
Finite element models can be used to simulate behaviours of complex systems. These 
systems are subdivided into interconnected elements that represent sections of the material.
For example; as mechanical stress is applied to a material, sections within it react in such a 
way so that they influence the reaction of their adjacent sections. The finite element model 
simulates this behaviour by solving differential equations for each of the elements that 
represents a section in the material [9.1].
Triangular and rectangular elements may be selected for 2 dimensional (2D) modelling 
and tetrahedral elements for 3 dimensional (3D) modelling. The Finite Element Modelling 
(FEM) system FEMLAB 3.1 by COMSOL Ltd. was used in this project to investigate the 
mechanical resonances associated with dental scaler inserts in 3D models.
This is beyond the capabilities of simple models of dental scalers based purely on 
simplistic mathematical representations. In addition, it is possible to investigate the nature of 
any resonances that are identified so that flexural, torsional or other mode-shapes can be 
identified.
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9.2 FEMLAB 3.1
FEMLAB is an interactive environment for modelling and solving scientific and 
engineering problems based on partial differential equations (PDEs) [9.2]. By using the 
built-in physics modules it was possible to build models by defining the material properties, 
loads and constraints, rather than by defining the underlying equations. FEMLAB internally 
compiles a set o f PDEs representing the entire model. When solving the PDEs, FEMLAB 
uses finite element analysis together with adaptive meshing and error control using a variety 
of numerical solvers. By using the Structural Mechanics module, it was possible to define the 
physics in sub-domains and on boundaries, edges and points along with pre-defined PDEs. A 
set of application-dependent variables made it possible to visualise and post-process physical 
quantities (such as the resonant mode shape).
By modelling dental scaler inserts with different stack materials using the Structural 
Mechanics Module, it was possible to produce models that could be used to identify and 
analyse specific mechanical resonances and the associated Eigenfrequency vibration modes.
9.3 FEMLAB 3.1 modelling basics
INTRODUCTION
The basic flow of actions when producing and analysing a model is undertaken via a 
series of toolbar buttons and menus. The following sections correspond to each major step in 
the modelling process. These roughly correspond to the different modes and menus in 
FEMLAB 3.1 [9.2].
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MODEL NAVIGATOR
The Model Navigator enables the user to start a new model by selecting application 
modes and specifying variable names and other model properties (see figure 9-1).
T  Model Navigator
New Model Library User Models Settings
S p a c e  d k n en sion
_ J  A p p k cah on  M o d es  
a  _ S  FEMLAB
® _ J  Acoustics 
® _ J  Ofl-ision 
9  __| Electromagnetics
a a
a  _j i
*  _ J  Structural Mechanics 
® _ )  POE Modes
*   I Cherracal E n g n e e m g  M odule
*■ _ J  Earth Science Module 
-* _J_| Electromagnetics Module 
■*  I Heel Transfer Module
Dependert variables: u v p
Application mode name 0 5
- MuHipTv'sics
D e p e n c e r t  v a r ia b le s
Application Mode Properties
j  A d d  G eom etry  .
R u in g  applic ation m od e
Muiiphysics
OK 1 | Cancel
Figure 9-1 FEMLAB Model Navigator window |9.2|
O PTIO N S AND SETTINGS
This facility covers basic settings, for example, the axis or grid spacing settings. These 
were made with commands from the Options menu or by double-clicking on the status bar so 
that the grid size would be o f the order of millimetres for the insert model (see figure 9.2). A 
Constants dialog box is used to enter model parameters [9.2].
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GEOMETRY MODELING
Using the Geometry Modelling system it was possible to create the model geometry 
using the CAD tools on the draw menu and the draw toolbar [9.2]. The dental scaler model 
needed to have simplifications made to the geometry with respect to the ‘real’ object to 
enable efficient finite element modelling. In particular, abrupt edges and comers were 
avoided so that the automatic meshing tool would not struggle to encompass these geometric 
features within the mesh. Complex shapes can increase the processing time and may prevent 
solutions from being found when the solver is applied to the mesh.
Figure 9-2 FEMLAB Geometry modelling in the FEMLAB main window. All FEMLAB features can be 
accessed from this window. |9.2j
Once the geometric model has been produced (see figure 9-3), the appropriate physical 
attributes (such as Young’s modulus and density) can be applied to the sub-components of 
the model.
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Stack Radius 
2mm
Insert 157mm 
Long
Figure 9-3 Example 3D geometric Model of a dental scaler insert
PHYSICS MODELING
In this process the descriptions and settings for the physics and equations in the model 
are described [9.2]:
Subdomain Settings
In this section the subdomain settings were set. They described the material properties, 
sources, and PDE coefficients on the subdomains. On the subdomains it is also possible to 
specify initial condition and element types:
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i. Boundary Conditions
Here FEMLAB enabled the specification of any boundary and interface 
conditions. In the scaler insert model, this was used to introduce movement 
constraints on the model that would emulate the clamping if the insert in the 
handle.
ii. Edge Settings
Here it was possible to specify edge settings. They described material properties 
and PDE coefficients on edges (3D models only).
iii. Point Settings
Here it was possible to specify point settings. They described properties and 
values for point sources and other values that applied to geometry vertices. In the 
scaler mode, this was used to apply a force to the model at a specific point.
MESH GENERATION
Using the mesh generation tool enabled the finite element mesh (see figure 9-4) for the 
model geometry to be generated. This was achieved by simply clicking the mesh buttons on 
the main toolbar to create and refine such a mesh [9.2].
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Figure 9-4 Example of a meshed 2d simplified dental scaler insert model to show the mesh produced by 
the meshing routine. It can be seen that in the region of change from one element to another, the mesh 
element size is reduced.
COMPUTING THE SOLUTION
In this project the ‘Eigenfrequency’ solver was used to solve for the undamped natural 
frequencies and vibration modes of a structure and the ‘Frequency Response’ solver (a 
harmonic analysis tool) was used to solve for the steady-state response ffom a harmonic 
excitation. Typically, for the ‘Frequency Response’ analysis a frequency sweep was 
performed, solving for many excitation frequencies sequentially. These were utilised within 
the Structural Mechanics modules to investigate the performance of dental scaler related 
finite element models.
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POSTPROCESSING AND VISUALIZATION
After a solution was generated for the dental scaler model, the visualization settings and 
postprocessing of the analysis results (see figure 9-5) were modified with the Plot 
Parameters dialog box and other visualization and post-processing tools so that a desired 
image could be produced. In this project, this enabled the generation of frequency response 
plots and the identification of associated Eigenfrequencies for a given finite element model. 
In these particular models, only the mode shapes and Eigenfrequency values are identified.
eigfreq_ps(8)=20915.119324 Surface: von Mises stress Displacement Displacement Max: 2.837e'
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Figure 9-5 Example of a 2d simplified dental scaler insert model showing a specific visualised mechanical 
Eigenfrequency after the Structural Mechanics finite element model has been solved (20.92 kHz flexural 
mode Eigenfrequency identified).
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9.4 3d Structural Mechanics Module Finite Element Models
As the dental scaler insert possessed a tip that could produce vibrations in more than a 
plane, 3D models were developed so that the resonances associated with them could be 
investigated beyond the more simplistic analyses that can be undertaken with basic 
mathematical relationships for identifying resonant frequencies (such as Eq. 5.1)
To do this, dental scaler insert finite element models were produced that comprised a 
number of material components. Assumptions were made regarding the materials that were 
used to make the whole insert (see table 9-1). The properties were selected to enable a 
comparison o f the different dental scaler designs via the FEMLAB finite element modelling 
system.
Com ponent M aterial
Density
(kg/nO
Young’s Modulus 
(GPa)
Stack Nickel 8800 210
Stack Radiometal 4550 (Ni Fe) 8250 167
Stack Hyperco 50 (Co Fe) 8150 230
Stack GO Steel 7650 200
Tip Assembly Steel (AISI4340) 7850 205
Grip Thermoplastic polymer resin 
(PET) 1000 4
Table 9-1 Density and Young’s M odulus values used in the dental scaler components in the finite element 
models (9.4 -  9.9|
9.5 3D Finite Element Modelling
In these models, it was not possible to produce a magnetostrictively developed force and 
strain as this would have required a more advanced coupled multi-physics model which is not 
available. Consequently, the analysis undertaken was used purely to identify the 
Eigenfrequencies that would be produced upon application of an external force. This meant
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that the displacements thus produced would not reflect the magnitudes that could be achieved 
by magnetostrictive action. However, by applying the same force for each model, it would be 
possible to compare the resonances and associated Eigenfrequencies when the stack material 
was changed from model to model. By comparing the resonant frequencies and modes of 
inserts made with different magnetostrictive materials, it would be possible to identify 
whether they were at the same frequency and have the same mode-shapes.
The Poisson’s ratio for each o f the materials was set in the model to 0.33 except for the 
steel (AISI 4340) which was set in the FEMLAB material library at 0.28. The value of 0.33 
was considered to be a reasonable approximation of the Poisson’s ration for these materials 
[9.10, 9.11].
To show the resonances in the FEMLAB models, the mass damping factor (see Appendix 
C) was set to lx lO '10 and the stiffness damping factor to lxlO '10 based on equivalent models 
presented in the guidance documentation and through discussion with COMSOL 
representatives [9.11]. These low values were selected so that the resonant frequencies could 
be observed and compared without significant damping and were not expected to represent 
the properties o f actual materials. This is acceptable if only the resonant frequencies are to be 
identified for comparison purposes.
The FEMLAB Solver Settings for the frequency response and Eigenfrequency analyses 
are shown in table 9-2.
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FEMLAB Solver settings (a)
Analysis type Freq
Auto select solver On
Solver Parametric Linear
Solution Form Coefficient
FEMLAB Solver settings (b)
Analysis type Eigenfrequency
Default element type Lagrange- Quadratic
Large Deformation Off
Implementation Principle of virtual 
work
Specify Eigenvalues using Eigenfrequency
Weak Constraints Off
Table 9-2 FEMLAB Solver settings for Frequency Response (a) and Eigenfrequency (b) analyses
9.6 Simple 3d stack models
Initially a simplified solid of circular cross-section was produced to simulate the dental 
scaler stack. However, in this initial model, the laminated nature of the stack was not 
incorporated. This is addressed in section 9.7. The model was produced to see what 
resonances occurred with the model when a pressure was applied to one side of the stack at 
frequencies from 15 kHz to 35 kHz with 100 Hz steps. A 60xl04 Pa pressure was applied to 
one face o f the unconstrained stacks in the x-direction as shown in figure 9-6. The pressure 
was applied purely to identify the Eigenfrequencies in the system. The mesh parameters for 
the simplified stack models are shown in table 9-3.
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Stack length: 80mm 
Stack radius: 2mm
Figure 9-6 Meshed simplified model of a dental scaler stack.
Extended mesh
Number of degrees of freedom 3582
Base mesh
Number of edge elements 92
Number of boundary elements 336
Number of elements 613
Minimum element quality 0.3945
Table 9-3 Mesh parameters for the simplified model of a dental scaler stack
Using Eq. (5.2) rather than FEM, it is possible to calculate the fundamental frequency of 
the nickel rod based on the material parameters shown in table 5-10. The fundamental 
resonance is:
f r = —  (5-2)
Jr 21
where
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f.= 30.53kHz
If E= 2. lxlO1 1 Pa, p=8800 kg/m3  and 1=80 mm.
However, if  this longitudinal resonance is to produce a flexural resonance in an attached 
scaler tip, other vibrational modes must be considered apart from the longitudinal alone.
As the dental scaler insert is a mechanically coupled system with two main components 
(the tip assembly and the stack assembly), if the tip displays a flexural mode then the whole 
insert must undergo a flexural mode, if  it is to comply with previous observations. [5.3]. If 
the tip alone was undergoing a stimulated flexural mode, this would necessarily be at a much 
higher frequency than 30 kHz (the stated operation frequency of the dental scaler). 
Consequently, identification of the flexural modes exhibited by a vibrating stack needed to be 
identified. Finite element modelling with FEMLAB offers a relatively quick way to 
undertake this investigation. In addition, analysis of the modelled stack would enable a 
comparison with full inserts which comprise the modelled stack and tip assembly.
The following modelled spectrum plots (figures 9-7 to 9-10) show what flexural resonant 
frequencies could be expected to be observed in a modelled dental scaler stack (from 15 kHz 
to 35 kHz with 100 Hz steps) for different modelled magnetostrictive materials.
Figure 9-7 shows the predicted resonances associated with a solid, circular nickel stack 
(without the tip assembly). Here, resonant peaks can be observed at 17.2 kHz and 27.3 kHz. 
This modelling process was used purely to identify at what frequency resonances would be 
expected to occur in the modelled stack as a result of the stimulation of resonant modes. As 
the forces applied to the modelled stack were selected purely to identify resonances (rather 
than being representative of the forces produced by a magnetostrictive forcing function) the 
magnitude of the modelled displacements are arbitrary. It must be noted that in this analysis, 
the nature of the mode-shapes is not identified. Mode shapes are discussed in section 9.8.
Total displacement
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Figure 9-7 Nickel modelled stack: Total displacement resonant features for the simplified model of a 
dental scaler stack as modelled by FEMLAB 3.1. In this plot, the y-axis shows arbitrary displacement and
2.4 32 3.4
the x-axis shows the frequency.
Figure 9-8 shows the predicted resonant performance of the Radiometal 4550 modelled 
scaler stack. Three resonant peaks have been found in the analysed frequency range. It must 
be noted that the two largest resonant peaks could be compared to the two shown in figure 9- 
7. In this case, the first peak at 15.9 kHz is found to be at a lower frequency than that of the 
equivalent 17.2 kHz peak for the modelled nickel stack in figure 9-7. The secondary peak at
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25.4 kHz is somewhat lower than that for the modelled nickel stack at 27.3 kHz. The third 
peak has a frequency (at 36.5 kHz) which can be considered to be too high to be a harmonic 
of the other resonant features.
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Figure 9-8 Radiometal 4550 modelled stack: Total displacement resonant features for the simplified 
model of a dental scaler stack as modelled by FEMLAB 3.1. In this plot, the y-axis shows arbitrary 
displacement and the x-axis shows the frequency.
Figure 9-9 shows the resonant features associated with the cobalt iron change as earlier 
(Hyperco 50) modelled stack. Again, two resonant peaks are noted in the modelled 
frequency range with the primary peak at 18.5 kHz and a secondary peak at 29.6 kHz.
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Figure 9-9 Hyperco 50 modelled stack: Total displacement resonant features for the simplified model of a 
dental scaler stack as modelled by FEMLAB 3.1. In this plot, the y-axis shows arbitrary displacement and 
the x-axis shows the frequency.
Figure 9-10 shows the resonances for the 3 % grain-oriented steel based modelled scaler 
stack. In this case, the primary resonance seems is at 30 kHz with a secondary peak at 18.8 
kHz. It is noted that the relative size of the peaks is reversed for the grain-oriented steel 
model when compared to the other modelled stacks.
The predicted resonances using the simplified stack model are summarised in table 9-4.
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Figure 9-10 Grain Oriented Steel (3%) modelled stack: Total displacement resonant features for the 
simplified model of a dental scaler stack as modelled by FEMLAB 3.1. In this plot, the y-axis shows 
arbitrary displacement and the x-axis shows the frequency.
Model Type Material
Primary
Resonance
(kHz)
Secondary
resonance
(kHz)
Isolated Stack Nickel 17.2 27.3
Isolated Stack Radiometal 4550 
(Ni Fe)
15.9 25.4
Isolated Stack Hyperco 50 
(Co Fe)
18.5 29.6
Isolated Stack GO Steel 18.8 30.0
Table 9-4 Comparison of the predicted resonances and the associated Young’s modulus and density for 
the stacks of the various materials.
It should be noted that the secondary resonances, identified in the modelling and shown 
in table 9-4, are not simple multiples of the primary resonance. This indicates that more than 
one vibrational mode-shape is being stimulated. This is something that Eq. 5.2 does not 
indicate.
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9.7 3d FEM analysis of multi-strip inserts
Modelling solid cores might give misleading values as a result of a difference between 
solid and laminated cores. Consequently, a series of five FE models were produced so that 
the influence on the number of stack laminae on the vibration modes associated with an insert 
could be quantified. Figure 9-11 and 9-12 show how the 63mm long truncated tip assembly is 
attached to the 80mm long laminated stack.
Figure 9-11 Example of a multiple laminae insert models (the layered nature of the stack is highlighted) 
In this figure, the laminated stack is on the right and the tip assembly on the left.
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63mm
80 mm
5mm
Close up of stack 
laminae
Figure 9-12 Schematic of laminated dental scaler insert with end cap. A close-up of the 11 laminae stack 
is also shown. The solid disc on the end of the stack emulates the soldered joint that binds the laminae 
together at one end.
The geometry o f the model is shown in figure 9-11 and 9-12 but the stack sub-component 
comprised of 3, 4, 7 11 and 22 laminae (each laminate layer with a width of 0.3 mm). The 
strips were arranged so that the ‘width’ of the whole stack was 5 mm with an evenly 
distributed number of strips in the gap between the outer strips.
The scaler tip was not included so that the model could be compared to the results of 
experiments with a tip-less insert discussed in chapter 5. The material parameters for nickel 
given in table 9.1 were used. The processing time for each model was >14 hrs on a 1 MHz 
Pentium II PC.
Figure 9-13 shows where movement constraints were applied to the scaler model to simulate 
the butting of the insert grip to the outer casing of the handle. This was discussed in section 
5.4. A rubber O-ring secures the insert in the handle and this limits motion in the z-direction.
It was noted that the nickel stack was not restrained when inserted into the scaler handle. This 
constraint was applied in all subsequent models.
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y
Constraint on motion in z-direction where
plastic handle is butted ip  against the scaler
Figure 9-13 Schematic of laminated dental scaler insert showing constraints applied in the model
The model components, shown in figure 9-13, in the FEMLAB model were given the 
material parameters as specified in table 9.1.
In each model, two flexural modes were identified and their Eigenfrequency values were 
noted. In these simulated data (see figure 9-14), it was found that that as the number of strips 
was increased from 3 to 22, the flexural modes’ Eigenfrequencies changed tending 
asymptotically towards a constant value. The frequencies eventually chosen to be tracked 
were the Eigenfrequencies that were closest to the resonances measured for a tip-less insert 
(see section 5.7) and tended asymptotically to that of a solid block of nickel as the number of 
laminae in the modelled stack increased. The stacks that are typically used in dental scalers 
comprise 16 nickel strips. By interpolation, it can be seen that the Eigenfrequency values of 
16 laminae are not significantly different to that expected for a solid stack.
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Figure 9-14 Graph showing the change in two equivalent Eigenfrequencies as a result of an increase in 
the number of stack laminae for a dental scaler model.
Although the Eigenfrequency values for 16 strips and a solid stack are different, the solid 
core model gives results that are a reasonable approximation and reduces the modelling 
difficulties and solving times.
9.8 3d Finite element model of Inserts with different solid core 
materials
Although the analysis in section 9.6 was useful as a means of comparing the predicted 
resonances for modelled stacks, more representative models (that more closely mirrored the 
topology of dental scaler inserts) were produced using the same solid cylindrical core 
magnetostrictive material components connected to tip assemblies. A typical dental scaler 
was measured with an accuracy of ±0.5 mm using a steel rule. The angle of the tip compared 
to the main axis of the insert was measured with a protractor with an accuracy of ±0.5°. The 
circular cross-section of the stack was produced with a diameter that was the same as that
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measured across the actual scaler stack. It was realised that having a circular cross section 
rather than a rectangular cross section might influence the results. However, it had been 
found that connecting square cross-section components to circular ones reduced the stability 
of the model (meshing/solving failures were high) and vastly increased the processing time. 
Consequently, the simplification of using only circular cross-section components was 
accepted for these initial models.
A modelled core of circular cross-section was produced with the core connected to a 
modelled tip assembly (figure 9-15). The solid stack and tip assembly behave as a single 
composite component. The resonances subsequently observed are due to the whole insert 
rather than those for the discrete components.
14mm
5mm 12mm
80mm
77mm
Nickel
12mm
Plastic
Figure 9-15 Schematic of modelled dental scaler insert showing component materials (in this case, for a 
nickel solid core)
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The model was produced to see what resonances occurred with the insert when a force of 
60x104 Pa was applied to the core (as in section 9.6) with an applied frequency from 15 kHz 
to 35 kHz with 100 Hz steps. The pressure P (equivalent to a shear force applied to the area) 
was applied in the direction orthogonal to the plane of the tip (see figure 9-15) at the opposite 
end of the insert to the tip assembly. The movement constraints on the model were as in 
figure 9-13. Figure 9-16 shows the meshed insert used.
L_ * . ' • _ • • ...........
x 1®-3
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Figure 9-16 Meshed model of a dental scaler insert
In addition to undertaking a simulated ‘frequency scan’, the mode shapes were identified 
for the main resonant peaks that were observed in the frequency range of 15 k Hz to 35 kHz. 
These mode shapes were obtained by undertaking an Eigenfrequency analysis that identified 
the undamped Eigenfrequencies for the simplified insert models. Using the resonant 
frequency analysis, the main resonant frequencies were identified and then the equivalent
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Eigenfirequencies were selected so that a visual display of the mode shape could be produced 
via the FEMLAB graphical post-processing facility.
As the tip displacements were found to be greater than those of the rest of the insert, the 
automated scaling system of the Eigenffequency graphical display system was set so that the 
overall mode shape could not be seen. This was compensated for by applying a ‘filter’ that 
inhibited the display of the large displacements associated with the tips whilst enabling the 
observation o f the overall insert mode shape.
However, when an Eigenfrequency analysis was performed on the FE model (as shown 
in fig. 9-16) a typical mode shape for the insert tip can be seen prior to the application of the 
‘displacement filter’ used in later images. Although the displacement amplitude of the tip is 
arbitrary, the mode shape associated with the tip’s vibration mode shape compares well with 
that measured for real insert tips via scanning laser vibrometry with a vibration node 2/3 
down the length of the working part of the tip (see figure 9-17) [9.14].
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Figure 9-17 Vibration of the modelled insert tip (left) compared to the vibration of a dental scaler insert 
measured via a scanning laser vibrometer (SLV) (right). In the SLV image, the video image of a real, 
vibrating insert tip can be seen |9.14|.
Yet again, this result is something that could not have been easily achieved through the 
use of simple single degree of freedom equations.
The modelled spectrum plots shown in figures 9-18, 9-22, 9-25 and 9-28 indicate what 
resonant frequencies could be expected inserts made with different solid core materials. By 
identifying the resonances in this way, it was then possible to seek and display the associated 
vibrational mode-shape using the Eigenffequency visualisation capability of FEMLAB. 
Associated with each of the modelled frequency response plots, the mode-shapes for the 
largest two resonant peaks are displayed.
Figure 9-18 shows the predicted resonances associated with a simplified nickel insert. 
Here, the two highest resonant peaks occur at 17.9 kHz and 33.4 kHz in the analysed 
frequency range. This modelled resonant characteristic in the frequency range will be used as
the base line for comparison with the other plots for inserts modelled with different solid- 
stack materials.
The increased length of the magnetostrictive material core and insert combination 
(compared with the core alone) results in a drop in the resonant frequencies so that the two 
peaks identified at 17.9 kHz and 15.0 kHz are equivalent to the 17.2 kHz and 27.3 kHz 
resonances for the insert without a tip assembly.
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Figure 9-18 Nickel Insert: Total displacement resonant features for the simplified model of an insert as 
modelled by FEMLAB 3.1. In this plot, the y-axis shows arbitrary displacement and the x-axis shows the 
frequency.
The mode-shapes associated with the two main resonances can be seen in figures 9-19 
and 9-20. They show that a flexural mode is produced in these inserts that results in a 
significant vibration of the tip itself. As the tip, tip assembly and solid stack are all part of a 
composite component then any vibrational modes that are produced will be due to the 
properties of the whole insert. The resonances that have been identified produce mode-shapes
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that are unique for that frequency. Away from these resonances, the inserts will not produce
significant vibrations.
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Figure 9-19 Nickel Insert: Insert mode shape for the simplified model of a dental scaler insert as 
modelled by FEMLAB 3.1. In this plot, the arbitrary displacement has been scaled and filtered so that the 
mode shape associated with the bulk of the insert is visible. The Eigenfrequency value is given above the 
image.
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Figure 9-20 Nickel Insert: Insert mode shape for the simplified model of a dental scaler insert as 
modelled by FEMLAB 3.1. In this plot, the arbitrary displacement has been scaled and filtered so that the 
mode shape associated with the bulk of the insert is visible. The Eigenfrequency value is given above the 
image.
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This finding was significant as it was initially thought [9.15] that a longitudinal 
resonance was causing the tip to vibrate alone. The modelling indicated that the whole insert 
can resonate flexurally as a result o f the application of a forcing function supplied via the 
magnetostrictive action of the stack. The reason that the longitudinal stack resonance can 
produce a flexural mode in the insert is due the ‘bent’ tip behaving as an ‘offset mass’ that 
couples the longitudinal and flexural modes of the insert [9.16] In these plots, the tips are 
seen to have greater displacements than the stack possesses. This is to be expected as the 
lower mass o f this sub-component will result in larger displacements for a given stimulated 
mode shape. In effect, there is a gain that can be represented as the ratio of the tip-end 
velocity (or displacement) of the insert to the stack end velocity (or displacement) of the 
insert for the flexural vibration [9.17].
It must be noted that the Eigenffequencies are calculated with exact values whereas the 
frequency response resonant peaks will have a resolution of 100 Hz as a result of the step 
values established in the model for the frequency sweep. Consequently, the Eigenfrequency 
plot shown is that which has been found to be closest in frequency to that indicated by the 
frequency response analysis.
Dental scaler users have commented on the ‘distortion’ of dental scaler stacks after 
prolonged use [9.18] [9.19]. Figure 9-21 shows one such ‘distorted’ scaler stack [9.19]. The 
mode shape in figure 9-20 would indicate that the dental scaler insert would have nodes and 
anti-modes that are distributed along its length. The distorted insert (shown in figure 9-21) 
seems to exhibit a distortion that resembles the flexural modes observed in the modelling.
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Figure 9-21 Distorted stack of a non-functional scaler insert (laminae planes into paper)[9.19]
The flexural modes shown are such that the maxima and minima are orthogonal to the 
plane of the tip main axis. By establishing such a flexural mode, maximum displacements 
can be established in the tip in the plane orthogonal to the tip axis. This would be favourable 
for dental scaler action if  tip impact with the calculus surface results in its removal.
9.9 3d scaler inserts modelled with different solid-stack materials
Figure 9-22 shows the predicted resonances associated with a simplified nickel iron 
(Radiometal 4550) insert when isolated from the tip assembly. Here, the two largest resonant 
peaks occur at 16.1 kHz and 20.9 kHz in the analysed frequency range.
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Figure 9-22 Nickel Iron (Radiometal 4550) Insert: Total displacement resonant features for the 
simplified model of a dental scaler insert as modelled by FEMLAB 3.1. In this plot, the y-axis shows 
arbitrary displacement and the x-axis shows the frequency.
As was conducted for the nickel stack-insert components, a comparison of the nickel-iron 
insert’s resonant features (when compared to the solid-stack in isolation) shows peaks at 16.1 
kHz, 20.9 kHz, 27.6 kHz and 29.9 kHz. Again, as with the nickel insert model, additional 
resonances can be observed in the analysed frequency range.
Figures 9-23 and 9-24 indicate that the largest two modelled resonances, like the nickel 
based insert model, have flexural mode-shapes that encourage tip vibrations orthogonal to the 
plane of the tip main axis.
By comparing the nickel-based and Radiometal 4550 (Nickel Iron) based spectral plots as 
modelled using FEMLAB, it seems that the main resonances can be expect to lie at different 
frequencies. Consequently, as the only parameters that have been changed in these models 
are the Young’s modulus and density, it would seem that (as would be expected) these
parameters can have a direct influence on the nature of the resonances associated with dental 
scaler inserts made from a number of materials.
As a result, by identifying these resonances, it is possible to test the predictions of the 
models with an analysis of the scaler inserts manufactured with different stack materials. This 
is discussed in chapter 10.
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fl
Figure 9-23 Radiometal 4550 Insert: Insert mode shape for the simplified model of a dental scaler insert 
as modelled by FEMLAB 3.1. In this plot, the arbitrary displacement has been scaled and filtered so that 
the mode shape associated with the bulk of the insert is visible. The Eigenfrequency value is given above 
the image.
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Figure 9-24 Radiometal 4550 Insert: Insert mode shape for the simplified model of a dental scaler insert 
as modelled by FEMLAB 3.1. In this plot, the arbitrary displacement has been scaled and filtered so that 
the mode shape associated with the bulk of the insert is visible. The Eigenfrequency value is given above 
the image.
Figure 9-25 shows the predicted resonances associated with a simplified Hyperco 50 
insert when isolated from the tip assembly. Here, the two largest resonant peaks can be 
observed at 15.2 kHz and 24.0 kHz in the analysed frequency range.
Figures 9-26 and 9-27 indicate that the largest two modelled resonances, like the nickel 
based insert model, also have flexural mode-shapes that encourage tip vibrations orthogonal 
to the plane o f the tip main axis.
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Figure 9-25 Hyperco 50 Insert: Total displacement resonant features for the simplified model of a dental 
scaler insert as modelled by FEMLAB 3.1. In this plot, the y-axis shows arbitrary displacement and the x- 
axis shows the frequency.
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Figure 9-26 Hyperco 50 Insert: Insert mode shape for the simplified model of a dental scaler insert as 
modelled by FEMLAB 3.1. In this plot, the arbitrary displacement has been scaled and filtered so that the 
mode shape associated with the bulk of the insert is visible. The Eigenfrequency value is given above the 
image.
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Figure 9-27 Hyperco 50 Insert: Insert modeshape for the simplified model of a dental scaler insert as 
modelled by FEMLAB 3.1. In this plot, the arbitrary displacement has been scaled and filtered so that the 
mode shape associated with the bulk of the insert is visible. The Eigenfrequency value is given above the 
image.
Figure 9-28 shows the predicted resonances associated with a simplified 3% Grain 
Oriented Steel insert when isolated from the tip assembly. Here, the two largest resonant 
peaks can be observed at 18.4 kHz and 23.9 kHz in the analysed frequency range.
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Figure 9-28 Grain Oriented Steel (3%) Insert: Total displacement resonant features for the simplified 
model of a dental scaler insert as modelled by FEMLAB 3.1. In this plot, the y-axis shows arbitrary 
displacement and the x-axis shows the frequency.
Figures 9-29 shows that the main resonance at 18.4 kHz is a flexural mode. However, the 
one at 23.3 kHz (figure 9-30) is a torsional mode. The next peak at (figure 9-31) 27.6 kHz is 
also a flexural mode
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Figure 9-29 Grain Oriented Steel Insert: Insert mode shape for the simplified model of a dental scaler 
insert as modelled by FEMLAB 3.1. In this plot, the arbitrary displacement has been scaled and filtered 
so that the mode shape associated with the bulk of the insert is visible. The Eigenfrequency value is given 
above the image.
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Figure 9-30 Grain Oriented Steel Insert: Insert mode shape for the simplified model of a dental scaler 
insert as modelled by FEMLAB 3.1. In this plot, the arbitrary displacement has been scaled and filtered 
so that the modeshape associated with the bulk of the insert is visible. The Eigenfrequency value is given 
above the image.
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Figure 9-31 Grain Oriented Steel Insert: Insert mode shape for the simplified model of a dental scaler 
insert as modelled by FEMLAB 3.1. In this plot, the arbitrary displacement has been scaled and filtered 
so that the mode shape associated with the bulk of the insert is visible. The Eigenfrequency value is given 
above the image.
Comparing the modelled resonances associated with the solid cores and whole inserts 
demonstrates that the two configurations have significant differences (see table 9.5). These 
reflect the changes in geometry and density/Young’s modulus of the components.
Material
Largest
Flexural
Resonance
(Insert)
(kHz)
Second
largest
Flexural
Resonance
(Insert)
(kHz)
Closest 
significant 
peak to 
30 kHz
Primary
Resonance
(Solid
Core)
(kHz)
Secondary
resonance
(Solid
Core)
(kHz)
Nickel 33.4 17.9 33.4 17.2 27.3
Radiometal 4550 
(Ni Fe)
21.6 17.3 29.9 15.2 25.4
Hyperco 50 
(Co Fe)
15.8 24.0 34.4 18.5 29.6
GO Steel 18.4 23.9 27.6 18.8 30.0
Table 9-5 Comparison between the main flexural resonances of the solid-stack and insert models
In table 9-5 the first two columns show the first two largest flexural resonances that were 
observed as a result of the modelling for the material concerned. The middle column shows 
the closest resonance observed to 30 kHz (regardless of its magnitude). The last two columns
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show the equivalent first two largest flexural resonances for the stacks that do not have the tip 
assembly attached.
The introduction of the tip assembly introduces structural complexities to the component 
models that would not allow simple mathematical modelling to enable inferences to be made 
on behaviour. Finite element modelling enables the user to identify, not only the expected 
resonances, but also allows the display of the expected mode shapes at these frequencies. It 
is clear that there are differences between the modelled resonance frequency values and those 
obtained via experimentation with actual devices. However, with further study, the 
mechanical models could be fine-tuned to more closely represent real dental scalers 
geometrically. The use of faster computer systems would obviously facilitate such a change if 
the complexity of the model increases.
9.70 Suggested Future Coupled Models
The next step in modelling is considered to be further refinement of the 3D models and 
the development of a coupled model via the next version of the COMSOL FEM modelling 
multiphysics packages. With extended multiphysics models and for certain applications, it is 
possible to assign coupling variables that connect variables and expressions in various 
domains. At the time this work was being undertaken (2007) a newer version of FEMLAB 
(now called COMSOL 3.4: the replacement for FEMLAB 3.1) [9.20] was being produced. It 
has been stated in the literature that in COMSOL 3.4 it would be possible to achieve a fully 
coupled mechanical/magnetic/electrical model that will produce results in the time domain 
that FEMLAB 3.1 could not achieve. However, to achieve such a fully coupled model would 
be a significant undertaking [9.21].
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The multi-physics modelling of magnetostrictive dental scalers will be an important step 
forward and one that could be utilised in the design de-risking and production of new devices. 
In the current models, it is not possible to apply a modelled dynamic magnetic field to a 
model that results in a coupled dynamic magnetostrictive strain based on the overall ‘transfer 
function’ of the insert. Production o f such a model, with appropriate experimental data, 
would enable the designer to investigate new insert topologies prior to attempting to 
manufacture them. In particular, it will be possible for designers to ensure that the design of 
the insert is such that the longitudinal resonance can stimulate a flexural mode in the whole 
insert. This will be discussed further in chapter 10.
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10 RESONANCE MEASUREMENTS OF NEW AND 
COMMERCIAL INSERTS
10.11ntroduction
The measurements were conducted to identify whether the resonances predicted in 
chapter 9 would be present in commercial dental scaler inserts discussed in chapter 8. The 
materials tested in insert form and compared to a standard nickel-based insert were 3% grain 
oriented silicon steel, Radiometal 4550 and Hyperco 50.
10.2 Use of a new laser vibrometer
A scanning laser vibrometer owned by the School of Dentistry at the University of 
Birmingham was used to investigate the resonances associated with commercial and 
experimental inserts. A (PSV-300-F/S High Frequency Scanning Vibrometer System, Polytec 
GmbH, Germany) was used to identify and compare the resonant frequencies associated with 
the dental scaler inserts comprising of different magnetostrictive materials. It consisted a 
scanner head and a controller/workstation, where measured data was decoded and 
manipulated to identify the main resonances. The optical system of the scanner head (Polytec 
OFV 056) combined a laser, optics and video camera. The laser is a low power (<lmW), 
Helium-Neon (He-Ne) beam device with a wavelength of 632.8nm (see fig. 10-1) [10.1].
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Figure 10-1 Polytec OFV 056 Scanning laser vibrometry system [10.11
The modified Dentsply drive-coil system (see figure 8-3) was used to apply a dynamic 
magnetic field to the insert including the magnetostrictive stack. The drive-field was set to a 
peak value of 500 A/m. The measurement system is shown in figure 10-2.
Scanning laser vibrometer Dental scaler insert and drive coil
□
MXF 900 Power Amp
o o o
Keithley 2001 Multimeter
o
Feedback FG600 Signal Generator
Figure 10-2 Measurement system used for identifying the resonances associated with the dental scaler 
inserts based on the various magnetostrictive materials.
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The measurements were made with the ‘single point’ capability of the laser vibrometer 
and the displacement frequency spectrum was displayed via a Fast Fourier Transform (FFT) 
plotting utility in the vibrometer’s data processing system. It was then possible to change the 
frequency o f the drive field and measure the frequency of any resonances appearing in the 
FFT display. Both ends of the scaler insert were monitored via the laser vibrometer when 
undergoing resonance by replacing the handle shown in the figure with that show in fig. 8-3.
10.3 Use of a MXF 900 Power Amplifier
It had been found that although the LM 12 based power amplifier (see fig. 5*12 and 5-13) 
had successfully enabled the excitation of magnetostrictive material samples, it was limited 
by being unable to supply high drive-currents at high frequencies. Consequently, the 
following analyses, a BK Electronics MXF 900 Power Amplifier was obtained as a result of 
its high power and high bandwidth operational parameters (see table 10.1). The modified 
commercial drive coil (as in figure 8-2) was connected to the output of the MXF 900 power 
supply with a variable frequency signal from a Feedback FG600 signal generator.
194
R.M.S. Watts into 4 Ohms 
R.M.S. Watts into 8 Ohms 
3dB Power Bandwidth 
Damping Factor 
Slew Rate 
Full Power t.h.d.
T.h.d. Typical 
T.i.d
Input Sensitivity 
Input Impedance 
S/N Ratio
Vu Metering
DC loudspeaker Protection 
Anti - Thump Loudspeaker 
Connection Delay 
Thermal Protection 
Fan Cooling
Power Requirements - Supply 
Weight
Size - Front Panel 
Size - Depth
455 Per Channel 
305 Per Channel 
1Hz - 50Khz 
>300 
75/uS 
0.005% 
0.001% 
Zero 
775mV 
7.5K Ohms 
HOdB
Visual Display of 11 L.E.D.S 
zero dBs at rated power 
+ /- 3V DC
3 Seconds
90 Deg Centigrade 
60 Deg Centigrade 
240V AC 50 - 60Hz 
15 Kg
19" (482.6mm) x (3U) 
374.5mm
Table 10-1 BK Electronics Ltd. MXF 900 Power Amplifier Specification
It was possible to measure the resonant frequencies of the inserts when the laser 
vibrometer was illuminating either the tip or the opposite ends (see tables 10-2 and 10-3) to 
see if there were any significant differences in the resonant frequencies observed at these 
points. It was also possible to see if the tip/end resonances would have the same or similar 
frequencies as a result o f the modifications that had been made to the Dentsply drive coil 
design. This was because the standard handle could be replaced by one that gave the laser 
access to the non-tip end of the scaler insert (see fig. 8-3).
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M aterial Laser Analysis of: 1st Resonant 
Frequency Frj 
(kHz)
2nd Resonant 
Frequency F r2 
(kHz)
Ni (TXD) End 18.94 28.77
Radiometal 4550 End 17.88 27.19
Hyperco50 End 17.86 28.75
Grain Oriented 
Si-Fe
End 18.98 29.27
Bandwidth: 10-50 kHz
No. FFT lines: 6400
Frequency Resolution: 7.81 Hz
Table 10-2 Main resonances identified when the laser vibrometer beam was incident on the non-tip end 
of the scaler insert
M aterial Laser Analysis of: 1st Resonant 
Frequency Frj 
(kHz)
2nd Resonant 
Frequency Fr2 
(kHz)
Ni (TXD) Tip 19.02 29.15
Radiometal 4550 Tip 18.18 27.32
Hyperco50 Tip 18.21 28.90
Grain Oriented 
Si-Fe
Tip 18.17 29.27
Bandwidth: 10-50 kHz
No. FFT lines: 6400
Frequency Resolution: 7.8 Hz
Table 10-3 Main resonances identified when the laser vibrometer beam was incident on the tip end of the 
scaler insert
The resonance frequencies obtained from the measurements made at both the tip and 
stack-ends of the inserts were within 4% in each case. However, the resonance of the insert 
would be expected to be at the same frequency regardless of the end that it is measured from, 
and so this difference must be due to measurement errors in the system. As the frequency 
resolution of the laser system is 7.8 Hz, it is considered that this is the cause of the 
differences in the identified peak frequencies.
If Eq. 5.1 and 5.2 are used to identify the fundamental longitudinal resonances of the 
stacks of the different materials (without being connected to the tip assemblies) it is possible
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to compare the frequencies that would be expected for such stack when the tip assemblies are 
not attached, for comparison purposes (see table 10-4) using eq. 5.2 and the material 
parameters in table 9.1. Clearly, without the tip assemblies attached, the longitudinal 
resonances for these sub-components would be expected to be higher than for those with tip 
assemblies attached.
Stack Type Young’s
modulus
Density
Kg/m3
Length
m
Fundamental
Resonance
Fr
Hz
Nickel 2.10E+11 8800 8.00E-02 30531
Radiometal
4550
1.67E+11 8250 8.00E-02 28120
Hyperco 50 2.30E+11 8150 8.00E-02 33202
GO Steel 2.00E+11 7650 8.00E-02 31957
Table 10-4 Com parison of calculated solid stack resonances for the different materials (10.2,103,10.4, 
10.5]
The similar calculated resonances shown in table 10-4 are a consequence of the similar 
moduli and densities. This analysis does not predict the lower frequency resonance shown in 
figure 5-14. The modelling presented in chapter 9 does, however, indicate that other 
vibrational modes are possible. The modelling of whole inserts in chapter 9 also showed that 
there were flexural modes that could be stimulated in real inserts. Table 10-5 shows a 
comparison between the average measured primary and secondary resonances (table 10-2 and 
10-3) when compared to the values for resonances as produced by the finite element 
modelling in chapter 9.
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M aterial
Largest
modelled
flexural
resonance
(Insert)
(kHz)
Second
largest
modelled
flexural
resonance
(Insert)
(kHz)
Closest 
significant 
modelled 
flexural 
resonance 
peak to 
30 kHz
Average
measured
primary
resonance
(kHz)
Average
measured
secondary
resonance
(kHz)
Nickel 33.4 17.9 33.4 18.83 28.96
Radiometal 4550 
(N iFe)
21.6 17.3 29.9 18.03 27.26
Hyperco 50 
(Co Fe)
15.8 24.0 34.4 18.04 28.83
GO Steel 18.4 23.9 27.6 18.58 29.27
Table 10-5 Com parison between the modelled and measured (table 10-2) primary and secondary 
measured resonances modes and the largest, 2"d largest and ‘closest to 30 kHz* modelled peaks (table 9-5)
In table 10-5 the first two columns show the first two largest flexural resonances that 
were observed as a result o f the modelling for a given insert. The middle column shows the 
closest resonance observed to 30 kHz (regardless of its magnitude). The last two columns 
show the first two measured resonances obtained from actual dental-scalar inserts. The 
average value of these resonances was obtained as the mean of those resonant frequencies 
observed at both ends of the insert using the laser vibrometer system.
Table 10-5 suggests why only the nickel-based dental scaler inserts may produce 
significant flexural resonances when inserted into the commercial dental scaler system. To 
produce a coupled flexural-longitudinal resonance, only the nickel-based insert has a 
measured resonance near to the value of the largest modelled flexural mode. This would 
mean that although resonances have been measured in the real non-nickel inserts, it is likely 
that only the longitudinal mode is being stimulated rather than the coupled longitudinal- 
flexural mode [10.6]. If a longitudinal resonant frequency coincides with a flexural mode 
then there will be maximum transduction into the coupled vibration mode thereby producing 
the characteristic real dental-scaler tip motion. Those modelled modes that do occur in the
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region of the measured peaks for non-nickel stacks (around 30 kHz) are relatively small 
compared to the largest modelled flexural model. If this statement is correct, it would mean 
that the reason the non-nickel based scaler stacks do not produce significant flexural mode 
vibrations is because their geometry is not allowing a coupled longitudinal-flexural mode to 
occur (for an insert possessing a non-nickel stack). This means that the non-nickel inserts will 
need to be re-designed to produce a geometry that will enable the longitudinal modes 
stimulated by the magnetostriction of the stack to couple to a flexural mode at the required 
drive frequency.
10.4 Use of the capacitance compensation system and MXF 900 
power supply with non-nickel based inserts
As stated above, although attempts were made to stimulate significant resonances at -30 
kHz with the Densply power supply, only the nickel-based inserts functioned as expected 
when inserted in a standard insert handle assembly.
Supplying higher drive currents to the Dentspy drive coils via the MXF 900 power 
supply was only partially successful for the nickel-iron stack, as large flexural vibrations 
were observed but at lower frequencies than those seen with nickel inserts. In initial tests, the 
stimulation o f resonances of -18 kHz in the Radiometal 4550 insert were achieved that 
produced tip displacements sufficient to etch marks into plastic (this was not managed with 
inserts comprising of Hyperco 50 or 3% silicon iron). However, a high current of 1 to 2 A 
(compared to 0.5A dissipated by the commercial system [10.7]) was necessary to achieve 
this. For the capacitance compensated load (13.04^) this meant that the coil dissipated
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between 13 and 52W. Each time these high currents were applied to the drive coil supplying 
field to the nickel-iron based insert, and the impedances were compensated for, the plastic 
drive coil former was destroyed by the high temperatures that were developed in the drive- 
coil/insert system after -15 seconds. This made systematic measurement of the performance 
of the new nickel-iron inserts impossible. However, looking at table 10-4, this suggests that 
driving the nickel iron insert at 18 kHz enabled the coupling of the lower frequency 
longitudinal resonance to the flexural mode modelled to be at 17.3 kHz.
10.5 Suggested Future Transducers
Rather than attempting to replace the magnetostrictive materials in present systems, it 
may be appropriate to produce an ‘integrated handle’ that contains a fully characterised, bulk 
material based, magnetostrictive driver (which would not be removed from the device). If it 
is possible to stimulate the flexural mode of an insert directly, that would remove the need for 
the coupled flexural-longitudinal mode that is utilised in current scaler inserts.
Hyperco 50, Radiometal 4550 and 3% grain-oriented electrical steel were identified in 
the initial work as being promising replacement materials for nickel in stack elements. 
However, this was based on the extant dental scaler system topology. Moving from such a 
topology will enable the use of giant magnetostrictive materials such as Terfenol-D.
2 0 0
10.6 Conclusions
Based on the analysis in this chapter and chapter 9 (coupled to the results of the rest of 
this thesis), it seems that the design of new dental scaler inserts cannot be based purely on 
knowledge of the non-resonant magnetostriction of the stack material and the longitudinal 
resonant frequency alone. The whole system must be considered from the drive electronics; 
the dynamic magnetic and magnetostrictive properties and also the material and geometry 
based characteristics before a successful insert can be designed. Indeed, there is a clear need 
to have a flexural resonant mode generated via a coupled longitudinal resonant mode to 
achieve vibrations that are significantly larger than the magnetostrictive strain produced by a 
non-resonant device.
This chapter has shown that the finite element modelling has given an insight into why 
these new inserts did not function as initially expected. In addition, an improved finite 
element model, that more closely resembles particular inserts would need to be developed. 
This would enable the investigation of geometry changes that could result in the production 
of inserts that have the required topology to ensure that the flexural and longitudinal modes 
are coupled for a given insert stack material.
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11 CONCLUSIONS
As a result o f the work undertaken during this study, the following conclusions can be 
made regarding present and future dental scaler systems:
i. Improvements to current dental-scaler drive coil designs
It has been shown that the field uniformity along the length of the drive coil used in 
commercial dental scaler systems is not constant. As a consequence of this, maximum 
magnetostriction is not being achieved for a given applied current along the active length 
of the insert stack. It is recommended that future drive coils have the profile of the drive 
coil changed so that there are more turns at the end of the coils to improve field 
uniformity
ii. Frequency doubling used to stimulate dental scaler insert resonances
It is also pointed out that it is possible to reduce the operational impedance of the dental 
scaler system by using ‘frequency doubling’ to stimulate a 30 kHz insert resonance by 
applying a 15 kHz drive field.
203
iii. Impedance equation for a magnetostrictive transducer operating at resonance
An impedance equation for a resonant magnetostrictive transducer is developed. It shows 
that the real and imaginary components of its impedance comprise of terms that couple 
the electrical and mechanical components and their frequency dependencies.
iv. Selection of replacement magnetostrictive materials for dental scaler inserts
As a result o f a literature survey coupled to quasi-static and dynamic measurements of the 
strains produced by a selection of magnetostrictive materials, three alternative stack 
materials are proposed as replacements for nickel in commercial inserts: Radiometal 
4550, Hyperco 50 and 3% grain-oriented steel.
v. Capacitance compensation for the inductive components of impedance in a 
resonant transducer
To minimise the impedance o f magnetostrictive dental scalers at resonance, a series 
capacitance is introduced into the electrical circuit supplying current to the dental scaler 
system. By doing so, the imaginary components of impedance are effectively eliminated 
thereby only leaving the real components. This compensation also eliminates the 
‘equivalent circuit’ imaginary impedances caused by the magnetomechanically coupled 
mechanical components. As a result of this, the power requirements of a given dental 
scaler system can be reduced.
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vi. Finite element modelling of dental scaler inserts
Three dimensional finite element mechanical models of magnetostrictive inserts have 
been produced. These were utilised to identify the vibration mode-shapes associated with 
dental scaler inserts. The models showing tip vibrations have been shown to be 
comparable to those seen in real dental scalers. The vibration if the tips have been shown 
to be due to the stimulation of a flexural mode of the scaler insert.
vii. The failure of replacement magnetostrictive materials to replace nickel in 
current dental scaler insert designs
It was found that dental scalers made with the replacement magnetostrictive materials did 
not behave in the same way as nickel inserts when placed in a commercial scaler system. 
They did not produce vibrations that could be used for dental scaling. This was despite 
the replacement materials having promising magnetostrictive properties and similar stack 
resonant frequencies. Use o f the capacitance compensation system did reduce the 
impedance of all of the systems, with replacement magnetostrictive materials, to a value 
below that of the original un-compensated nickel-based system. However, this did not 
enable the production of a flexural mode resulting in significant tip vibration.
A combination of experimentation and finite element modelling results suggests a reason 
for this. There needs to be a coupled longitudinal-flexural mode generated by the 
magnetostrictive strain at resonance. This seems to only take place in nickel-based inserts 
and (to a lesser extent) the Radiometal 4550 based inserts.
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It is clear that it is not enough to consider the properties of the magnetostrictive drive 
material alone when designing such a transducer. It must be undertaken at a ‘system’ 
level so that the overall performance can be assessed.
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12 FUTURE WORK
As would be expected in a study o f this type there are areas of this field that can be 
explored further. Future work would include:
i. Investigate the parameters associated with the impedance equation for a resonant 
transducer
The impedance equation that was developed is dependent on a number of variables that 
encompass the magnetic, magnetostrictive and electrical properties of the transducer 
system. These should be investigated further but must be done for the specific transducer 
in question. This is because the whole device behaves as a coupled series of sub­
components that influence each other’s performance. Obtaining the impedance 
characteristics of such a device will enable the identification of the most critical system 
parameters.
ii. Upgrade geometry o f models
As it has been found that the finite element modelling of simplified dental scalers has 
given an insight into the expected resonances and mode shapes of inserts based on 
different stack materials. Improvements to these models (by improving the fidelity of 
representation of scaler geometries) may increase the accuracy and precision of predicted 
outcomes. In addition, the use of finite element modelling will help re-design dental
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scalers based on non-nickel stacks so that coupled longitudinal-flexural modes can be 
achieved at the target operating frequency.
iii. Produce fully coupled FEM
A current limitation of the finite element modelling undertaken in the study is that it only 
covers the mechanical characteristics of dental scalers. However, with the latest versions 
of packages such as Comsol’s Multiphysics v.3.5a, it is possible to produce coupled 
models that can include dynamic magnetomechanical coupling. Consequently, using 
such a system will enable the application of a dynamic drive current to a modelled device 
and subsequently measure the expected output strain. This will be a significant task as 
the equations linking the electrical and mechanical systems via magnetomechanical 
coupling will have to be determined and incorporated into the models.
iv. Produce designs that do away with magnetostrictive stacks
As it has been identified that dental scalers use longitudinal resonances to stimulate a 
coupled flexural mode in the inserts, it is possible to re-design dental scalers so that they 
do away with composite stack/tip assembly inserts altogether. This would mean that the 
flexural mode would be stimulated in a non-magnetostrictive stack by a separate 
magnetostrictive driver. An example would be to stimulate the flexural mode with (say) a 
Terfenol-D drive that applies excitation directly to the position where an anti-node is 
known to exist at the required resonant frequency.
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v. Produce feedback sensor system
It would be of use to dentists to know the value of the force that is being applied to the 
tooth during scaling. Consequently, the incorporation of a force sensor (or 
magnetostrictive self-sensing) system would facilitate this.
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Appendix A: Error Analysis
The following section shows the error analysis that was performed on the experimental 
data.
Error limits may be expressed in the form Q ± DQ where Q is the measured quantity and 
DQ is the magnitude o f its limit o f error [B.l]. This expresses the experimenter's judgment 
that the "true" value of Q lies between Q - DQ and Q + DQ The entire interval within which 
the measurement lies is called the range of error. Manufacturer's performance guarantees for 
laboratory instruments are often expressed this way.
Uncertainties may be expressed as absolute measures, giving the size of the quantity's 
uncertainty in the same units in the quantity itself. Alternatively, uncertainties may be 
expressed as relative measures, giving the ratio of the quantity's uncertainty to the quantity 
itself. In general [B.2]:
, . absolute error in a measurement .
relative error = ----- —--------------------------------  (B-U
size o f the measurement
To add a further specification of the uncertainty of a particular measurement, it is 
possible for the experimenter to specify certain odds for this uncertainty. This additional 
uncertainty parameter is based on the total laboratory experience of the experimenter and so 
can be considered to a subjective additional weighting to the stated uncertainty [B.3].
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The performance o f the measurement system was investigated (based on manufacturer’s 
manuals) in conjunction with the observed performance of the system during use when 
making an assessment o f the overall error. This took into account the perceived influence of 
noise observed during measurements.
[B.l] Taylor J. R., “An Introduction to error analysis”. University Science Books, 1962.
[B.2] http ://www.lhup.edu/~dsimanek/errors.htm
[B.3] Holman J. P,. “Experimental methods for engineers”, 3rd Edition, McGraw-Hill, Tokyo, 
1978.
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Appendix B: Rayleigh damping
In Rayleigh damping the damping is assumed to be proportional to a linear combination 
of the stiffness and mass. The equation of motion for a system with a single degree of 
freedom with viscous (Rayleigh) damping can be described as
d 2u du , _. .m  + c  1-ku = f i t )
dt dt
where u is the displacement, m is the mass, c is the damping and k is the stiffness of the 
system. The motion is as a result o f the applied forcing function f(t).
In the Rayleigh damping model the damping parameter c is considered to be due to 
components that are proportional to the system mass m and the stiffness k.
c = am + pk
where am and pk are the mass and stiffness damping parameters, respectively. This 
assumption has no physical basis but it is mathematically convenient to approximate low 
damping in this way when exact damping values are not known.
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A Hybrid Magnetic Sensor System for 
Measuring Dynamic Forces
Paul A. Bartlett, George S. Katranas and Turgut Meydan
Abstract—This paper describes experiments that were 
carried out to demonstrate that a hybrid device, that 
comprises of both a magnetostrictive rod and an 
amorphous wire magnetic sensor, could be used for force 
sensing applications. The am orphous sensor uses a 
frequency modulation technique to detect changes in the 
wire’s permeability. These permeability changes were a 
result of stress-induced changes in magnetization in a 
dynamically compressed magnetostrictive rod that was in 
close proximity to the amorphous sensor.
Index Terms—Magnetostrictive sensor, amorphous wire, force 
measurement, frequency modulation.
i. In t r o d u c t io n
Th e  m e a s u r e m e n t  of applied stress has been shown to be possible through the use o f magnetostrictive materials 
such as Terfenol-D. A change in the applied stress to such 
materials results in a change in their magnetization; this is 
known as the Villari Effect[l].
There are a number o f ways to measure the change in 
magnetization in a rod of Terfenol-D [2]. The typical way is 
to wind a sensing ‘pick-up coil’ co-axially on the sensor’s 
Terfenol-D rod. However, in this paper a novel amorphous- 
wire sensor system is described that can detect the changes in 
magnetization induced by an externally applied stress. These 
magnetization changes are then related to the force that was 
applied to the transducer thereby enabling the calibration of 
the force sensor.
II. E x p e r im e n ta l
A. A Hybrid Magnetostrictive Material/Amorphous Wire
Sensor System
I) Sensor Design
The main component of the force sensor was a 15 mm diam. 
x 50 mm rod of Terfenol-D. It was housed in a cylindrical 
Tufnol former which enabled the alignment o f the sensor 
within the external test-rig whilst also giving support to the 
amorphous wire sensor. This sensor comprised o f a 30 mm
The authors are with the Wolfson Centre for Magnetics, Cardiff School of 
Engineering, Queens Buildings, Newport Road, Cardiff University, Cardiff, 
UK, CF24 3AA.
long FeCoSiB amorphous wire that was surrounded by a 350 
turn excitation coil. The amorphous wire sensor was bent so 
that it would follow the circumference of the 1mm thick 
Tufnol former that surrounded the Terfenol-D rod.
The coil that was wound around the amorphous wire was 
supplied with a sinusoidal carrier signal of 5 kHz. Stress 
induced changes in the magnetization state of the Terfenol-D 
rod produces a field that alters the impedance of the 
amorphous-material sensor which in turn shifts the frequency 
of the carrier signal by Af, hence producing a frequency 
modulated waveform (FM). By demodulating the FM signal, 
the amplitude of the peak-to-peak signal could be measured 
and then related to the equivalent drive signal produced by 
applying a sinusoidal stress to the hybrid sensor [2].
The hybrid sensor was placed in a solenoid of 1375 turns, 
with an inner diameter of 55 mm, outer diameter 84 mm and 
length 100 mm. This solenoid was incorporated so that a 
‘biasing field’ could be applied to the hybrid sensor.
Terfenol-D
RodBiasing
Coil i  /
Tufnol J  \ ___ Amorphous
Former Wire Sensor
Side View
Fig. 1 Schematic of the hybrid sensor.
Top View
It is considered that the biasing field moves the operating 
point of the Terfenol-D rod into a region of the strain vs. 
induction curve where the dB/dX is greatest, where the value of 
the magnetic induction B, is a result o f an externally applied 
stress-induced strain X. Therefore a change in applied stress at 
a favorable operating point will result in a greater change in 
magnetization than that produced in a region of lower dB/dX. It
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must also be noted that the transduction  perform ance o f  
T erfenol-D  is a lso  dependent on  any app lied  pre-stress.
T he T erfenol-D  rod w as p o sitio n ed  so  that it w as in the  
m iddle o f  a b iasing so len o id  that had a length  tw ic e  that o f  the  
m agnetostrictive com ponent. A b iasin g  c o il  o f  th is  length  w as  
used in order to im prove applied fie ld  un iform ity  in the region  
o f  the T erfenol-D  rod. A t both en d s o f  the T e rfe n o l-D  rod, 
brass ‘push rods’ enabled the p o s itio n in g  o f  it in the form er  
w hilst a lso  a llow in g  the application  o f  m ech a n ica l stress from  
an external source.
2) Test Rig
T he m ain aim  o f  these ex p erim en ts w as to  determ ine  
whether is was possib le  to calibrate the hybrid sen so r  against a 
known sensor, so  that it cou ld  d etect a d y n am ic  fo rce  that w as  
applied to it. To ach ieve  th is, the hybrid sen so r  w a s  in sta lled  in 
a Schenk RSA 50 E lectrom echanica l U n iv ersa l T estin g  
M achine. B y  m oving  the R SA  5 0 ’s  cro ss-h ea d  it w a s p o ss ib le  
to apply a known dynam ic force (and h en ce  a  strain) to  the  
T erfenol-D  rod in the hybrid sensor (se e  F ig . 2 ).
Fig. 2. The hybrid sensor mounted in the RSA 50 test machine. The bias coil 
is not present in this image.
The force that w as applied to the sen so r  w a s  then  d irectly  
m easured via  the R S A  5 0 ’s integral P M  6 3 k  load  c e ll  that 
could  m easure loads up to 63 kN , v ia  a S ch en k  M l 6 0 2  d isp lay  
unit. The output signal from  the load ce ll w a s p ro cessed  by  
the RSA 5 0 ’s D P  151 control m on itor unit b e fo re  being  
recorded on an A gilen t 5 4 6 2 4 A  o sc illo sc o p e  w h ere  peak-to- 
peak force values could  be identified .
A  low -frequency dynam ic force ( - 1 .7  H z) w a s app lied  to  
the hybrid sensor w ith the am plitude o f  o sc illa tio n  being  
contro lled  via  the R SA  5 0 ’s FP 1 5 1 , 153 and FG  152  control 
m odu les. This was the h igh est freq uency  o f  o sc illa tio n  that 
cou ld  b e  produced from the R S A  50 . T he fo rce  w a s applied  
so  that it ranged from zero to its m axim um  va lu e  w ithout an 
add ition ally  app lied  pre-stress.
3) Signal Processing
T he FM  m easurem ent system  consisted  o f  a personal 
com puter (PC ) based acquisition arrangement. The detection  
o f  the FM  signal w as conducted through the Lab VIEW ®  
package and a National Instruments N I-6 1 2 0  data acquisition  
card with a m axim um  sam pling rate o f  800 kS/s and 16-bit 
resolution [3].
Changes in the state o f  m agnetization o f  the T erfenol-b  rod 
caused co-responding FM  to the carrier signal that w as applied  
to  the am orphous sensor. B y  dem odulating this signal, the 
peak to peak am plitude could be calculated by the LabVIEW  
system  and then related to the equivalent drive signal produced  
by the PM  63k  load cell as m easured by the A gilen t 54624A . 
T his could  then be related to the applied force through 
calibration data that w as obtained for the PM 6 3 k ’s load cell.
B. Low-Frequency Force Measurements
It is understood that the perform ance o f  T erfenol-D  in a 
sensor configuration is dependent on the applied stress, 
applied biasing field  and the m agnetic history o f  the active  
elem ent. A s a result, it was certain that the output voltage  
from  the hybrid sensor w ould be influenced by these  factors. 
T herefore, m easurem ents w ere m ade o f  the voltage output 
from  the sensor system  w ere m ade for different peak-to-peak  
am plitudes o f  the 1.7 H z applied force (see  F ig  3).
O.B
BOO 2000 2200 2*00 2600 2300 3000 3200 3*00
Applied |>e*k-to-|>e*k fo ice  ill)
F ig. 3 The measured output vo ltages from the hybrid sensor 
system  for different applied forces at a frequency o f  1.7 H z  
w ith the fo llow in g  bias fields: = 4.13 kA/m , ■ = 3.50 kA/m,
♦  = 3.34 kA/m # =  2.39 kA/m.
For each data point, five  sensor output voltage  
m easurem ents were m ade and averaged for each force 
am plitude. In each o f  the plots show n, different biasing fields  
w ere applied to the T erfenol-D  rod. A s can be seen, changing  
the bias field  offsets the output voltage vs. applied force curve. 
T o investigate this further, the hybrid sensor w as subjected to 
fixed  am plitude dynam ic forces o f  1 .46 , 1.97 and 2 .6 5  kN and 
the bias field that was applied to the d ev ice  w as altered 
betw een ~ 2  to 8 kA/m  (see  F ig 4).
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Fig. 4 The influence of a varying bias field on the output 
voltage from the hybrid sensor at a fixed dynamic stress value. 
♦ =  1.46 kN p-to-p, ■ = 1.97 kN p-to-p, = 2.65 kN p-to-p.
It was noted here that increasing the dynamic force causes 
an offset of the sensor output curve. This is as to be expected 
as Fig 3 demonstrates that an increase in the dynamic applied 
force results in an increase in sensor output. It must be noted 
that in this system configuration, the ‘effective’ average force 
for each dynamic stress increases as the peak-to-peak force 
value increases. It has been shown [4] that Terfenol-D’s 
performance can be improved through the suitable application 
of a pre-stress. It is possible that the performance o f the 
sensor is influenced by this factor and an improvement to the 
device would be the application of an additional pre-stress. 
Further work will need to be undertaken to identify the pre- 
stress for optimum hybrid sensor operation.
Inspection of Fig 3 also shows that there seems to be a 
maximum value o f sensor output voltage for a given dynamic 
force in the region of 6-7 kA/m for each curve. It is 
considered that this is due to the operating point of the 
transducer moving away from a region of the B vs. X curve 
where dB/dX. is at a maximum.
It was found that ‘inappropriate’ levels of stress and 
magnetic biasing could result in distortions in the signal output 
from the sensor. In one case, this seemed to be a result of a 
‘frequency doubled’ output signal component. When the 
sinusoidal applied stress’ amplitude is great enough, it can 
cause a change in magnetization that results in the detected 
stress-induced magnetic field changes passing through a 
minimum value. If this occurs, then a proportion of the signal 
output will be ‘frequency doubled’. This can be mitigated 
against by supplying sufficient magnetic biasing so that any 
change in stress-induced magnetization does not occur near the 
this minimum. It was also noted that for some larger values of 
dynamic applied stress, the shape o f one half o f the sensor 
output signal was ‘flattened’ somewhat. It is considered that in 
this case the Terfenol-D’s Villari effect is being saturated as a 
result of the high applied forces. This will need further 
investigation based on a further characterization of the 
materials properties of the Terfenol-D rod to confirm this. 
However, it is possible that selection o f an appropriate pre­
stress could improve the performance o f the sensor and
increase the applied force value at which saturation occurs.
Although the dynamic force-spectrum that was applied to 
this sensor was limited to 1.7 Hz, it is not considered that there 
would be any difficulty in significantly increasing the 
operation frequency of the sensing system. Indeed, it has been 
shown in [1] that such devices can operate at least to 3 kHz.
III. C o n c lu s io n
In this paper, a hybrid magnetostrictive force sensor has 
been described. Experiments have been carried out to prove 
the principle that it is possible to use an amorphous wire 
sensor system to detect the change in magnetization in 
dynamically stressed Terfenol-D rods as part of a hybrid force 
transducer. This has been successfully achieved for a 1.7 Hz 
applied force of up to 2.65 kN peak-to-peak. It has been noted 
that the magnetic history, biasing magnetic field and pre-stress 
can influence the performance of the hybrid sensor system.
This LabVIEW® based hybrid transducer offers considerable 
potential as a dynamic force sensor. It is considered that this 
system will lend itself to a number of dynamic force 
measurement applications.
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Abstract
Magnetostrictive materials have been utilized for the production of ultrasonic frequency vibrations for a number of years. 
This has particularly been the case in laminated Nickel-based ultrasonic dental scaler cleaning systems.
In this study, a comparison has been made between the impedances of a number of magnetostrictive stacks of 50mm x 
4mm x -0.3mm strips at frequencies in the range of 10 to 50 kHz in a coil used for the excitation of a stack in a dental-scaler 
system. The magnetostrictive stacks tested comprised of potential replacement materials for standard nickel ones.
The study showed that it was possible to compensate for the inductive ‘imaginary’ components of the impedance through 
the use of a tuned, series capacitance so that only the ‘real’ resistive component of the impedance remained. This reduced the 
electrical losses associated with the excitation of the magnetostrictive stacks as a result of the frequency-dependent inductance 
of the coil system. Consequently, the maximum power transfer from an amplifier to the transducer was increased. Also, the 
investigation showed how the ‘real’ component of impedance of the different stacks varied with frequency. In a tuned 
resonant electrical circuit, die resistive component of the impedance, if considered as a loss, would be the lowest that could be 
achieved with such a magnetic circuit. Consequently, the losses associated with resonant magnetostrictive devices, like dental 
scalers, can be reduced.
© 2009 Elsevier B.V. All rights reserved
PACS: 75.20.En; 75.50.Bb; 75.50.Cc; 75.80.+q
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1. Introduction
When plaque forms on tooth surfaces, it may be 
removed through brushing. However, if  plaque is not 
removed (through inadequate brushing or because o f
its location in tooth furcations that are inaccessible to 
brushing) it may become mineralised. Mineralised 
plaque, also known as calculus, is a hard, tenacious 
deposit that requires intervention by a dentist to 
remove it. If it is not removed, periodontal disease 
may ensue, with inflammation of the gingiva (gums) 
with eventual bone resorption and, finally, tooth loss.
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In dentistry , o n e  o f  th e  m o st  im portant to o ls  
ava ilab le  to  the c lin ic ia n  fo r  h e lp in g  h is  p a tien ts  
m aintain their oral health is  the u ltra so n ic  sca ler . 
U ltrason ic  sca lers co n sist o f  m eta l p ro b es , d r iv en  to  
resonate at ultrasonic freq u en c ies. T h e se  p r o b e s  are 
m anoeuvred  over  the su rface  o f  the to o th  and  
p h y sica lly  ch ip  aw ay the c a lc u lu s  d e p o s its .
T he ultrasonic probe v ib ration s are d r iv en  b y  a 
m agnetostr ictive  stack, a ttach ed  to  th e  p ro b e  tip  
assem b ly . T he a ssem b led  ‘in ser t’ is  th en  p la ced  
w ith in  a c o il located in the instrum ent h an d le . T h is  
c o il  u ses an A C  signal to  crea te  th e  stack  o sc illa t io n s .  
A  typical D en tsp ly™  dental sc a ler  in sert and  
associated  drive c o il  sy s tem  can  b e  se e n  in  F ig . 1.
Fig 1 Typical Dentsply dental scaler insert and drive coil system
In th is w ork, a ser ie s  o f  a ltern ative  
m agnetostr ictive  m ateria ls w ere  in v e stig a ted  as  
potential rep lacem ents to  the N ic k e l sta ck s  that are  
used  in com m ercia l units. It w a s n o ted  that th e  
im pedance asso cia ted  w ith  ea ch  n e w  m ateria l insert  
differed  from  that o f  a standard N ic k e l D en tsp ly ™  
insert. A s  the dental sca lers can  op era te  w ith  an  
ex cita tio n  frequency o f  15 or 3 0  k H z (w ith  a 3 0  k H z  
resonant insert vibration  in both  c a se s ) , th is  c o u ld  
result in  s ign ifican t d ifferen ces  in th e  p o w er  
requirem ents to  a ch iev e  the req u ired  d y n a m ic  
m a g n etic  f ie ld s for optim um  sca ler  tip  v ib ration . 
T h is paper addresses the need  to  m in im iz e  th e  p o w er  
req uirem en ts.
stack s are sh o w  in T able 1. T he th ick n esses o f  the  
lam in ae and num ber o f  stack e lem en ts.
A s  a result o f  the d ifficu lty  in obta in ing  sam ples  
o f  identica l th ick n esses, stacks w ere m ade w ith  the  
appropriate num ber o f  lam inae that w o u ld  result in 
eq u iv a len t d im en sion s.
In th ese  experim ents, the ser ies resistances and  
reactan ces w ere m easured for the dental sca ler  drive  
c o il  w h en  the various m agn etostrictive  m aterials 
w ere  a c tin g  as the core. T hese im pedances w ere  
in itia lly  m easured  via  an A g ilen t 4 2 8 4 A  L C R  m eter  
that su p p lied  a 2V  rm s to  the circu it at the desired  
d riv e  freq u en cy  for the d ifferent core  m aterials (se e  
F ig s . 2  and 3 ).
T here are a num ber o f  contributions to  the  
m ea su red  im pedances. S o m e o f  th ese  are th ose  that 
are pu rely  a sso cia ted  w ith  the ‘e lectr ica l’ com ponents  
o f  th e  transducer but so m e  are a lso  related to  lo sse s  
in th e  m a gn etostr ic tive  m aterial itse lf. For exam ple; 
th e  m agn itu d e o f  eddy  current lo sse s  that are 
esta b lish e d  in such  a stack  w ill b e  determ ined  by the  
g e o m etr y  o f  the stack e lem en ts, their res is tiv ities  and  
th e  freq u en cy  o f  operation . From  the persp ective  o f  
th e  m easu rem en t system , th ese  lo sse s  w ill be added  
to  th o se  that a lso  contribute to the overall im pedance. 
In deed , it m ust a lso  b e  con sid ered  that m echanical 
lo s se s  a sso c ia ted  w ith  th e  m agnetom echan ica l  
c o u p lin g  w ith in  the m agnetostr ic tive  transducer w ill 
a lso  contr ib ute  to  the m easured electr ica l im pedance. 
T h erefo re , the im pedance m easured in these  
ex p er im en ts  en cap su la tes all o f  the lo sse s  associated  
w ith  th e  transducer under the sp ec if ic  excitation  
c o n d itio n s .
Table 1. The dimensions and number of strips of the test stacks 
(nb: the thickness of the “Hyperco 50” and “Radiometal 4550” 
samples were measured before an electrically insulating coat of 
enamel paint was applied to one side of each strip before stack 
assembly).
2. Experimental method and results
In itia lly , an im p ed an ce  study w a s m ad e o f  a  se r ie s  
o f  dental sca ler  inserts that had b een  p ro d u ced  in- 
hou se  and p la ced  in the D en tsp ly ™  d r iv e  c o il  
assem b ly . T he m ateria ls te sted  in  sta ck  form  w ere  
3%  grain oriented  s ilic o n  s te e l, “ R a d io m eta l 4 5 5 0 ” 
(N i Fe a llo y ), “H yperco  5 0 ” (C o  F e  a llo y ) . T h is  w a s  
com pared  to a standard D en tsp ly ™  insert. A n  e n e rg y  
d isp ersiv e  sp ectroscop y  a n a ly s is , v ia  th e  W IN E D S  
X -R a y  m icroanalysis sy s tem , in d ica ted  that the  
m a g n etostr ictive  stack o f  th is ‘S l im lin e ’ d en ta l sca ler  
insert u sed  com prised  o f  16 N ic k e l str ips (9 9 %  N i) .
T h e g eo m etr ies a sso c ia ted  w ith  th e  in d iv id u a l
Material Stack
Dimensions
(mm)
Laminae
Thickness
(mm)
No.
Laminae
Ni 50 x 5 x 4 0.25 16
3% GO Steel 50 x 5 x 4 0.31 13
“Hyperco
50”
50 x 5 x 4 0.356 10
“Radiometal
4550”
50x5x3.8 0.35 10
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Fig 2. The apparent series resistance of the Dentsply drive-coil 
system when fitted with inserts of different magnetostrictive stack 
materials (and air cored). Nb: ‘Txd Nickel = standard Dentsply 
insert material.
system. Figure 4 shows a standard series LCR circuit 
configuration.
Fig. 4. Series LCR circuit equivalent to the drive coil and insert 
assembly.
Fig 3. The reactance of the Dentsply drive-coil system when fitted 
with inserts of different magnetostrictive stack materials (and air 
cored). Nb: ‘Txd Nickel = standard Dentsply insert material.
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The standard dental scaler drive-coil/insert 
assemblies have negligible series capacitances. 
However, if a capacitance of an appropriate value 
(Cs) is added to the series circuit then the reactance 
contribution as a result of the inductor is 
compensated for leaving only the purely resistive loss 
component [2]. Consequently, the reactive 
‘imaginary’ component of the impedance is 
eliminated so that only the ‘real’ resistive impedance 
contributions remain.
This can be expressed mathematically as;
Z  =  . R /  + o)L r -
s ojC .
0 )
In Fig. 3, the effective resistance seems not to 
remain constant with frequency. It is likely that this 
is due to frequency dependent losses such as eddy 
currents in the core material and the skin effect 
showing up as an equivalent resistive loss when 
measured by the LCR meter. It is noted that the 
Nickel o f the commercial insert presented the lowest 
resistance for a given frequency. The resistance of 
the drive system for a Nickel core was approximately 
half that of the other materials when supplied with a 
15 kHz drive signal. This was also repeated in the 
reactive component of the system impedances for the 
different core materials. In this case the reactance of 
the drive system for a Nickel core was approximately 
3/4 that of the other materials when supplied with a 
15kHz drive signal.
As the dental scaler system is operated in such a 
way so that a mechanical resonance is stimulated, it 
was thought possible to use these impedance data to 
minimize the electrical power requirements for such a
where the total impedance will equal Rs if
This can be achieved if the electrical circuit is 
tuned to resonate at a particular frequency to achieve 
maximum power transfer. In the case of standard 
dental scalers, this frequency would be -15 kHz or 
-30  kHz to achieve -30 kHz vibration. In the former 
case, this as a result of the magnetostrictive 
frequency doubling associated with a stack that does 
not have any magnetic biasing. In the latter it is due 
to stimulation of the resonance when a magnetic bias 
is present [3].
To obtain the desired value of Cs to satisfy (2) at 
15kHz, a capacitance bank was inserted in series in 
the previous drive-coil circuit. Again, the Agilent 
4284A LCR meter was used to identify when (2) was 
satisfied at 15kHz with a supply voltage of 2V rms 
(26 A/m rms). This was achieved by changing the 
capacitance bank value until the measured reactance 
was as close to zero as possible. This experiment 
was also conducted with a 30kHz excitation for 
comparison purposes (24 A/m rms). The results are
- o — Air 
—o — TxdNckel 
•  Grain Oriented Si Fe 
—A— Radnmetal 4550 
— — Hyperco 50
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shown in Table 2 and 3.
Table 1 Impedance of the drive-coil with the different core 
materials with an excitation frequency of 15 kHz
Table 2 Impedance of the drive-coil with the different core 
materials with an excitation frequency of 30 kHz
3. Discussion
Figs. 2 and 3 show that the material used in a 
magnetostrictive dental scaler stack can have an 
influence on the dental scaler system’s impedance. It 
can be seen that the current Nickel-based stacks offer 
lower impedance than the other materials used in the 
study. In addition, the operating frequency of the 
dental scaler will also influence the impedance of the 
dental scaler with higher impedances at higher 
frequencies (as would be expected due to such factors 
as eddy current losses and skin effect [4] [5]). The use 
of an air core in these experiments shows the 
contribution of increasing losses in the coil system
itself as a result of increasing excitation frequency. 
However, Tables 2 and 3 shows that it is possible to 
significantly reduce the impedance of the system by 
introducing a capacitor whose value creates resonant 
LCR electrical circuit at the required excitation 
frequency. The impedances achieved via this method 
for all the materials are also below that which is 
found for the uncompensated Nickel-based scaler 
system when excited by a 15 kHz or 30 kHz drive 
signal. This reduces the power requirements of the 
scaler system at the selected drive frequency. It must 
be noted that these measurements were taken with a 
low excitation voltage. It is expected that the 
compensation capacitance value will need to be 
adjusted for higher power operation due to changes in 
material permeabilities when higher excitation 
voltages and frequencies are applied. However, the 
technique seems to offer advantages for the operation 
of resonant dental scaler systems. In addition, it 
reduces the power requirements for alternative stack 
materials when compared to standard, 
uncompensated Nickel-based scaler devices.
4. Conclusions
In conclusion, this study has shown the potential 
advantages and disadvantages o f using alternative 
magnetostrictive stack materials than standard Nickel 
in traditional dental scaler insert designs. At the 
expected drive frequencies, Nickel offers the lowest 
impedance stacks at the expected drive frequencies, 
when compared to the other materials measured in 
the study. However, the work also demonstrated that 
it is possible to minimise impedance losses by 
creating a tuned electrical circuit that enables reactive 
loss compensation at the mechanical components 
resonant frequency. Consequently, the use of 
capacitance compensation can greatly decrease the 
losses associated with a resonant magnetostrictive 
dental scaler transducer. This means that such 
devices can be caused to resonate with lower input 
power requirements.
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Material Initial Impedance 
(Ohms)
Initial Phase 
(degrees)
Nickel 25.97 78.21
“Radiometal
4550”
40.50 76.10
“Hyperco 50” 38.10 74.10
GO Silicon 
Steel
36.50 72.90
Material Lowest Impedance 
(Ohms)
Capacitance Bank 
Setting
(pF)
Nickel 5.68 0.417
“Radiometal
4550”
9.74 0.271
“Hyperco 50” 10.48 0.290
GO Silicon 
Steel
10.93 0.304
Material Initial Impedance 
(Ohms)
Initial Phase 
(degrees)
Nickel 49.80 71.8
“Radiometal
4550”
75.40 76.0
“Hyperco 50” 69.30 73.2
GO Silicon 
Steel
66.37 71.85
Material Lowest Impedance 
(Ohms)
Capacitance Bank 
Setting
(pF)
Nickel 14.39 0.115
“Radiometal
4550”
18.38 0.073
“Hyperco 50” 20.30 0.08
GO Silicon 
Steel
21.40 0.085
